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Introduction 


US  combat  experience  has  demonstrated  that  acute  hemorrhage  and  subsequent  hemodynamic  decompensation  {shock)  account  for 
about  50%  of  the  deaths  on  the  battlefield.  Realizing  the  limits  of  current  pre -symptomatic  diagnosis  and  treatment  capabilities  on  the 
battlefield,  a  reliable  non-invasive  physiological  sensor  and  diagnostic  algorithms  that  provide  clinical  decision  support  for  early 
hemorrhage  diagnosis  and  facilitate  remote  assessment  (triage)  for  medical  evacuation  of  the  highest-priority  combat  casualties 
remains  one  of  the  primary  objectives  for  Combat  Casualty  Care.  Moreover,  a  sensor  that  can  monitor  the  status  of  uninjured  soldiers 
suffering  from  physiologic  stress  such  as  dehydration,  may  help  optimize  performance  in  the  field.  To  address  this  challenging 
deficiency  and  reduce  the  medical  logistics  burden  in  the  field,  we  propose  to  significantly  enhance  the  current  capabilities  of  our 
prototype  wearable,  pulse  oximeter-based,  physiological  status  sensor  so  that  when  donned  by  military  personnel  it  will  acquire  and 
wirelessly  transmit  in  real-time  seven  algorithmically  derived  vital  physiological  indicators:  heart  rate,  perfusion  index,  oxygen 
saturation,  respiratory  rate,  autonomic  nervous  system  dynamics,  arrhythmia  detection,  and  blood  volume  loss.  This  critical 
information  will  be  captured,  analyzed  and  displayed  on  a  hand-held  monitoring  device  carried  by  a  medic.  Any  change  in  a  soldier’s 
physiological  status  including  early  warnings  of  impending  hemorrhagic  shock  or  severe  dehydration  will  alert  the  individual 
responsible  for  monitoring  soldiers’  conditions  so  that  appropriate  timely  intervention  may  be  taken.  Our  sensor  will  be  applicable  in 
at  least  two  different  scenarios:  remote  combat  triage  and  bedside  (point  of  care)  monitoring.  For  the  latter  scenario,  our  recently 
developed  smart  phone  technology  which  uses  images  processed  from  a  fingertip  to  derive  seven  physiological  parameters  using  our 
algorithms  is  also  applicable.  Our  single  sensor  (either  wearable  pulse  oximeter  itself  or  pulse  oximeter-like  information  derived  from 
a  smart  phone)  combines  significant  advancements  in  both  sensors  and  patent  pending  detection  algorithms  that  are  especially 
applicable  for  accurate  and  early  detection  of  hemorrhage  on  spontaneously  breathing  subjects,  a  feat  that  has  not  been  achieved  to 
date. 


Keywords 

Motion  and  noise  artifacts,  pulse  oximeter,  photoplethysmogram,  smart  phone,  hypovolemia,  vital  sign,  hemorrhage,  wearable 
sensors,  time -varying,  time-frequency,  support  vector  machine 

Overall  Project  Summary 

Our  results  from  both  withdrawing  900  ml  blood  and  a  lower  body  negative  pressure  study  to  simulate  significant  blood  loss  suggest 
the  potential  use  of  the  photoplethysmogram  signal  for  early  diagnosis  and  quantification  of  hypovolemia  at  levels  of  blood  loss 
earlier  than  can  be  identified  by  changes  in  vital  signs  or  physician  estimation.  This  is  a  particularly  novel  and  highly  relevant  use  of 
the  PPG  in  detection  of  blood  loss,  considering  the  fact  that  vital  signs  may  not  show  discernable  changes  even  up  to  30%  blood 
volume  loss.  We  have  four  Specific  Aims: 

1)  To  develop  miniaturized  multi-channel  pulse  oximeter  hardware  that  can  be  used  from  multiple  body  locations  (forehead,  chest 
and  wrist)  to  combat  motion-artifact  contamination. 

2)  To  develop  motion  artifact  detection  and  removal  software  utilizing  photoplethysmogram  signals  acquired  by  the  multi-channel 
pulse  oximeter  which  will  provide  clean  signals  for  the  calculation  of  seven  physiological  parameters,  including  hypovolemia.  In 
addition,  we  will  develop  and  test  an  application  for  derivation  of  the  seven  parameters  from  a  pulsatile  signal  gathered  with  an 
Android-based  smart  phone  camera. 

3)  To  evaluate  the  ability  of  our  physiologic  sensor  to  detect  acute  blood  volume  loss  and  monitor  resuscitation  in  a  prospectively 
recruited  group  of  trauma  patients  presenting  to  the  emergency  department. 

4)  To  evaluate  the  ability  of  our  physiologic  sensor  to  detect  significant  intravascular  and  total  body  volume  depletion/dehydration 
and  monitor  resuscitation  in  a  prospectively  recruited  cohort  of  patients  presenting  to  the  emergency  department. 


Key  Research  Accomplishments 

Aiml 

•  We  developed  prototype  multi-channel  forehead,  finger  and  ear  pulse  oximeter  sensors. 

•  These  devices  are  currently  in  use  for  field  testing  in  our  labs  and  at  UMASS. 

•  It  was  found  that  both  forehead-  and  ear-located  pulse  oximeters  provide  better  signal  quality  than  a  finger  pulse  oximeter. 

•  We  have  demonstrated  that  better  quality  PPG  signals  can  be  obtained  from  a  multi-channel  pulse  oximeter  when  compared 

to  a  single  channel  pulse  oximeter  sensor. 

Aim  2 

•  We  developed  a  new  MNA  detection  algorithm  that  is  more  accurate  and  computationally  efficient  than  our  previously- 
developed  method.  For  all  new  data  including  that  from  UMASS,  our  new  MNA  algorithms  consistently  provide  better 
accuracy  than  our  previously-published  algorithm.  A  manuscript  describing  this  new  algorithm  has  been  submitted  for 
publication. 

•  We  developed  2  new  algorithms  for  reconstructing  MNA-corrupted  portions  of  the  data.  These  manuscripts  are  in 
preparation  and  will  be  submitted  in  the  9th  quarter.  These  2  new  algorithms  are  more  computationally  efficient  than  our 
recently-published  algorithm. 


4 


•  We  have  converted  one  of  the  2  new  reconstruction  algorithms  into  C  language  and  real-time  implementation  is  now  possible 
on  a  personal  computer.  We  have  demonstrated  this  capability  to  the  Program  Managers  during  the  MHSRS  meeting  this 
past  August. 

•  These  new  algorithms  are  able  to  reconstruct  not  only  time -varying  changes  in  heart  rates  but  they  also  capture  the  PPG 
amplitudes  with  good  precision. 

•  We  have  implemented  these  algorithms  in  a  smart  phone  application.  While  the  algorithms  are  more  computationally 
efficient  than  other  published  algorithms,  we  had  to  simplify  the  algorithms  to  make  them  functional  in  real-time.  However, 
this  is  not  a  good  option  as  we  had  to  reduce  some  functionality,  thus,  we  will  continue  to  optimize  these  algorithms  in  the 
current  year  to  make  them  viable  for  real-time  application  without  compromising  the  accuracy. 

•  We  have  published  4  journal  articles  (3  articles  in  Annals  of  BME  rated  as  one  of  the  top  journals  in  BME  with  an  impact 
factor  of  3.2,  and  1  article  in  the  journal  Sensors,  impact  factor  of  2.02)  and  2  journal  articles  have  been  submitted  based  on 
algorithm  development. 

•  We  have  filed  2  new  patent  disclosures  on  our  algorithms. 

•  We  developed  a  new  method  to  obtain  tidal  volume  from  a  smartphone  without  using  any  external  sensors;  a  patent 
disclosure  has  been  filed  on  this  new  technology. 

Aims  3&4 

•  Our  initial  patient  enrollment  plan  was  the  following:  20  control,  30  dehydration  and  30  trauma  subjects.  However,  we 
increased  these  targets  to:  80  control,  60  dehydration  and  80  trauma  subjects.  This  increase  in  subject  enrollments  was 
approved  by  both  UMASS  and  HRPO. 

•  To  date  we  have  105  patients  enrolled  in  our  study. 

•  Data  analysis  on  these  subjects  has  just  begun. 

Conclusions 


In  Year  2  of  our  project,  we  have  completed  development  of  prototype  multi-channel  pulse  oximeters  that  can  be  used  to  collect 
physiological  data  from  multiple  body  locations  (forehead,  finger  and  ear  lobe)  to  combat  motion-artifact  contamination.  These  multi¬ 
channel  pulse  oximeters  were  used  to  collect  clinical  data  in  Year  2  of  the  project  at  the  Emergency  Department  of  the  University  of 
Massachusetts  Medical  Center  as  well  as  at  WPI.  Concurrent  with  the  sensor  development,  we  have  successfully  developed  more 
robust  algorithms  for  the  detection  followed  by  reconstruction  of  the  identified  motion  and  noise  corrupted  data  segments.  From  these 
efforts,  we  have  published  4  journal  articles,  submitted  2  additional  articles,  and  3  other  articles  are  currently  in  preparation  to  submit 
to  journals.  Moreover,  we  have  submitted  2  new  patent  disclosures  to  WPI  on  new  algorithms  for  robust  and  accurate  detection  and 
reconstruction  of  motion  and  noise  artifact  contaminated  data.  Further,  a  new  patent  disclosure  was  filed  for  estimation  of  tidal  volume 
using  only  the  video  images  from  a  smartphone.  In  Year  3,  we  will  continue  to  investigate  the  robustness  of  our  motion  and  noise 
artifact  algorithms  on  UMASS-collected  data.  Both  the  sensor  and  algorithms  will  be  thoroughly  tested  and  further  refined,  if  needed, 
using  the  UMASS  data  collected  in  Year  3  of  the  project.  We  have  also  received  verbal  confirmation  from  Dr.  Convertino  that  he  will 
be  sending  us  some  field  data  which  will  certainly  contain  rich  motion  and  noise  artifacts.  We  are  currently  on  schedule  for  all 
milestone  tasks  originally  proposed  in  our  grant  proposal. 
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Abstract — Motion  and  noise  artifacts  (MNA)  are  a  serious 
obstacle  in  utilizing  photoplethysmogram  (PPG)  signals  for 
real-time  monitoring  of  vital  signs.  We  present  a  MNA 
detection  method  which  can  provide  a  clean  vs.  corrupted 
decision  on  each  successive  PPG  segment.  For  motion 
artifact  detection,  we  compute  four  time-domain  parameters: 
(1)  standard  deviation  of  peak-to-peak  intervals  (2)  standard 
deviation  of  peak-to-peak  amplitudes  (3)  standard  deviation 
of  systolic  and  diastolic  interval  ratios,  and  (4)  mean 
standard  deviation  of  pulse  shape.  We  have  adopted  a 
support  vector  machine  (SVM)  which  takes  these  parameters 
from  clean  and  corrupted  PPG  signals  and  builds  a  decision 
boundary  to  classify  them.  We  apply  several  distinct  features 
of  the  PPG  data  to  enhance  classification  performance.  The 
algorithm  we  developed  was  verified  on  PPG  data  segments 
recorded  by  simulation,  laboratory-controlled  and  walking/ 
stair-climbing  experiments,  respectively,  and  we  compared 
several  well-established  MNA  detection  methods  to  our 
proposed  algorithm.  All  compared  detection  algorithms  were 
evaluated  in  terms  of  motion  artifact  detection  accuracy, 
heart  rate  (HR)  error,  and  oxygen  saturation  (Sp02)  error. 
For  laboratory  controlled  finger,  forehead  recorded  PPG 
data  and  daily-activity  movement  data,  our  proposed  algo¬ 
rithm  gives  94.4,  93.4,  and  93.7%  accuracies,  respectively. 
Significant  reductions  in  HR  and  Sp02  errors  (2.3  bpm  and 
2.7%)  were  noted  when  the  artifacts  that  were  identified  by 
SVM-MNA  were  removed  from  the  original  signal  than 
without  (17.3  bpm  and  5.4%).  The  accuracy  and  error  values 
of  our  proposed  method  were  significantly  higher  and  lower, 
respectively,  than  all  other  detection  methods.  Another 
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advantage  of  our  method  is  its  ability  to  provide  highly 
accurate  onset  and  offset  detection  times  of  MNAs.  This 
capability  is  important  for  an  automated  approach  to  signal 
reconstruction  of  only  those  data  points  that  need  to  be 
reconstructed,  which  is  the  subject  of  the  companion  paper  to 
this  article.  Finally,  our  MNA  detection  algorithm  is  real¬ 
time  realizable  as  the  computational  speed  on  the  7-s  PPG 
data  segment  was  found  to  be  only  7  ms  with  a  Matlab  code. 

Keywords — Motion  and  noise  artifacts,  Photoplethysmogra¬ 
phy,  Support  vector  machine. 

INTRODUCTION 

PPG  is  a  non-invasive  and  low  cost  device  to  con¬ 
tinuously  monitor  blood  volume  changes  in  peripheral 
tissues.28  PPG  is  a  useful  technique  since  it  is  widely 
used  to  monitor  HR,  Sp02,  and  can  also  be  used  to 
measure  respiratory  rates.24  However,  MNA  can  dis¬ 
tort  PPG  recordings,  causing  erroneous  estimation  of 
HR  and  Sp02.28’32  It  is  because  of  the  MNA  that  PPG 
has  not  yet  been  widely  adopted  as  a  possible  sensor 
for  mobile  health  applications.  There  are  three  distinct 
sources  of  MNA  that  can  distort  PPG  recordings: 
environmental,  physiological  and  experimental  arti¬ 
facts,  which  can  be  attributed  to  (1)  electromagnetic 
and  power  interference  around  the  body;  (2)  cross  talk 
pickup  of  other  physiological  signals;  and  (3)  instru¬ 
mental  noise,  respectively.18,36,39  MNA,  which  are 
comprised  of  all  of  the  aforementioned  noise  sources, 
are  difficult  to  filter  since  they  do  not  have  a  prede¬ 
termined  frequency  band  and  their  spectrum  often 
overlaps  with  that  of  the  desired  PPG  signal.  Despite 
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these  challenging  scenarios,  in  our  companion  paper, 
we  describe  a  method  that  can  reconstruct  the  MNA 
contaminated  data  segments  so  that  accurate  heart 
rates  and  Sp02  values  can  be  estimated. 

MNA  in  PPG  readings  are  caused  by  (1)  the 
movement  of  venous  blood  as  well  as  other  non-pul- 
satile  components  along  with  pulsatile  arterial  blood 
and  (2)  variations  in  the  optical  coupling  between  the 
sensor  and  the  skin.2,28,37,38  Various  approaches  to 
mitigate  motion  artifacts  by  improving  sensor  attach¬ 
ment  have  been  proposed.20,27  However,  these  design 
improvements  do  not  provide  a  significant  reduction  of 
motion  artifacts.  Algorithm-based  MNA  reduction 
methods  were  also  proposed.  These  include  time  and 
frequency  domain  filtering,  power  spectrum  analysis, 
and  blind  source  separation  techniques.12,15,19,29-31,40 
However,  these  have  high  computational  complexity 
and  more  importantly,  they  operate  even  on  clean  PPG 
portions  where  MNA  reduction  is  not  needed  and 
consequently  may  distort  the  clean  signal.15-17,29 
Hence,  accurate  MNA  detection,  which  identifies  clean 
PPG  recordings  from  corrupted  portions,  is  essential 
for  the  subsequent  MNA  reduction  algorithm  so  that  it 
does  not  distort  the  non-corrupted  data  segments.16 
Moreover,  more  computationally  efficient  MNA 
algorithms  can  be  designed  since  they  can  be  tailored 
only  to  the  MNA  contaminated  data  segments. 

MNA  detection  methods  are  mostly  based  on  a 
signal  quality  index  (SQI)  which  quantifies  the  severity 
of  the  artifacts.  Some  approaches  quantify  SQI  using 
waveform  morphology  ’  ’  or  filtered  output, 
while  other  derive  SQI  with  the  help  of  additional 
hardware  such  as  accelerometer  and  electrocardiogram 
sensing.7,17  Statistical  measures,  such  as  skewness, 
kurtosis,  Shannon  entropy,  and  Renyi’s  entropy,  have 
been  shown  to  be  helpful  in  determining  a  SQI.5,41 
However,  these  techniques  require  manual  threshold 
settings  for  each  parameter  to  classify  if  the  PPG  signal 
is  clean  or  corrupted.  Although  a  support  vector  ma¬ 
chine  (SVM)-based  classification  method  addresses  the 
need  of  threshold  setting,41  this  approach  considers 
limited  and  controlled  types  of  motions.  The  authors 
are  not  aware  of  any  detailed  studies  providing  repre¬ 
sentative  and  comprehensive  features  distinguishing 
clean  from  corrupted  PPG  signals  under  various  types 
of  motions. 

In  this  paper,  we  propose  an  accurate  and  compre¬ 
hensive  MNA  detection  algorithm  which  detects  MNA 
in  PPG  under  various  types  of  motion.  We  first 
introduce  time-domain  parameters  quantifying  MNA 
in  the  recorded  PPG  signal.  We  then  consider  their 
statistical  measures  as  input  variables  for  a  machine 
learning-based  MNA  detection  algorithm.  Our  MNA 
detection  algorithm  is  self-trained  by  the  SVM  with 
clean  and  corrupted  PPG  data  sets,  and  then  the 
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trained  SVM  tests  the  unknown  PPG  data.  We  tested 
the  efficacy  of  our  proposed  algorithm  on  PPG  data 
sets  recorded  from  the  finger  and  forehead  pulse  oxi¬ 
meters  in  simulations,  laboratory-controlled  and 
walking/stair-climbing  experiments,  respectively. 


MATERIALS  AND  METHOD 

Experimental  Protocol  and  Preprocessing 

PPG  signals  were  obtained  from  custom  reflectance¬ 
mode  prototype  pulse  oximeters.  PPG  data  with  lab¬ 
oratory-controlled  head  and  finger  movement,  daily- 
activity  movement,  or  simulated  movement  were  col¬ 
lected  respectively  from  healthy  subjects  recruited  from 
the  student  community  of  Worcester  Polytechnic 
Institute  (WPI).  This  study  was  approved  by  WPI’s 
IRB  and  all  subjects  were  given  informed  consent  prior 
to  data  recording. 

In  laboratory-controlled  head  movement  data,  mo¬ 
tion  artifacts  were  induced  by  head  movements  for 
specific  time  intervals  in  both  horizontal  and  vertical 
directions.  Eleven  healthy  volunteers  were  asked  to 
wear  a  forehead  reflectance  pulse  oximeter  along  with  a 
reference  Masimo  Radical  (Masimo  SET®,  Masimo 
Corporation,  CA,  USA)  finger  type  transmittance 
pulse  oximeter.  After  baseline  recording  for  5  min 
without  any  movement,  subjects  were  instructed  to 
introduce  motion  artifacts  for  specific  time  intervals 
varying  from  10  to  50%  within  a  1  min  segment  as 
shown  in  Fig.  la.  For  example,  if  a  subject  was  in¬ 
structed  to  perform  left-right  movements  for  6  s,  a 
1  min  segment  of  data  would  contain  10%  noise. 
MNA  amplitudes  varied  for  each  subject  as  shown  in 
Fig.  lb.  Specifically,  mean  amplitude  ratios  and  the 
deviation  ratios  (between  75th  mean  and  25th  percen¬ 
tile  values)  between  corrupted  and  clean  signals  are  in 
the  ranges  of  [0.9935  3.0092]  and  [1.3375  11.1250], 
respectively.  The  right  middle  finger  with  the  sensor 
attached  to  the  Masimo  pulse  oximeter  was  kept  sta¬ 
tionary.  HR  and  Sp02  signals  were  acquired  by  the 
Masimo  pulse  oximeter  at  80  and  1  Hz,  respectively, 
and  were  acquired  synchronously  with  the  PPG  signals 
recorded  from  the  forehead  sensor. 

In  laboratory-controlled  finger  movement  data,  mo¬ 
tion  artifacts  were  induced  by  left-right  movements  of 
the  index  finger.  Nine  healthy  volunteers  were  asked  to 
sit  and  wear  two  reflection  type  PPG  pulse  oximeters 
(TSD200,  BIOPAC  Systems  Inc.,  CA,  USA)  on  their 
index  and  middle  fingers,  respectively.  After  baseline 
recording  for  5  min  without  any  movement  to  acquire 
clean  data,  motion  artifacts  were  induced  by  left-right 
movements  of  the  index  finger  while  the  middle  finger 
was  kept  stationary  as  a  reference.  Similar  to  the  head 
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(a)  Representative  Clean  and  MNA-Corrupted  PPG  Signals 
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movement  data,  motion  was  induced  at  specific  time 
intervals  corresponding  to  10-50%  duration  in  an 
1  min  segment.  Such  controlled  movement  was  re¬ 
peated  five  times  per  subject.  MNA  amplitudes  varied 
for  each  subject  as  shown  in  Fig.  lc.  The  mean 


◄  FIGURE  1.  PPG  signals  recorded  during  voluntary  motion 
artifact  conducted  in  a  laboratory  setting,  (a)  A  representative 
clean  forehead-PPG  signal  recorded  during  voluntary  motion 
artifact  conducted  in  a  laboratory  setting  (1st  row).  The  mixed 
(up-down  and  left-right)  movement  of  the  forehead  to  which 
the  PPG  probe  was  attached  for  predetermined  time  interval 
induced  10-50%  noise  (2nd-6th  row)  within  a  60  s  PPG  seg¬ 
ment  (b)  amplitudes  of  clean  (left)  and  MNA-corrupted  (right) 
finger-PPG  signals  of  9  subjects,  and  (c)  amplitudes  of  clean 
(left)  and  MNA-corrupted  (right)  forehead-PPG  signals  of  11 
subjects.  The  central  line  on  each  box  corresponds  to  the 
median;  the  edges  of  the  box  correspond  to  the  25th  and  75th 
percentiles,  the  whiskers  extend  to  the  most  extreme  data 
points  not  considered  as  outliers,  and  outliers  are  plotted 
individually. 

amplitude  ratios  and  deviation  ratios  (between  75th 
mean  and  25th  percentile  values)  between  corrupted 
and  clean  signals  are  in  the  range  of  [0.9360  4.0226] 
and  [1.3892  32.2647],  respectively.  The  pulse  oximeters 
were  connected  to  a  biopotential  amplifier  (PPG100, 
BIOP  AC  Systems  Inc.,  CA,  USA)  having  a  gain  of  100 
and  cut-off  frequencies  of  0.05-10  Hz.  The  MP1000 
(BIOPAC  Systems  Inc.,  CA,  USA)  was  used  to  acquire 
finger  PPG  signals  at  100  Hz.  The  daily-activity 
movement  PPG  data  were  recorded  while  subjects  were 
walking  straight  or  climbing  stairs  for  45  min.  Nine 
subjects  were  asked  to  walk  or  climb  stairs  after 
wearing  a  forehead  reflectance  pulse  oximeter  along 
with  a  Holter  electrocardiogram  (ECG)  monitor 
(Rozinn  RZ153  +  ,  Rozinn  Electronics,  Inc.,  NY, 
USA)  at  180  Hz  and  a  Masimo  Rad- 57  pulse  oximeter 
(Masimo  Corporation,  CA,  USA)  at  0.5  Hz.  The  ref¬ 
erence  ECG  was  obtained  from  the  Holter  ECG 
monitor  while  HR  and  Sp02  readings  were  measured 
from  the  Masimo  pulse  oximeter  connected  to  the 
subject’s  right  index  finger,  which  was  held  against  the 
chest  to  minimize  motion  artifacts.  Finally,  the  simu¬ 
lation  movement  PPG  data  were  generated  by  the 
addition  of  white  noise  to  the  clean  PPG  data.  PPG 
data  were  preprocessed  by  a  6th  order  infinite  impulse 
response  (HR)  band  pass  filter  with  cut-off  frequencies 
of  0.5  and  12  Hz.  Zero-phase  forward  and  reverse  fil¬ 
tering  was  applied  to  account  for  the  non-linear  phase 
of  the  HR  filter.  After  these  preprocessing,  the  fol¬ 
lowing  parameters  for  classifying  clean  and  corruption 
were  derived. 


Parameters  from  PPG  Signals 

Motion-corrupted  PPG  signals  are  observed  to  have 
noticeably  different  pulse  amplitudes,  pulse  widths  and 
trough  depths  when  compared  to  clean  PPG  signals.35 
Moreover,  morphology  and  amplitude  ratios  of  cor¬ 
rupted  PPG  signals  differ  from  those  of  clean  signals. 
It  was  found  that  most  PPG  signals  show  strong  sim¬ 
ilarity  among  noise-free  pulses,  but  large  variation 
among  successive  poor  and  bad  quality  pulses.35  Based 
on  our  observations  on  measured  clean  and  corrupted 
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PPG  signals  shown  in  Fig.  1  as  well  as  previous 
work,35  we  considered  standard  deviation  values  of  the 
pulse  amplitude,  pulse  width  and  pulse  shape  to 
quantify  differences  among  these  features.  We  also 
considered  systolic  and  diastolic  ratios  since  they  are 
observed  to  be  within  a  well-defined  range  for  clean 
PPG  pulses.23  The  following  four  parameters  were  se¬ 
lected  since  they  represent  the  variability  present  in 
corrupted  PPG  signals  as  shown  in  Fig.  1. 

Standard  Deviation  of  Peak-to-Peak  Interval  ( STD^r) 
The  STDur^u  of  the  nth  segment  is  defined  by: 


STDHRn 


\ 


y  iPnj  t>n) 

i=  1 


(i) 


where  Dn  i  is  peak-to-peak  interval  at  the  ith  pulse  of 
the  nth  segment  and  Dn  is  mean  peak-to-peak  interval 
of  the  nth  segment.  The  Dn  i  is  calculated  by  the  dif¬ 
ference  Tpeak,^,/  —  Tpea^^  ^i  between  two  successive 
peak  times. 


Standard  Deviation  of  Peak-to-Peak  Amplitude 

(  STD  amp) 

The  STD  amp  ,«  is  calculated  by  substituting  Dni  and 
Dn  in  (Eq.  1)  with  Anj  and  An,  respectively,  where  Anj 
is  peak  amplitude  at  the  ith  pulse  of  the  nth  segment 
and  An  is  mean  peak-to-peak  interval  of  the  nth  seg¬ 
ment.  The  Anj  is  defined  by  the  difference  between  the 
ith  peak  and  the  forthcoming  (i  +  l)th  trough  ampli¬ 
tude  values. 


Standard  Deviation  of  Systolic  and  Diastolic  Ratio 
(STDsb) 

The  STDsr>,n  of  the  nth  segment  is  derived  by 
replacing  DnJ  and  Dn  in  (Eq.  1)  by  Rsd,«,/  and  Rs D,«, 
respectively,  where  Rsr>,n,i  is  systolic  and  diastolic  time 
interval  ratio  at  the  ith  pulse  of  the  nth  segment  and 
7?sd ,«  is  the  mean  systolic  and  diastolic  time  interval 
ratio  of  the  nth  segment.  The  Rsr>,nj  is  calculated  by 

^SD  ,n,i  =  (  ^trough,  n,i  ^peak,«,z)/  (2"peak,«,/  Though, l,z) 

(2) 

where  rtroug h,n,i  denotes  the  trough  times  (or  lowest 
point)  at  the  ith  pulse  of  the  nth  segment. 

Mean-Standard  Deviation  of  Pulse  Shape  (STDway) 

To  derive  pulse  shape,  we  take  Asamp  sample  points 
of  a  pulse.  The  STDway.h  of  the  nth  segment  is  derived 
by  taking  average  of  the  standard  deviation  at  each 
sample  point  as  follows: 


FIGURE  2.  Training  phase  of  the  proposed  SVM-based  mo¬ 
tion  detection  algorithm.  Four  time-domain  features  corre¬ 
sponding  to  (1)  standard  deviation  of  peak-to-peak  intervals 
(2)  standard  deviation  of  peak-to-peak  amplitudes  (3)  standard 
deviation  of  systolic  and  diastolic  interval  ratio,  and  (4)  mean 
standard  deviation  of  pulse  shape,  are  candidate  input  vari¬ 
ables  to  the  SVM. 


S  TDW  AY, n  =  E[STDyjAY,n,m\  (3) 

where  S TDW Avr n,m  is  calculated  by  substituting  Dn  i 
and  Dn  in  (Eq.  1)  with  qnp(m)  and  qn{m),  respectively, 
where  qn,i(m)  is  the  mth  sample  at  the  ith  pulse  of  the 
nth  segment  and  qn(m)  the  mean  at  the  mth  sample  of 
the  nth  segment. 


SVM-BASED  DETECTION  OF  MOTION/NOISE 
ARTIFACTS 

Classification  by  Support  Vector  Machine  (SVM) 

SVM  was  applied  to  build  a  decision  boundary 
classifying  motion  corruption  from  clean  PPG  signals. 
SVM  is  widely  used  in  classification  and  regression  due 
to  its  accuracy  and  robustness  to  noise.25  The  SVM 
consists  of  training  and  test  phases  described  in  the 
following  sections. 

Training  Phase 

A  flow  chart  of  the  training  phase  in  the  SVM-based 
MNA  detection  algorithm  is  shown  in  Fig.  2.  The 
SVM  first  derives  the  parameter  values  from  clean  and 
corrupted  PPG  training  segments  which  are  labeled 
separately  (clean:  0,  corrupted:  1).  The  SVM  then 
trains  itself  with  the  labeled  parameter  values  and  finds 
the  support  vectors  among  the  parameter  values  which 
maximize  the  margin  (or  the  distance)  between  differ¬ 
ent  classes.  Finally,  the  SVM  builds  a  decision 
boundary  from  the  support  vectors.  If  the  estimated 
decision  from  the  decision  boundary  is  different  from 
its  known  label,  the  decision  is  regarded  as  a  training 
error.  We  consider  a  soft-margin  SVM  which  can  set 
the  boundary  even  when  the  data  sets  are  mixed 
and  cannot  be  separated.  In  the  soft-margin  SVM 
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algorithm,  slack  variables  are  introduced  to  minimize 
the  training  error  while  maximizing  the  margin.  Soft- 
margin  SYM  uses  the  following  equation  to  find  the 
support  vectors.13 

N  1 

Minimize  <5iV  +  -  (ws,  ws), 

SV=  1  ~ 

Subject  to  Tsv({ w8,  ysv)  +  bs)  >  1  =  Ssv  for 
sv=  1,2,. ..,7V  =  1 , 2, . . . ,  N,  and  8SV  >0 

where  C  is  regulation  parameter,  N  is  the  number  of 
vectors,  5SV  is  the  slack  variable,  wsis  the  weight  vector 
and  <v>  is  the  inner  product  operation.  The  7^vis 
the  svth  target  variable,  y^v  are  the  svth  input  vector 
data,  and  bs  is  the  bias.  The  SVM  decision  boundary 
Fsv  is  derived  as 

^v  =  (w*,y)+Z>*  =  0  (5) 

where  w*  and  b *  are  weight  factor  and  bias,  respec¬ 
tively,  obtained  from  Eq.  (4),  and  y  is  the  input  point. 

By  transforming  the  y^v  and  y  term  to  y^v  — ►  (y^) 
and  y  — >  (y),  the  non-linear  SVM  can  be  transformed 
to  a  linear  SVM.  For  nonlinear  SVM,  Eq.  (4)  is 
modified  as 


Tsv((yvs,(ysv))  +  bs)  >  1  (6) 
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FIGURE  3.  Test  phase  of  the  proposed  SVM-based  motion 
detection  algorithm.  The  hidden  layers  correspond  to  kernel 
function  of  the  SVM.  The  function  between  hidden  layer  and 
output  layer  is  a  linear  operator. 


^ _ 7s _ „ 

I  I - 1 - 1 - 1 - 1 - 1 - 1 

N-2S  *  Is  * 

I - 1 - 1 - 1 - 1 - 1 - 1 - 1 

N-ls 

I - 1 - 1 - 1 - 1 - 1 - 1 - 1 

N 

I - 1 - 1 - 1 - 1 - 1 - 1 - 1 

N+ls 

I - 1 - 1 - \ - \ - 1 - 1 - 1 

N+2s 

FIGURE  4.  Enhancement  of  MNA  detection  by  diversity. 
Neighbor  segments  are  the  segments  surrounding  a  target 
segment  within  ±2  s.  Decisions  on  the  target  segment  are 
based  on  a  majority  vote  from  the  decisions  of  neighbor 
segments  as  well  as  the  one  of  the  target  segment  (red). 


To  facilitate  the  operation  on  nonlinear  SVM,  a 
kernel  function  -ATS(-,  -),  which  is  a  dot-product  in  the 
transformed  feature  space  as  follows,  is  used, 


Ks(ysv,ysv')  =  ((ySv),(yA)  (7) 

where  sv'  =  1,2, . . . ,  N. 

Test  Phase 

Figure  3  shows  a  flow  chart  of  the  test  phase  in  the 
SVM-based  MNA  detection  algorithm.  We  partition 
PPG  data  into  many  7-s  segments,  and  derive  param¬ 
eters  from  each  PPG  portion  to  examine  if  it  is  cor¬ 
rupted  by  motion  artifacts  or  not. 


Enhancement  of  MNA  Detection  by  Major  Votes 

To  enhance  MNA  detection  performance,  the  pro¬ 
posed  algorithm  incorporates  multiple  decisions  on  a 
set  of  neighbor  segments  in  deciding  whether  a  “tar¬ 
get”  segment  is  clean  or  corrupted.  A  neighbor  seg¬ 
ment  is  defined  as  a  segment  surrounding  a  target 
segment  within  iTneighbor  seconds.  A  decision  on  a 
neighbor  segment  is  highly  likely  to  be  the  same  as  the 
decision  on  a  target  segment  since  PPG  pulses  in  the 
neighbor  segments  are  most  likely  to  exhibit  similar 
dynamics  to  the  target  segment. 

The  algorithm  gathers  the  decisions  of  neighbor 
segments  as  well  as  target  segment  (see  Fig.  4)  and 
makes  a  final  decision  on  the  target  segment  based  on  a 
majority  vote  concept. 


RESULTS 

We  evaluated  the  performance  of  the  MNA  detec¬ 
tion  algorithm  for  various  types  (simulated,  laboratory 
controlled,  and  daily  activities)  of  motion-corrupted 
PPGs  to  validate  its  performance  in  a  wide  range  of 
scenarios.  For  all  types  of  motions,  the  PPG  recordings 
were  divided  into  7-s  segments  since  this  was  deter¬ 
mined  to  be  the  optimal  size  among  the  data  length 
tested  from  3  to  11s  (see  Section  IV-B).  Another 
study41  has  also  found  the  optimal  segment  size  to  be 
7-s,  hence,  this  allowed  direct  comparison  between  the 
two  algorithms.  We  compared  the  proposed  algorithm 
with  four  recently  published  MNA  detection  algo¬ 
rithms  based  on  kurtosis  (K),  Shannon  entropy  (SE), 
Hjorth  1  (HI),  and  Hjorth  2  (H2)  metrics,9,34,41 
respectively.  As  performance  metrics,  we  considered 
classification  accuracy,  sensitivity  and  specificity.  We 
also  investigated  mean  HR  and  Sp02  errors  as  well  as 
detection  error  ratio. 
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Reference:  Clean  vs.  corrupted 

The  following  are  criteria  which  we  adopted  to 
reference  PPG  segments  (clean  or  corrupted)  for  each 
experiment.  A  visual  reference  was  excluded  to  avoid 
subjective  decisions  by  visual  inspectors;  for  subtle 
MNA  there  were  large  disagreements  among  visual 
inspectors.  Instead,  we  performed  objective  decisions 
based  on  controlled  corruption  start  (Tcorr?start)  and 
end  (Tcorrend)  time  points,  ECG-derived  heart  rate 
(. HRBCG ),  PPG-derived  heart  rate  (HRFFG),  and  Sp02 
(Sp02ppg)  from  PPG  signals.  HRs  from  ECG  signals 
and  pulse  rates  (PRs)  from  PPG  signals  are  shown  to 
have  high  agreement  when  the  subjects  do  not  move.3 
Specifically,  the  difference  between  HRs  and  PRs  for 
10  subjects  is  within  approximately  5  beats/min  on 
average.  Even  during  heavy  exercise,  sudden  increases 
or  decreases  in  HR  between  successive  beats  are  within 
20  beats/min6  while  sudden  Sp02  increases  or  de¬ 
creases  between  successive  beats  are  around  2%.1  Since 
subjects’  movements  in  this  work  are  less  severe  than 
heavy  exercise,  we  expect  sudden  HR  and  Sp02 
changes  to  be  smaller  than  the  numbers  noted  above. 
Based  on  these  experimental  observations,  we  set  the 
clean  vs.  motion-corrupted  data  classification  criteria 
for  PPG  segments  as  follows. 

Laboratory  controlled  data  (forehead  and  finger) 

-  If  more  than  85%  of  a  segment  is  outside  of 
[^corr, start,  ^corr.endL  the  segment  was  considered 
clean.  Otherwise,  the  segment  was  referenced  to 
be  corrupted. 

-  If  Sp02PPG  deviates  by  10%  from  the  mean  of 
Sp02PPG  in  a  segment,  then  the  segment  was 
referenced  to  be  corrupted. 

-  Successive  difference, 

|diff(77RPpG(/  +  1)  -  HRffg(i)%  from  PPG 
signals  is  larger  than  20  bpm  for  at  least  one 
pulse  during  a  segment,  then  the  segment  was 
referenced  to  be  corrupted. 

Daily  activity  data  (walking  and  stair-climbing) 

-  Successive  difference,  |diff(//RECG0  +  1)  — 
HRECG(i))\,  from  ECG  signals  is  larger  than 


TABLE  1.  Numbers  of  subjects  and  numbers  of  clean  and 
corrupted  segments  per  each  motion  artifact. 


Type 

Subtype 

#  of 

subjects 

#  of 
clean 

#  of 

corrupted 

Simulation 

Simulation 

N/A 

N/A 

N/A 

Laboratory 

Finger 

13 

195 

105 

controlled 

Forehead 

11 

190 

110 

Daily-activity 

Walking/ 

stair-climbing 

9 

125 

175 
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◄  FIGURE  5.  A  sample  forehead  recorded  PPG  signal  (a)  along 
with  the  (b)  standard  deviation  of  P-P  intervals  (c)  standard 
deviation  of  P-P  amplitudes  (d)  standard  deviation  of  systolic 
and  diastolic  time  ratio,  and  (e)  mean  standard  deviation  of 
pulse  shape,  computed  for  each  segment.  The  normalized 
sampled  corrupt  and  clean  PPGs  for  mean  standard  deviation 
of  pulse  shape  (Nsamp  =  17)  are  given  in  (f). 


STD, 


WAV 


FIGURE  7.  Validation:  pairs  of  parameters  for  clean  and 
corrupted  PPG  signals. 


Table  1  describes  the  number  of  clean  and  cor¬ 
rupted  PPG  segments  for  each  motion  type  used  in  the 
experiment  as  determined  by  the  criteria  defined  above 


FIGURE  6.  Trained  SVM  classification  with  a  sample  training 
finger  recorded  PPG  signal  is  given  with  (a)-(b)  pairs  of  two 
parameters.  The  SVM  decision  and  margin  boundaries  are 
marked  by  black  and  green  lines,  respectively. 

20  bpm  for  at  least  one  pulse  during  a  segment, 
then  the  segment  was  excluded. 

-  If  Sp02ppG  deviates  by  10%  from  the  mean  of 
Sp02ppG  in  a  segment,  then  the  segment  was 
referenced  to  be  corrupted. 

-  If  |diff(7TRpPG0’  +  1)  -  HRFPG(i))\  is  larger 
than  20  bpm  for  at  least  one  pulse  during  a 
segment,  then  the  segment  was  referenced  to  be 
corrupted. 

-  If  \HRECg  ~  HRpfg\  <  5  bpm  during  more 
than  85%  of  a  segment,  the  segment  was  con¬ 
sidered  clean.  Otherwise,  the  segment  was  ref¬ 
erenced  to  be  corrupted. 


Classification  Accuracy 

A  sample  forehead  PPG  signal  and  its  correspond¬ 
ing  56-85  s  have  larger  parameter  values  compared  to 
clean  segments  between  1-56  s  and  85-112  s.  We 
sampled  17  points  (Vsamp  =  17)  of  each  pulse  using  the 
spline  interpolation  irrespective  of  test  subjects  and 
conditions  to  derive  pulse  shapes  as  shown  in  Fig.  5f. 
This  enabled  pulse  shape  comparisons  within  and 
among  test  subjects. 

Figures  6a  and  6b  show  (STDhr,  S7DAMp)and 
(STDsd,  STD  wav)  of  clean  (circle)  and  corrupted 
(star)  forehead  signals,  respectively,  with  correspond¬ 
ing  SVM  boundaries  (black  line).  To  lower  computa¬ 
tional  complexity,  a  linear  kernel  was  considered  for 
the  SVM  in  the  experiment.  We  adopted  inverse  k-fold 
cross-validation  which  selects  one-fold  for  training  and 
the  remaining  k  -  1 -folds  for  testing.33  We  trained 
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FIGURE  8.  A  representative  PPG  signal  with  detected  peaks  (red)  (a)  along  with  the  (b)  standard  deviation  of  P-P  intervals  (c) 
standard  deviation  of  P-P  amplitudes  (d)  mean  standard  deviation  of  pulse  shape  and  (e)  standard  deviation  of  systolic  and 
diastolic  time  ratio,  computed  for  each  segment. 


SYM  with  data  from  one  subject  after  removing  out¬ 
liers  and  tested  with  data  from  10  subjects.  While  there 
were  small  differences  in  the  test  errors  among  differ¬ 
ent  k-fold  cross-validation  cases,  we  selected  the  least 
test-error  case  as  the  training  data  for  each  subject.  Re¬ 
training  was  not  performed  since  each  subject’s  data 
consisted  of  a  sufficient  number  of  clean  and  corrupted 
PPG  signals  and  the  signal-to-noise  ratios  of  the  clean 
PPG  signals  were  usually  higher  than  the  algorithm’s 
sensitivity  level.  We  optimized  regularization  parame¬ 
ter  value  (Q  of  the  linear  kernel  SVM  in  terms  of 
minimizing  the  training  error  rate.  We  adopted  a  11- 
fold  cross-validation  and  grid  search  (C  =  {10-3, 10-2, 
10_1, 1, 101, 102, 103})  which  is  widely  used  to  deter¬ 
mine  C.4  Figure  7  shows  classification  results  by  the 
SYM  boundaries  obtained  from  Fig.  6.  Figure  8  shows 
a  representative  PPG  signal  with  detected  peaks  (red) 
along  with  the  corresponding  statistical  parameter 
values.  Note  the  corrupted  PPG  signal  interval 
between  21  to  31  s.  The  discrepancy  between  corrupted 
and  clean  portions  is  reflected  by  parameters 
*STZ>hr,  STD  amp  ^  STDsd  and  STDway  •  The  param¬ 
eter  values  from  the  corrupted  PPG  segments  exhibit 
larger  variability  and  consequently  have  higher  stan¬ 
dard  deviation  value  compared  to  those  from  clean 
data  segments.  The  *S7DHr?  *STZ>amp  and  STDway 
have  large  values  between  21  and  35  s  (see  Figs.  8b,  8c, 


TABLE  2.  C  obtained  by  ninefold  cross-validation  and  grid 
search  method. 


Type 

Subtype 

C 

Simulation 

Simulation 

100 

Laboratory  controlled 

Finger 

1000 

Forehead 

1 

Daily-activity 

Walking/stair-climbing 

0.01 

and  8d),  while  STDsd  has  large  value  only  between  21 
and  28  s  (see  Fig.  8e).  Using  SVM  with  these  param¬ 
eter  values,  the  proposed  algorithm  correctly  discrim¬ 
inated  MNA  corrupted  segment  between  21  and  35  s 
(see  Fig.  8f).  Table  2  presents  C  for  finger,  forehead, 
and  walking/stair-climbing  data.  We  tested  our  algo¬ 
rithm  to  different  segment  lengths  varying  from  3  to 
11s  and  calculated  their  mean  classification  accura¬ 
cies,  which  are  provided  in  Table  3.  Among  the  dif¬ 
ferent  data  segment  lengths  tested,  the  7-s  segment 
provided  the  highest  classification  accuracies  for  all 
data:  finger,  forehead  and  walking/stair-climbing  PPG 
signals.  Accuracy,  specificity,  and  sensitivity  for  each 
dataset  are  presented  in  Table  4.  On  average,  the 
SVM  performance  using  the  7-s  segment  showed  a 
93.9%  accuracy,  92.4%  specificity,  and  94.3%  sensi¬ 
tivity.  To  derive  the  lower  bound  of  our  algorithm’s 
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TABLE  3.  Detection  accuracy  (mean  ±  SD)  for  varying  window  length. 


Window  length 

Type 

3 

5 

7  9 

11 

Finger 

Forehead 

Walk-stair  climbing 

0.883  ±  0.042 
0.883  ±  0.023 
0.813  ±  0.033 

0.906  ±  0.035 
0.880  ±  0.027 
0.871  ±  0.039 

0.944  ±  0.033  0.944  ±  0.033 

0.934  ±  0.035  0.856  ±  0.045 

0.937  ±  0.026  0.867  ±  0.052 

0.875  ±  0.042 
0.805  ±  0.044 
0.856  ±  0.056 

TABLE  4.  Detection  accuracy,  specificity  and  sensitivity  (mean  ±  SD)  for  7-s  segment. 

Type 

Accuracy 

Specificity 

Sensitivity 

Finger 

Forehead 

Walking/stair-climbing 

94.4  ±  3.3 

93.4  ±  3.5 

93.7  ±  2.7 

94.7  ±  4.5 

96.7  ±  3.0 

91.4  ±  2.0 

94.7  ±  3.4 

88.8  ±  7.9 

93.9  ±  5.0 

FIGURE  9.  Detection  probability  of  corruption  by  additive 
white  Gaussian  noise  (AWGN)  for  varying  SNR  from  -20  to 
0  dB,  50  AWGN  realizations  for  each  SNR  level  are  separately 
added  to  a  non-MNA  corrupted  PPG.  Each  realization  is  tested 
by  the  proposed  MNA  detection  algorithm  to  compute  the 
detection  probability  of  corruption. 


performance8  as  well  as  to  evaluate  the  sensitivity  of 
our  MNA  detection  algorithm,  we  added  Gaussian 
white  noise  (GWN)  of  varying  signal-to-noise  (SNR) 
levels  to  a  representative  non-MNA  corrupted  PPG 
signal.  For  each  SNR,  50  independent  realizations  of 
clean  PPG  signal  with  GWN  are  generated.  As  shown 
in  Fig.  9,  the  PPG  signals  with  a  SNR  below  -10  dB 
are  detected  as  corrupted  data  with  our  algorithm.  For 
a  SNR  of  -20  dB,  every  segment  was  detected  as 
corrupted. 


Performance  Comparison  of  MNA  detection  Algorithms 

Our  algorithm  was  compared  with  other  artifact 
detection  methods  based  on  HI,  H2,  K  and  SE  since 


these  methods  have  been  shown  to  provide  good 
detection  accuracies.9-11  The  HI  and  H2  parameters 
represent  the  central  frequency  and  half  of  bandwidth, 
respectively,  and  are  defined  as  follows: 


Hi  = 


and  H2 


V2(») 
vo  («) 


(8) 


where  v,-(n)  =  f\  v‘SypDC{eJ'")dv.  Here,  SypDC{eJv )  is 
the  power  spectrum  of  signal  yPDc(n). 

For  a  fair  comparison,  all  detection  methods  used 
7  s  data  segments.  Figures  10a,  10b,  and  10c  compare 
the  medians  and  25th  and  75th  percentiles  of  detection 
accuracy,  sensitivity,  and  specificity,  which  are 
obtained  from  each  subject,  for  all  five  detection 
methods  for  the  finger,  head  and  walking/stair-climb¬ 
ing  data  sets.  In  general,  our  SYM  method  consistently 
yielded  higher  performance  with  a  mean  accuracy  of 
94%,  sensitivity  of  97%,  and  a  specificity  of  92%; 
whereas  other  methods  showed  fluctuations  depending 
on  which  datasets  were  used.  In  the  finger  recorded 
data,  HI  yielded  a  slightly  higher  accuracy  than  all 
other  methods  due  to  higher  specificity,  but  the 
detection  sensitivity  was  lower. 


HR  and  Sp02  Estimation 

Figure  11a  compares  the  mean  HR  error  and 
detection  error  fraction  from  five  MNA  detection 
methods  for  walking/stair-climbing  data.  The  HR  er¬ 
rors  were  defined  by  the  difference  between  the  esti¬ 
mated  HR  derived  from  the  PPG  and  the  reference  HR 
readings;  the  detection  error  fraction  is  defined  as  a 
ratio  of  the  number  of  erroneous  detection  events  to 
that  of  total  detection  events.  Low  mean  HR  error  and 
low  detection  error  fraction  would  reflect  an  effective 
artifact  detection  algorithm.  Our  algorithm  yielded  the 
lowest  HR  error  and  detection  error  fraction  among 
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FIGURE  10.  Classification  performance  comparison 
between  our  SVM  algorithm,  Hjorth  (HI,  H2),  Kurtorsis  and 
Shanon  Entropy  (K,  SE)  parameters,  (a)  Accuracy;  (b)  Sensi¬ 
tivity;  (c)  Specificity.  The  central  mark  on  each  box  corre¬ 
sponds  to  the  median;  the  edges  of  the  box  correspond  to  the 
25th  and  75th  percentiles,  the  whiskers  extend  to  the  most 
extreme  data  points  not  considered  outliers,  and  outliers  are 
plotted  individually.  (*)  indicate  the  mean  is  significantly  dif¬ 
ferent  (p<  0.05  at  95%  Cl)  between  SVM  and  other  methods 
used  for  comparison. 


the  other  MNA  methods  we  compared.  Figure  lib 
compares  mean  Sp02  error  and  detection  error  frac¬ 
tion  from  five  MNA  detection  methods.  The  SE  based 
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detection  method  showed  a  lower  mean  Sp02  error 
than  our  algorithm,  but  its  detection  error  fraction  was 
very  high  (>70%),  indicating  that  the  error  was 
computed  based  on  only  30%  of  clean  data.  On  the 
other  hand,  the  proposed  SVM  algorithm  resulted  in  a 
mean  Sp02  error  of  2.7  with  a  detection  error  of  only 
6.3%.  Figure  12  compares  five  MNA  detection  meth¬ 
ods  in  terms  of  paired  t  test  results  of  HR  and  Sp02 
estimation  and  detection  accuracy.  On  average,  the 
SVM  algorithm  outperformed  the  K,  SE,  HI  and  H2 
methods  with  HR  errors  of  2.3  bpm,  Sp02  errors  of 
2.7%  and  detection  error  fraction  of  6.3%. 


DISCUSSION 

Robust  real-time  MNA  detection  algorithms  for 
raw  PPG  signals  have  been  elusive  to  date.  In  this 
study,  an  SVM-based  method  is  introduced  to  detect 
MNA-corrupted  PPG  data.  Reconstruction  of  MNA- 
corrupted  PPG  segments  is  described  in  the  companion 
paper.  The  aim  of  the  current  paper  is  to  detect  the 
MNA-corrupted  PPG  segments  as  accurately  as  pos¬ 
sible.  The  question  is  how  to  detect  MNA  in  an 
adaptive  way  to  maximize  detection  accuracy  so  that 
PPG  signal  distortions  is  minimized.  To  address  this 
question,  we  used  four  parameters  derived  from  the 
PPG  data:  (a)  standard  deviation  of  peak-to-peak 
intervals  (b)  standard  deviation  of  peak-to-peak 
amplitudes  (c)  standard  deviation  of  systolic  and  dia¬ 
stolic  time  ratios,  and  (d)  mean-standard  deviation  of 
pulse  shapes.  These  four  parameters  are  then  used  as 
inputs  to  an  SVM-based  MNA  detection  method  with 
a  sliding  window  with  a  major  vote  concept.  We  use 
these  parameters  since  motion  corrupted  PPG  signals 
are  observed  to  have  noticeably  different  amplitude 
values  and  have  large  variations  for  successive  pulses 
when  compared  to  the  clean  PPG  signals.35  We  are 
currently  working  on  finding  more  PPG  relevant 
parameters  to  enhance  detection  performance  on  di¬ 
verse  types  of  MNA-corrupted  PPG  signals. 

Many  detection  algorithms  have  been  proposed  to 
detect  MNAs  or  quantify  signal  quality  of  PPG  pulses. 
Various  approaches  use  a  set  of  several  PPG-derived 
parameters  to  detect  MNA,  but  the  test  data  was 
confined  to  limited  types  of  motions.7,14,17,21,22,35,41 
Given  that  most  methods  provide  adequate  MNA 
detection  performance,  we  evaluated  our  proposed 
algorithm  by  comparing  it  to  them. 

The  results  demonstrated  that  our  proposed  SVM- 
based  MNA  detection  algorithm  provided  higher 
classification  accuracy  as  well  as  lower  HR  and  Sp02 
errors  compared  to  the  conventional  detection  meth¬ 
ods.  The  paired  t  test  was  performed  to  determine  if 
there  is  significant  difference  between  classification 
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FIGURE  11.  Comparison  of  mean  errors  and  detection  error  fraction  between  original  signal  (labeled  “None”)  and  artifact 
removed  signal  from  five  detection  methods  (SVM,  HI,  H2,  K,  and  SE).  (a)  HR  error;  (b)  Sp02  error. 


None  SVM  HI  H2  K  SE 


(c) 

o 

LLJ 


0 

O 


None  SVM  HI  H2  K  SE 


FIGURE  12.  Mean  error  comparison  between  our  SVM  algo¬ 
rithm,  Hjorth  (HI,  H2),  Kurtorsis  and  Shanon  Entropy  (K,  SE) 
parameters,  (a)  heart  rate;  (b)  Sp02;  (c)  detection  error  for 
walk/stair-climbing  data.  The  central  mark  on  each  box  cor¬ 
responds  to  the  median;  the  edges  of  the  box  correspond  to 
the  25th  and  75th  percentiles,  the  whiskers  extend  to  the  most 
extreme  data  points  not  considered  outliers,  and  outliers  are 
plotted  individually.  (*)  indicate  the  mean  is  significantly  dif¬ 
ferent  (p<  0.05  at  95%  Cl)  between  SVM  and  other  methods 
used  for  comparison.  The  X-axis  labelled  “None”  in  all  panels 
refers  to  the  mean  errors  when  compared  to  the  reference 
signals  without  removing  the  MNA  detected  segments  as 
identified  by  any  of  the  five  computational  methods. 


errors  obtained  from  our  SYM  approach  compared 
with  other  published  methods.  For  the  finger  recorded 
PPG  segments,  Fig.  10a  indicates  that  the  mean  clas¬ 
sification  accuracy  is  significantly  different  (p  <  0.05  at 
95%  Cl)  between  our  SVM  and  K,  SE  and  H2  meth¬ 
ods  (except  for  HI).  K,  SE,  HI  and  H2  methods  were 
significantly  different  from  our  SVM  method  for 
forehead  and  walking/stair-climbing  PPG  data.  Kur- 
tosis  and  Shannon  entropy  based  detection  methods’ 
low  performance  may  be  caused  by  clean  PPG  signals’ 
variations  in  amplitude  and  pulse.  These  variations  can 
be  induced  unintentionally  during  the  measurement 
due  to  minimal  movement  or  physiological  artifacts 
which  are  not  severe  but  vary  between  test  subjects  or 
test  conditions.  Since  HI  is  based  on  estimating  central 
frequency,  the  HI  method  is  expected  to  have  high 
performance  as  the  clean  PPG  signal  gets  more  stable 
in  the  frequency  domain.  Hence,  HI  shows  high  per¬ 
formance  for  finger  movement  when  clean  PPG  signals 
are  measured  in  the  most  stable  conditions  for  finger, 
head  and  walking/stair-climbing  PPG  measurements 
as  shown  in  Fig.  10a,  10b,  and  10c.  HI  performs  the 
worst  for  head  and  walking/stair-climbing  PPG  data 
when  slight  movement  and  physiological  artifacts 
become  more  prominent.  Similarly,  the  H2  method 
which  estimates  the  half  of  the  bandwidth  of  HI  shows 
comparable  performance  for  finger  PPG  signals  as 
shown  in  Fig.  10a,  10b,  and  10c.  However,  H2  per¬ 
forms  worse  for  head  and  walking/stair-climbing 
PPGs.  Figure  12a,  12b,  and  12c  summarizes  paired-^ 
test  results  of  HR  and  Sp02  estimations  as  well  as 
detection  accuracy  for  walking/stair-climbing  data.  As 
shown  in  Fig.  12a,  12b,  and  12c,  SVM  is  significantly 
different  from  HI,  H2,  K,  and  SE  in  terms  of  HR 
estimation  and  detection  accuracy  (see  Figs.  11a  and 
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11c),  while  Sp02  derived  from  the  SYM  method  is 
significantly  different  from  only  HI  (see  Fig.  12b). 

To  enhance  the  decision  accuracy  of  our  MNA 
detection  algorithm,  we  adopted  a  major  vote  concept 
which  is  widely  used  in  other  engineering  fields  to  fuse 
the  decisions  from  multiple  entities.26  The  major  vote 
concept  in  our  algorithm  took  a  role  in  providing  a 
decision  on  a  target  PPG  segment  after  fusing  the 
decisions  of  neighbor  PPG  segments  as  well  as  that  of 
the  target  segment.  This  is  based  on  the  observation 
that  the  decision  on  the  target  segment  (clean  or  cor¬ 
rupted)  is  highly  correlated  to  those  of  neighbor  seg¬ 
ments. 

The  advantage  of  our  MNA  detection  algorithm  is 
that  it  can  classify  MNA-corrupted  PPG  from  clean 
PPG  in  an  adaptive  manner.  Hence,  it  can  be  applied 
to  either  controlled  or  daily-activity  moving  scenarios. 
The  MNA  detection  algorithm  coded  with  Matlab 
(2012a)  takes  only  7  ms  on  an  Intel  Xeon  3.6  GHz 
computer  for  the  7-s  data  segment.  Hence,  the  algo¬ 
rithm  is  real-time  realizable  especially  when  it  is  coded 
in  either  C  or  C  +  + .  Our  proposed  MNA  algorithm, 
when  incorporated  with  the  reconstruction  algorithm 
as  detailed  in  our  companion  paper  (ref),  can  also 
provide  information  on  whether  the  signal  is  clean, 
relatively  noise-free  after  reconstruction  (detected  as 
corrupted  but  succeeded  in  reconstruction)  or  MNA- 
corrupted  (detected  as  noisy  and  failed  in  reconstruc¬ 
tion).  In  conclusion,  the  potential  for  the  method 
proposed  in  this  work  to  have  practical  applications  is 
high,  and  the  integration  of  the  algorithm  described 
with  a  pulse  oximeter  device  may  have  significant 
implications  for  real-time  clinical  applications  and 
especially  for  ambulatory  or  smart  phone  monitoring 
of  vital  signs. 
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Abstract — This  paper  presents  a  method  for  respiratory  rate 
estimation  using  the  camera  of  a  smartphone,  an  MP3  player  or 
a  tablet.  The  iPhone  4S,  iPad  2,  iPod  5,  and  Galaxy  S3  were  used 
to  estimate  respiratory  rates  from  the  pulse  signal  derived  from  a 
finger  placed  on  the  camera  lens  of  these  devices.  Prior  to 
estimation  of  respiratory  rates,  we  systematically  investigated 
the  optimal  signal  quality  of  these  4  devices  by  dividing  the  video 
camera’s  resolution  into  12  different  pixel  regions.  We  also 
investigated  the  optimal  signal  quality  among  the  red,  green  and 
blue  color  bands  for  each  of  these  12  pixel  regions  for  all  four 
devices.  It  was  found  that  the  green  color  band  provided  the  best 
signal  quality  for  all  4  devices  and  that  the  left  half  VGA  pixel 
region  was  found  to  be  the  best  choice  only  for  iPhone  4S.  For 
the  other  three  devices,  smaller  50  x  50  pixel  regions  were  found 
to  provide  better  or  equally  good  signal  quality  than  the  larger 
pixel  regions.  Using  the  green  signal  and  the  optimal  pixel 
regions  derived  from  the  four  devices,  we  then  investigated  the 
suitability  of  the  smartphones,  the  iPod  5  and  the  tablet  for 
respiratory  rate  estimation  using  three  different  computational 
methods:  the  autoregressive  (AR)  model,  variable-frequency 
complex  demodulation  (VFCDM),  and  continuous  wavelet 
transform  (CWT)  approaches.  Specifically,  these  time-varying 
spectral  techniques  were  used  to  identify  the  frequency  and 
amplitude  modulations  as  they  contain  respiratory  rate  infor¬ 
mation.  To  evaluate  the  performance  of  the  three  computa¬ 
tional  methods  and  the  pixel  regions  for  the  optimal  signal 
quality,  data  were  collected  from  10  healthy  subjects.  It  was 
found  that  the  VFCDM  method  provided  good  estimates  of 
breathing  rates  that  were  in  the  normal  range  (12-24  breaths/ 
min).  Both  CWT  and  VFCDM  methods  provided  reasonably 
good  estimates  for  breathing  rates  that  were  higher  than  26 
breaths/min  but  their  accuracy  degraded  concomitantly  with 
increased  respiratory  rates.  Overall,  the  VFCDM  method 
provided  the  best  results  for  accuracy  (smaller  median  error), 
consistency  (smaller  interquartile  range  of  the  median  value), 
and  computational  efficiency  (less  than  0.5  s  on  1  min  of  data 
using  a  MATFAB  implementation)  to  extract  breathing  rates 
that  varied  from  1 2  to  36  breaths/min.  The  AR  method  provided 
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the  least  accurate  respiratory  rate  estimation  among  the  three 
methods.  This  work  illustrates  that  both  heart  rates  and  normal 
breathing  rates  can  be  accurately  derived  from  a  video  signal 
obtained  from  smartphones,  an  MP3  player  and  tablets  with  or 
without  a  flashlight. 

Keywords — Respiratory  rate  estimation,  Autoregressive 
model,  Continuous  wavelet  transform,  Variable  frequency 
complex  demodulation  method,  Smartphone,  Tablet. 


INTRODUCTION 

Respiratory  rate  is  an  important  indicator  for  early 
detection  and  diagnosis  of  potentially  dangerous  con¬ 
ditions  such  as  sleep  apnea,24  sudden  infant  death 
syndrome,18  cardiac  arrest3  and  chronic  obstructive 
pulmonary  disease.5  In  addition,  for  some  patients 
who  undergo  surgery,  relative  changes  in  respiratory 
rates  are  much  greater  than  changes  in  heart  rate  or 
systolic  blood  pressure,  thus,  respiratory  rates  can  be 
an  important  vital  sign  indicator.21  Respiratory  rate  is 
most  accurately  measured  using  transthoracic  imped¬ 
ance  plethysmography,1  nasal  thermocouples20  or 
capnography.16  However,  these  methods  all  require 
expensive  external  sensors  which  may  require  donning 
a  mask,  nasal  cannula  or  chest  band  sensors.  More 
importantly,  since  these  devices  may  disturb  natural 
breathing  and  sleep  positions,  they  are  mostly  appli¬ 
cable  in  constrained  environments  such  as  operating 
rooms  and  intensive  care  units. 

Recently,  photoplethysmography  (PPG)  has  been 
widely  considered  for  respiratory  rate  extraction  due  to  its 
simplicity  and  non-invasive  measurement  capability.1 1-13 
The  PPG  signal  contains  components  that  are  synchro¬ 
nous  with  respiratory  and  cardiac  rhythms.  Indeed,  the 
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respiratory  rhythm  is  modulated  by  frequency  and/or 
amplitude  of  the  cardiac  rhythm.  The  occurrence  of 
temporal  variations  of  frequency  and  amplitude  is  char¬ 
acteristic  of  the  respiratory  sinus  arrhythmia.6  Thus,  the 
respiratory  rate  can  be  obtained  by  detecting  the  presence 
of  either  amplitude  modulation  (AM)  or  frequency 
modulation  (FM)  in  the  PPG  signal.2 

Numerous  advanced  signal  processing  algorithms 
(both  parametric  and  nonparametric  approaches)  have 
been  applied  to  extract  respiratory  rates  by  looking  for 
AM  or  FM  signatures  from  a  PPG  signal.2,19  For  a 
parametric  approach,  the  autoregressive  (AR)  model 
approach  has  been  shown  to  provide  relatively  good 
respiratory  rate  estimation.7-10  For  nonparametric 
approaches,  time-frequency  spectrum  (TFS)  methods 
such  as  continuous  wavelet  transform  (CWT)  and 
variable  frequency  complex  demodulation  method 
(YFCDM)  have  also  been  shown  to  provide  accurate 
respiratory  rate  estimation.2,11-13 

To  our  knowledge,  respiratory  rate  estimation  using 
the  camera  of  either  a  smartphone  or  a  tablet  has  never 
been  demonstrated  nor  discussed  in  the  literature.  We 
have  recently  demonstrated  that  a  pulsatile  signal  (PS) 
that  has  similar  dynamics  to  that  of  a  PPG  signal  can 
be  obtained  from  a  smartphone’s  camera  when  a  fin¬ 
gertip  is  pressed  onto  it.4,19  Utilizing  these  PS  derived 
from  an  iPhone,  we  have  also  shown  that  accurate 
detection  of  atrial  fibrillation  can  be  made.17  Given 
these  advances,  the  aims  of  this  work  were:  (1)  a  sys¬ 
tematic  examination  of  the  PS  quality  derived  from  a 
video  camera  from  several  measurement  modalities 
including  iPhone  4S,  iPad  2,  iPod  5,  and  Galaxy  S3; 
and  (2)  to  determine  if  accurate  respiratory  rates  can 
be  estimated  directly  from  the  PS  of  the  different 
measurement  modalities.  The  challenge  here  is  that 
PPG  signals  are  often  sampled  at  greater  than  100  Hz 
whereas  most  smartphones’  video  sampling  rates  are 
no  more  than  30  Hz.  Since  previous  studies  have 
shown  good  estimation  of  respiratory  rates  using  the 
AR  model,  CWT,  and  VFCDM  from  a  PPG  signal,  we 
also  use  these  methods  to  compare  the  accuracy  of 
breathing  rates  from  PS  obtained  from  various  models 
of  a  smartphone,  MP3  player  (iPod  5)  and  a  tablet. 


METHODS 

Data  Collection 

Data  were  collected  on  10  healthy  subjects  on  2  sep¬ 
arate  occasions  using  4  different  devices:  iPhone  4S,  iPad 
2,  iPod  5,  and  Galaxy  S3.  Only  two  devices  were  used 
simultaneously  for  data  collection  in  a  given  experi¬ 
mental  setting.  Worcester  Polytechnic  Institute’s  Insti¬ 
tutional  Review  Board  approved  the  data  collection 
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technique.  For  the  PS  acquisition,  we  used  the  Objective- 
C  programming  language  and  the  Xcode  platform  for 
iPhone  4S,  iPad  2,  and  iPod  5;  Java  was  used  for  the 
Galaxy  S3  on  the  mobile  platform  Android  4.1  (Jelly 
Bean).  Specifically,  we  used  Eclipse  IDE  Indigo  R2  for 
the  development  environment  and  Samsung  Galaxy  S3 
for  the  development  and  debugging  purposes.  For  the 
video  recordings  of  iPhone,  iPad,  and  iPod,  we  examined 
four  different  sizes  of  pixel  regions:  50  x  50,  320  x  240 
(QVGA),  640  x  240  (vertical  HYGA),  and  640  x  480 
(YGA)  for  determining  the  optimal  signal  quality.  For 
all  five  different  pixel  sizes,  the  PS  was  obtained  by 
averaging  the  entire  pixel  size  for  each  of  the  three  color 
bands  (red,  green  and  blue)  for  every  frame.  All  four 
devices  provided  sampling  rate  close  to  30  frames  per 
second.  However,  when  the  video  sampling  rate  was 
lower  than  30  Hz,  a  cubic  spline  algorithm  was  used  to 
interpolate  the  signal  to  30  Hz. 

No  subject  had  cardiorespiratory  pathologies.  All 
four  devices  were  tested  using  the  same  subject,  at  the 
same  location,  and  under  the  same  test  conditions. 
Data  were  collected  in  the  sitting  upright  position,  and 
the  sensor  was  placed  in  proximity  to  the  subject’s  left 
index  or  middle  finger  as  shown  in  Fig.  1.  All  subjects 
were  instructed  to  breathe  at  a  metronome  rate 
according  to  a  timed  beeping  sound,  i.e.,  to  start 
inspiring  when  a  beep  sound  starts  and  to  expire  before 
the  next  beep  sound  occurs.  The  data  were  collected 
for  breathing  frequencies  ranging  from  0.2  to  0.9  Hz  at 
an  increment  of  0.1  Hz.  Prior  to  data  collection,  all 
subjects  were  acclimated  to  the  breathing  frequency 
rate  being  measured.  Three  minutes  of  data  were  col¬ 
lected  for  each  frequency  for  each  subject.  Electro¬ 
cardiogram  (ECG)  recordings  were  collected  with  an 
HP  78354A  acquisition  system  using  a  standard  5-lead 
electrode  configuration.  A  respiration  belt  was  placed 
around  a  subject’s  chest  and  abdomen  to  monitor  the 
true  breathing  rate  (Respitrace  Systems,  Ambulatory 
Monitoring  Inc.).  Respiratory  and  ECG  recordings 
were  obtained  using  the  LabChart  software  (ADIn- 
struments)  at  a  sampling  rate  of  400  Hz.  Figure  1 
shows  data  collection  on  the  four  devices  by  placing  a 
fingertip  on  the  video  camera. 

Extraction  of  Respiratory  Rates 

VFCDM 

Detection  of  AM  and  FM  from  a  PS  using  the 
power  spectral  density  (PSD)  is  difficult  since  the 
dynamics  are  time-varying,  hence,  require  high  reso¬ 
lution  time-frequency  spectral  (TFS)  methods  to  re¬ 
solve  them.  We  have  recently  shown  that  because  the 
YFCDM  method  provides  one  of  the  highest  TFS 
resolutions,  it  can  identify  AM  and  FM  dynamics. 
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FIGURE  1.  General  scheme  to  acquire  video  from  the  four  devices. 


Consequently,  Fourier  transform  of  either  the  AM  or 
FM  time  series  extracted  from  the  heart  rate  frequency 
band  can  lead  to  accurate  estimation  of  respiratory 
rates  when  the  acquired  signal  is  PPG  data.23 

Details  concerning  the  YFCDM  algorithm  are  de¬ 
scribed  in  Wang  et  alP  Hence,  we  will  only  briefly  de¬ 
scribe  the  main  essence  of  the  algorithm.  The  VFCDM 
starts  with  an  assumption  that  a  signal  x(t )  is  considered 
to  be  a  narrow  band  sinusoidal  oscillation  with  a  center 
frequency /0,  instantaneous  amplitude  A(t),  phase 
and  the  direct  current  component  dc{t),  as  follows: 

x(t)  =  dc(t)  +  A(t)  cos  ( 2nfot  +  </>(?))  (1) 

For  a  given  center  frequency,  instantaneous  ampli¬ 
tude  information  A(t)  and  phase  information  (f>(t)  can 
be  extracted  by  multiplying  Eq.  (1)  by  e~j2n^ot,  resulting 
in  the  following: 

z(t)  =  x(t)e-j2nfo‘  =  dc{t)e-^  + 

_|_  ^^(0^  g-7(47c/Of  +  0(O)  .  ^2) 

A  leftward  shift  by  e~j2n^ot  results  in  moving  the 
center  frequency,  /0,  to  zero  frequency  in  the  spectrum 
of  z{t).  If  z(t)  in  Eq.  (2)  is  subjected  to  an  ideal  low  pass 
filter  (LPF)  with  a  cutoff  frequency  fc  <  /0,  then  the 
filtered  signal  zlp(t)  will  contain  only  the  component  of 
interest  and  the  following  Eqs.  (3a)-(3c)  are  obtained: 

(3a) 

A(t)  =  2\zip(t)  |  (3b) 


<j){t)  =  arctan 


/image  (zip(?))\ 
V  real(z,p(r))  ) 


(3c) 


When  a  modulating  frequency  is  not  fixed,  as  de¬ 
scribed  above,  but  varies  as  a  function  of  time,  the 
signal  x(7)  can  be  written  in  the  following  form: 


x{t)  =  dc(t)  +  A(t)  cos  ^ J  2nf{z)dz  +  4>(t)  J  ,  (4) 

Similar  to  the  operations  in  Eqs.  (1)  and  (2),  mul¬ 
tiplying  Eq.  (4)  by  e~Po2n^dT  yields  both  instanta¬ 
neous  amplitude  A(t)  and  instantaneous  phase  <f>(t),  as 
described  in  the  following  equation: 

z(t)  =  x(t)e~jfo2nJ{T)dx  =  dc{t)e-j  Sl2nf(t)dx 

22)^ +  ^(?)^ (5) 

From  Eq.  (5),  if  z(^)is  filtered  with  an  ideal  LPF  with  a 
cutoff  frequency  fc  <  /0,  then  the  filtered  signal  z\p(t) 
will  be  obtained  with  the  same  instantaneous  ampli¬ 
tude  A(t)  and  phase  (j){t)  as  provided  in  Eqs.  (3b)  and 
(3c).  The  instantaneous  frequency  is  given  by: 


/(0  — /o  + 


1  d<fi(t) 
In  dt 


(6) 


The  YFCDM  method  thus  involves  a  two-step 
procedure.  The  first  step  is  to  use  complex  demodula¬ 
tion  (CDM)  or  what  we  termed  the  fixed  frequency 
CDM  (FFCDM)  to  obtain  an  estimate  of  the  TFS,  and 
the  second  step  is  to  select  only  the  dominant  fre¬ 
quencies  of  interest  for  further  refinement  of  the  time- 
frequency  resolution  using  the  YFCDM  approach.  In 
the  first  step  of  the  YFCDM  method,  a  bank  of  LPFs 
is  used  to  decompose  the  signal  into  a  series  of  band- 
limited  signals.  The  analytic  signals  that  are  obtained 
from  these,  through  use  of  the  Hilbert  transform,  then 
provide  estimates  of  the  instantaneous  amplitude,  fre¬ 
quency,  and  phase  within  each  frequency  band. 


CWT 

As  described  in  Introduction  section,  numerous 
studies11-13  showed  relatively  good  results  using  the 
CWT  for  extraction  of  respiratory  rates  directly  from  a 
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pulse  oximeter.  The  Morlet  wavelet  was  also  applied  to 
a  half-length  of  five  samples  at  the  coarsest  scale  for 
estimating  the  scalogram  of  the  PS.22  The  procedures 
of  the  CWT  for  extracting  respiratory  rates  is  nearly 
identical  to  the  VFCDM  in  that  identified  AM  and 
FM  series  are  Fourier  transformed  to  estimate  respi¬ 
ratory  rates. 

AR  Modeling 

This  approach  involves  estimation  of  AR  model 
parameters  using  the  optimal  parameter  search  (OPS) 
criteria.13  The  AR  parameters  are  formulated  as  the 
transfer  function  followed  by  factorization  into  pole 
terms.  The  real  and  complex  conjugate  poles  define  the 
power  spectral  peaks  with  the  larger  magnitude  poles 
corresponding  to  higher  magnitude  peaks.  The  resonant 
frequency  of  each  spectral  peak  is  given  by  the  phase 
angle  of  the  corresponding  pole.  Among  the  poles,  we 
set  the  region  of  interest  for  respiratory  rates  between 
0.15  and  1  Hz.  The  details  of  the  respiratory  algorithm 
using  the  AR  model  are  described  in  Lee  and  Chon.7 

Data  Analysis 

Using  PPG  signals  with  sampling  rates  of  at  least 
250  Hz  to  derive  heart  rates  has  previously  been  shown 
to  be  a  good  alternative  to  ECG  monitoring. 14  However, 
sampling  rates  for  most  smart  phone  and  tablet  video 
cameras  range  from  25  to  30  Hz.  Given  these  low  sam¬ 
pling  rates,  it  is  necessary  to  determine  the  accuracy  of 
the  smart  phone  and  tablet  devices  in  estimating  heart 
rates  and  respiratory  rates.  Comparisons  of  derived 
heart  rates  were  made  between  the  standard  ECG, 
smartphones  and  tablets.  We  used  our  own  peak 
detection  algorithm  to  determine  R-wave  peaks  from 
the  ECG  signals  and  cardiac  pulse  peaks  from  the  phone 
camera  PPG  signal.  Due  to  the  frame  rate  variability,  we 
interpolated  the  PS  to  30  Hz  using  a  cubic  spline  algo¬ 
rithm  followed  by  the  peak  detection.  The  peak  detec¬ 
tion  algorithm  incorporated  a  filter  bank  with  variable 
cutoff  frequencies,  spectral  estimates  of  the  heart  rate, 
rank-order  nonlinear  filters  and  decision  logic. 

Three  minutes  of  data  sampled  at  30  Hz  were  low- 
pass-filtered  to  1.78  Hz,  and  then  downsampled  to 
15  Hz.  We  performed  the  extraction  of  the  respiratory 
rate  on  every  1-min  segment  of  PS,  and  then  the  data 
were  shifted  by  every  10  s  for  the  entire  3  min  of 
recordings,  i.e.,  each  1-min  dataset  had  a  50  s  overlap. 
Thus,  for  each  3-min  segment,  we  had  thirteen  1-min 
segments  to  analyze  for  all  methods  to  be  compared. 
Thus,  3  min  of  data  were  sufficiently  long  to  test  the 
efficacy  of  each  method  but  not  too  long  in  duration  to 
fatigue  the  subjects  as  their  task  was  to  breathe  on  cue 
with  a  metronome-timed  beep  sound.  For  the  VFCDM 
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and  CWT  methods,  for  every  1-min  segment,  the  initial 
and  final  5  s  of  the  TFS  were  not  considered  because 
the  TFS  has  an  inherent  end  effect  which  leads  to 
inaccurate  time-frequency  estimates.  For  the  CWT 
method,  the  lower  and  upper  frequency  bounds  of  the 
analyzed  signal  were  set  to  0.01  and  0.5,  respectively. 
The  filter  parameters  of  the  VFCDM  were  set  to  the 
first  cutoff  frequency  Fw  =  0.03  Hz,  second  cutoff 
frequency  Fv  =  0.015  Hz,  and  filter  length  Nw  =  64. 
We  have  previously  shown  that  the  parameter 
Fy  =  Fw/ 2,  and  that  Vw  is  chosen  to  be  approximately 
half  the  data  length.  For  each  of  these  categories, 
detection  errors  were  found  for  each  frequency  for  all 
subjects  using  the  four  different  methods.  The  error  s  is 
calculated  as  follows: 

e  =  E’L,l«b-4l  (7) 

where  n  is  the  number  of  1-min  segments,  R*D  and  RlT 
denote  the  detected  breathing  rate  and  the  true 
breathing  rate  of  i-th  1-min  dataset,  respectively. 


RESULTS 

Selection  of  the  Best  Color  Band  and  the  Optimal  Video 
Pixel  Size  for  Estimation  of  Heart  Rates 

Figure  2a  shows  the  orientation  of  the  Field  of  View 
(FOV)  of  each  camera  relative  to  the  location  of  the 
camera  flash.  All  references  to  “left”  and  “right”  in 
this  paper  are  relative  to  the  camera  FOV,  regardless 
of  whether  the  camera  itself  was  on  the  front  or  rear  of 
the  device.  Note  that  when  a  device’s  front  video 
camera  is  on,  what  is  displayed  in  the  LCD  display  of 
the  device  is  a  mirror  image  of  the  FOV  of  the  front 
camera.  The  stored  video  will  revert  to  the  FOV  view, 
but  until  the  videotaping  is  complete,  the  display  in  the 
LCD  of  the  device  will  be  the  mirror  image  of  the 
actual  front  camera  FOV.  This  is  to  match  people’s 
expectations  as  they  look  in  the  display  while  photo¬ 
graphing  themselves.  However,  reversal  in  the  display 
was  not  taken  into  account  to  avoid  confusion,  and 
because  we  used  the  video  feed  directly  before  it  was 
processed  for  display  on  the  device’s  LCD. 

Figures  2b  and  2c  provide  details  of  the  video  pixel 
regions  examined  on  all  four  devices  and  they  consist 
of  the  following  12  video  regions:  left  top  (LT),  left 
middle  (LM),  left  bottom  (LB),  right  top  (RT),  right 
middle  (RM),  right  bottom  (RB),  middle  top  (MT), 
center  (C),  middle  bottom  (MB),  vertical  left  half-VGA 
(vertical  left  HVGA),  vertical  right  half-VGA  (vertical 
right  HVGA)  and  VGA. 

All  results  shown  are  based  on  average  values  from 
10  subjects.  When  the  flashlight  was  on  (back  camera 
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left  side 
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Rear  Cameras: 
iPhone  4S  &  iPod5 


left  side 


iPad  2  and  all  front 
cameras:  no  flash 
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right  side 


Rear  Camera: 
Galaxy  S3 
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Key: 

LT=left  top 

MT=middle  top 

RT=right  top 

LM=left  middle 

C=center 

RM=right  middle 

LB=left  bottom 

MB=middle  bottom. 

RB=right  bottom 

Selected  50x50  Pixel  Regions  (not  to  scale)  within  Camera’s  Field  of  View  -  All  Devices  Except  iPad, 
which  had  Right  on  Top  in  Landscape 


(C) 


Vertical  Vertical 
Left  Right 
HVGA  HVGA 


Division  of  Camera’s  Field  of  View  into  Vertical  Left  Half  VGA  &  Right  Half  VGA 

FIGURE  2.  Example  of  different  regions  of  iPhone  4S,  iPad  2,  iPod  5,  and  Galaxy  S3.  The  top  panel  (Fig.  2a)  represents  the 
camera’s  FOV  and  relative  position  of  flash  LED’s.  The  middle  panel  (Fig.  2b)  shows  the  locations  of  the  9  50  x  50  pixel  regions  in 
the  camera’s  FOV.  The  bottom  panel  (Fig.  2c)  shows  the  division  of  the  FOV  into  left  and  right  vertical  halves,  each  of  HVGA 
resolution. 


displays  for  iPhone  4S,  iPod  5  and  Galaxy  S3),  the 
green  color  consistently  provided  significantly  higher 
mean  amplitude  values  than  either  the  blue  or  red 
color.19  Table  1  shows  experimental  results  of  R-R 
intervals  (RRIs)  extracted  from  ECG  and  three-color 


band  PS  from  an  iPhone  4S.  As  shown  in  Table  1,  the 
PS  values  from  the  smart  phone  are  an  excellent  sur¬ 
rogate  to  RRIs  derived  from  ECG  for  all  colors.  There 
was  no  statistical  difference  between  RRIs  derived 
from  ECG  and  each  of  the  three  color  PS;  the  median 
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TABLE  1.  Experimental  results  of  heart  rate  extracted  from 
ECG  and  three-color  band  signals  obtained  from  iPhone  4S 
(Resolution:  HVGA). 


Color 

PS 

RRI 

Median  error 

Blue 

0.8124  ±  0.23334 

0.8103  ±  0.0514 

0.0021 

Green 

0.8149  ±  0.19698 

0.0047 

Red 

0.8121  ±  0.22897 

0.0018 

errors  calculated  using  Eq.  (1)  are  also  very  small  for 
all  three  color  band  signals.  Figure  3  shows  the  Bland- 
Altman  plot  for  the  mean  HR  data  from  the  iPhone  4S 
(green  color)  and  the  ECG.  The  Bland-Altman  plot 
shows  a  mean  difference  of  0.074  and  that  most  of  the 
data  are  within  the  95%  confidence  intervals. 

Having  established  that  the  green  color  signal  pro¬ 
vides  the  best  signal  amplitude  values  for  an  iPhone  4S, 
we  now  systematically  investigate  which  pixel  regions 
of  the  green  color  give  the  most  optimal  signal  quality 
as  determined  by  the  largest  amplitude  values  for  all 
four  devices.  Specifically,  nine  different  regions  of 
50  x  50  pixels,  the  left  and  right  pixel  regions  of 
HYGA,  and  the  entire  VGA  pixel  region  were  inves¬ 
tigated  for  the  best  signal  quality.  Table  2  shows  the 
mean  amplitude  values  of  the  green  color  pulse  signal 
for  different  pixel  regions  of  the  four  devices.  For 
iPhone  4S,  the  left  region  of  HVGA  had  the  largest 
amplitude  value  among  the  twelve  regions,  as  expected, 
since  the  LED  flash  is  placed  on  the  left  side  of  the 
camera’s  FOV  (see  Fig.  2a).  For  the  iPad  2,  the  device 
was  held  vertically  on  a  desk,  in  landscape  mode,  so  we 
chose  also  to  consider  the  FOV  in  landscape  mode.  In 
this  case,  the  right  side  of  the  portrait  mode  FOV  was 
turned  to  be  on  top,  and  the  left  side  was  on  the  bot¬ 
tom.  The  RT  and  RM  regions  of  50  x  50  pixels  and 
the  right  region  of  HVGA  have  among  the  largest 
amplitude  values  since  the  light  source  was  from  the 
ceiling  of  the  room,  i.e.  closest  to  the  top  in  landscape 
mode.  For  the  iPod  5,  the  LT  and  LM  regions  of 
50  x  50  pixels  and  the  VGA  have  the  largest  ampli¬ 
tude  values.  All  left  values  exceed  right  values  because 
the  flash  is  on  the  left  side  of  the  camera’s  FOV  (see 
Fig.  2).  For  the  Galaxy  S3,  the  RT,  RM  and  RB 
regions  have  the  largest  amplitude  values  among  the 
twelve  regions  as  expected  since  the  LED  flash  is 
placed  to  the  right  of  the  camera’s  FOV  (see  Fig.  2). 
Hence,  depending  on  the  location  of  the  LED  flash,  the 
left  or  right  HVGA  or  50  x  50  regions  of  the  green 
color  PS  have  the  highest  intensity  value  among  all 
regions  tested. 

Heart  Rate,  Frequency  Spectrum  and  Power  Spectrum 

Figures  4a-4c  show  an  example  of  a  representative 
1-min  segment  of  iPhone  4S  PS  data,  its  TFS  of  the 
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FIGURE  3.  Example  Bland-Altman  plot  with  a  mean  differ¬ 
ence  of  0.074  that  shows  the  limit  of  agreement  of  95%  (da¬ 
shed  line  is  the  mean  difference  ±  the  limit  of  agreement) 
between  the  continuous  HR  of  a  smart  phone  and  the  patient’s 
corresponding  ECG  signal. 

green  band  signal  via  the  VFCDM,  and  the  PSD  of  the 
AM  and  FM  signals  derived  from  the  HR  frequency 
band  (e.g.,  ~1  to  1.5  Hz),  respectively,  while  a  subject 
was  breathing  at  a  metronome  rate  of  18  breaths/min. 
Note  the  similarity  of  the  PS  in  Fig.  4a  to  those  of 
commercially-available  PPG  signals.  As  shown  in 
Fig.  4c,  the  PSD  of  the  extracted  AM  and  FM  time 
series  show  the  largest  peaks  at  0.3  Hz;  these  peaks 
correspond  accurately  to  the  true  respiratory  rate  of  1 8 
breaths/min. 

Respiratory  Rate 

The  true  respiratory  rates  were  derived  by  taking  the 
PSD  of  the  respiratory  impedance  trace  signals  during 
metronome  breathing  experiments.  True  respiratory 
rates  from  the  respiration  trace  and  the  estimated 
breathing  rates  from  the  green  signal  using  both  the 
FM  and  AM  sequences  from  the  VFCDM  and  CWT 
were  compared  using  metronome  rates  ranging  from 
0.2  to  0.9  Hz.  In  order  to  evaluate  the  four  computa¬ 
tional  methods,  we  provide  figures  and  tables  that 
show  the  accuracy  and  repeatability  of  each  method  as 
a  function  of  the  true  breathing  rate.  For  tabulating 
results,  we  grouped  the  results  for  0.2-0. 3  Hz  together 
and  designated  them  as  the  low  frequency  (LF) 
breathing  rates.  Likewise,  the  results  for  0.4-0. 6  Hz 
breathing  rates  were  lumped  together  and  designated 
as  the  high  frequency  (HF)  breathing  rates.  Since  the 
percentage  errors  were  found  to  be  not-normally  dis¬ 
tributed,  we  report  the  median  and  inter-quarter  range 
(IQR)  values. 

Figure  5  shows  the  subjects’  variations  of  percent¬ 
age  detection  error  in  the  form  of  box  plots  for  the  left 
region  of  the  HVGA  pixel  resolution  with  flash  on 
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TABLE  2.  The  mean  amplitude  values  of  the  green  color  pulse  signals  with  flash  on  except  for  iPad  2. 


Mean  amplitude  value 


No. 

Resolution 

Region 

iPhone  4S 

iPad  2 

iPod  5 

Galaxy  S3 

1 

50  x  50 

RT 

6.33  ±  1.99 

4.78  ±  1.42* 

2.67  ±  0.82 

9385.85  ±  3140.96" 

2 

RM 

7.02  ±  2.19 

4.77  ±  1 .42* 

2.41  ±  0.75 

9326.86  ±  3123.12" 

3 

RB 

6.15  ±  1.94 

2.44  ±  0.72 

2.31  ±  0.72 

8583.78  ±  2839.43" 

4 

MT 

8.45  ±  2.64 

4.10  ±  1.22 

4.11  ±  1.27 

7066.07  ±  2365.34 

5 

Center 

9.05  ±  2.82 

3.88  ±  1.16 

2.79  ±  0.88 

6550.41  ±  2173.4 

6 

MB 

8.28  ±  2.59 

3.07  ±  0.91 

3.59  ±  1.12 

3459.99  ±  1148.69 

7 

LT 

9.42  ±  2.94 

3.53  ±  1.06 

5.79  ±  1.79* 

5682.13  ±  1910.77 

8 

LM 

10.49  ±  3.26 

2.89  ±  0.85 

6.23  ±  1.92* 

3969.18  ±  1315.59 

9 

LB 

9.61  ±  3.01 

4.05  ±  1.21 

5.04  ±  1.57 

1605.74  ±  525.84 

10 

HVGA 

Right 

8.67  ±  2.54 

4.74  ±  1 .39* 

3.53  ±  1 .02 

7595.58  ±  2521.62 

11 

Left 

1 1 .37  ±  3.32* 

3.78  ±1.11 

5.17  ±  1.49 

2766.16  ±  915.96 

12 

VGA 

Full 

9.05  ±  2.65 

3.11  ±  0.91 

5.75  ±  1.66* 

5168.72  ±  1715.26 

*p  <  0.05  to  other  pixel  regions. 


since  this  region  was  found  to  have  the  best  signal 
quality  as  shown  in  Table  2.  The  top  and  bottom 
panels  of  Fig.  5  represent  results  for  the  LF  and  HF 
breathing  rates,  respectively.  The  lower  boundary  of 
the  box  closest  to  zero  indicates  the  25th  percentile,  a 
line  within  the  box  marks  the  median,  and  the  upper 
boundary  of  the  box  farthest  from  zero  indicates  the 
75th  percentile.  Whiskers  (error  bars)  above  and  below 
the  box  indicate  the  90th  and  10th  percentiles.  There¬ 
fore,  the  area  of  the  blue  box  is  an  indication  of  the 
spread,  i.e.,  the  variation  in  median  error  (or  IQR), 
across  the  population.  These  figures  indicate  how  well 
the  algorithms  perform  across  the  entire  population. 
Red  crosses  represent  the  5th  and  95th  percentiles. 

As  shown  in  Fig.  5,  the  AR  model  approach  is  the 
least  accurate  followed  by  CWT-AM,  CWT-FM,  and 
VFCDM  (both  AM  &  FM  approaches)  when  we 
consider  all  breathing  frequencies.  Note  that  the  vari¬ 
ances  of  the  median  values  as  determined  by  s  [the 
average  respiratory  estimation  error  as  defined  in  Eq. 
(7)]  are  significantly  lower  for  both  VFCDM  and  CWT 
than  for  AR  model  approach.  Although  there  was  no 
significant  difference  in  the  median  error  between 
CWT  and  VFCDM  methods  at  0.3  Hz,  s  is  found  to  be 
the  lowest  for  VFCDM-  FM  at  0.2  Hz.  In  general,  s  is 
larger  for  HF  than  LF  breathing  rates  for  all  compu¬ 
tational  methods.  For  HF  breathing  rates,  s  is  lowest 
for  CWT-FM,  followed  by  VFCDM,  CWT-AM,  and 
AR  model.  While  there  is  no  significant  difference  in 
the  variance  between  VFCDM-FM  and  CWT-FM, 
both  methods  have  significantly  less  variance  than  ei¬ 
ther  CWT-AM  or  VFCDM-AM  or  AR  model.  Thus, 
gauging  the  accuracy  as  defined  by  the  median  errors 
and  their  variances,  as  shown  in  Fig.  5,  we  observed 
that  for  HF  breathing  rates,  CWT-FM  consistently 
provides  significantly  lowest  median  errors  and  vari¬ 
ance  values. 


As  shown  in  Fig.  5,  the  subjects’  variation  of  per¬ 
centage  detection  errors  has  been  shown  in  the  form  of 
box  plots,  which  were  extracted  from  front  cameras  of 
an  iPhone  4S  and  an  iPad  2  (no  flash),  respectively,  for 
the  left  HVGA  region.  While  not  shown,  the  left 
HVGA  region  also  had  the  best  signal  quality  with  the 
flashlight  off  for  an  iPhone  4S.  The  AR  model 
approach  is  the  least  accurate  followed  by  CWT  and 
VFCDM  methods  when  we  consider  all  breathing 
frequencies.  For  LF  breathing  rates,  there  was  no 
significant  difference  in  the  median  error  between 
VFCDM  methods.  However,  the  variances  of  the 
median  values  as  determined  by  s  are  significantly 
lower  for  both  VFCDM  and  CWT  than  for  AR  model 
approaches.  In  general,  s  is  larger  in  HF  than  LF 
breathing  rates.  For  HF  breathing  rates,  s  is  lowest  for 
CWT-FM,  followed  by  VFCDM,  CWT-AM,  and  AR 
model.  While  there  is  no  significant  difference  in  the 
variance  between  VFCDM-FM  and  VFCDM-AM  in 
LF  breathing  rate,  median  errors  of  VFCDM-FM  are 
significantly  lower  than  that  of  VFCDM-AM.  Thus, 
gauging  the  accuracy  as  defined  by  the  median  errors 
and  their  variances,  as  shown  in  Fig.  5,  we  observed 
that  for  both  LF  and  HF  breathing  rates,  CWT-FM 
consistently  provides  the  lowest  median  errors  and 
variance  values. 

Figure  5  also  shows  the  subjects’  variation  of  per¬ 
centage  detection  error  in  the  form  of  box  plots,  which 
were  extracted  from  front  cameras  of  a  Galaxy  S3  and 
an  iPod  5,  respectively,  both  from  the  50  x  50  pixel 
resolutions  in  the  LT  for  the  former  and  LM  regions 
for  the  latter.  The  AR  model  approach  is  the  least 
accurate  followed  by  CWT  and  VFCDM  methods 
when  we  consider  all  breathing  frequencies.  For  LF 
breathing  rates,  there  was  no  significant  difference  in 
the  median  error  between  VFCDM  methods.  How¬ 
ever,  the  variances  of  the  median  values  as  determined 
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El,  log.  scale,  imagesc,  Threshold=0.03% 


5  10  15  20  25  30  35  40  45  50  55 

Time  [s] 


VFCDM 


FIGURE  4.  PPG  signal,  estimated  instantaneous  frequencies,  and  PSD.  (a)  Pulsatile  signal,  (b)  Estimated  instantaneous 
frequencies  using  VFCDM  with  prominent  frequency  oscillations  seen  near  heart  rate  (1.3  Hz),  and  (c)  PSD  of  PS  signal. 


by  s  are  significantly  lower  for  both  VFCDM  and 
CWT  than  for  AR  model  approaches,  s  is  larger  in  HF 
than  LF  breathing  rates.  For  HF  breathing  rates,  s  is 
lowest  for  CWT-FM.  While  there  is  no  significant 
difference  in  the  variance  between  VFCDM-FM  and 
VFCDM- AM  in  LF  breathing  rate,  median  errors  of 
VFCDM-FM  are  significantly  lower  than  that  of 
VFCDM- AM.  Thus,  gauging  the  accuracy  as  defined 
by  the  median  errors  and  their  variances,  as  shown  in 
Fig.  5,  we  observed  that  for  both  LF  and  HF  breathing 
rates,  VFCDM-FM  most  often  provides  the  lowest 
median  errors  and  variance  values. 

Table  3  shows  the  numerical  statistics  (IQR)  for  the 
“repeatability”  across  the  population  of  test  subjects. 
The  results  for  0.2-0. 4  Hz  (LF  breathing  range) 
breathing  rates  are  much  better  than  for  0. 5-0.6  Hz 
(HF  breathing  range),  and  in  addition,  the  tracking 
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ability  of  the  breathing  rate  detection  method  is  much 
better  when  CWT  and  VFCDM  methods  are  used  for 
the  LF.  Even  though  the  AR  method  shows  signifi¬ 
cantly  lower  values  of  IQR  errors  than  all  the  other 
methods  studied  here,  the  AR  method  provided  rela¬ 
tively  high  median  errors.  For  each  of  the  four  differ¬ 
ent  devices,  the  VFCDM-FM  method  has  significantly 
lower  IQR  errors  (s  <  7)  and  median  errors  (s  <  6) 
than  those  of  any  other  devices  in  the  0.2-0. 4  Hz 
breathing  rate  range. 

ANOVA  and  the  Bonferroni  t  test  were  used  for 
analysis  of  differences  between  the  medians  for  the 
seven  different  methods.  Statistical  significance  was 
identified  as  p  <  0.05.  Tables  4  and  5  provide  a  sum¬ 
mary  of  the  statistical  analysis  comparing  the  perfor¬ 
mance  of  the  five  methods  (AR,  CWT-AM,  CWT-FM, 
VFCDM- AM  and  VFCDM-FM)  to  each  other.  For 
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(C) 


24  breaths/min 

25 1 - 1 - 1 - 1 - 


(d)  30  breaths/min 


FIGURE  5.  Median  and  IQR  errors  measured  from  iPhone  4S,  iPad  2,  Galaxy  S3,  iPod  5  when  the  flashlight  was  turned  on  and  off. 
(a)-(e)  represent  LH  (12  and  18  breaths/min)  and  HF  (24,  30  and  36  breaths/min)  breathing  rates,  respectively. 


Tables  4  and  5,  we  list  only  those  comparison  that 
show  significant  difference  among  the  five  computation 
methods  for  each  device  for  both  LF  and  HF  breathing 
ranges.  Regarding  accuracy,  for  both  LF  and  HF 
breathing  ranges,  the  tables  show  that  the  AR  is  sig¬ 
nificantly  less  accurate  than  either  the  AM  or  the  FM 
version  of  the  CWT  and  VFCDM  methods  for  all  four 
devices.  Further,  FM  of  CWT  and  VFCDM  are  sig¬ 
nificantly  more  accurate  than  their  AM  counterparts 
for  all  four  devices  but  only  for  the  HF  breathing 
ranges.  The  repeatability  values  shown  in  Tables  5  are 
similar  to  the  accuracy  results.  For  example,  for  both 
LF  and  HF  breathing  ranges,  the  AR  is  significantly 


less  repeatable  than  either  AM  or  FM  of  CWT  and 
VFCDM  methods  for  all  four  devices.  For  the  HF 
breathing  range,  FM  of  CWT  and  VFCDM  are  sig¬ 
nificantly  more  repeatable  than  their  AM  counterparts 
for  all  four  devices. 

Table  6  summarizes  these  measures  of  median  and 
IQR  errors  for  0.7,  0.8,  and  0.9  Hz  breathing 
rates — rates  above  what  we  termed  HF  rates.  As  pre¬ 
sented  numerically  in  the  table,  we  observe  that  WT- 
FM  provides  the  lowest  median  error  at  the  0.7  Hz 
breathing  rate,  and  might  be  acceptable.  However,  no 
method  provided  reasonably  good  estimates  of 
breathing  rates  above  the  0.7  Hz  breathing  rate. 
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TABLE  3.  Population  statistics  for  IQR  detection  errors  for  each  method. 


WT 


CDM 


Device  Breaths/min  AR  AM  FM  FM  AM 


iPhone  4S 

12 

1.06 

± 

0.55 

1.52 

± 

O 

oo 

3.65 

± 

1.89 

3.17 

dr 

1.65 

1.04 

rb  0.53 

18 

0.94 

± 

0.47 

2.25 

± 

1.12 

2.08 

dr 

1.14 

1.84 

rb 

1.01 

3.95 

rb  2 

24 

1.28 

± 

0.65 

6.12 

± 

3.12 

5.86 

dr 

3.08 

3.76 

rb 

1.89 

5.24 

rb  2.67 

30 

1.95 

± 

1.02 

11.54 

± 

5.8 

4.82 

dr 

2.5 

8.87 

rb 

4.47 

9.03 

rb  4.86 

36 

2.48 

± 

1.32 

4.57 

± 

2.43 

6.38 

rb 

3.46 

7.02 

rb 

3.51 

7.44 

rb  3.94 

iPad  2 

12 

0.59 

± 

0.3 

2.69 

± 

1.38 

7.96 

rb 

4.08 

5.18 

rb 

2.84 

4.58 

dr  2.39 

18 

0.83 

± 

0.42 

3.03 

dr 

1.63 

3.66 

dr¬ 

1.92 

1.89 

rb 

1.03 

2.84 

rb  1.45 

24 

2.15 

± 

1.17 

5.94 

rb 

2.98 

6.25 

ib 

3.22 

4.4 

rb 

2.2 

2.01 

rb  1.02 

30 

3.21 

± 

1.7 

11.24 

rb 

5.83 

5.98 

dr 

3.2 

8.01 

rb 

4.01 

9.2 

rb  4.8 

36 

2.45 

± 

1.28 

8.93 

rb 

4.48 

6.95 

rb 

3.54 

9.15 

rb 

4.6 

4.34 

rb  2.23 

Galaxy  S3 

12 

0.42 

dr 

0.22 

1.26 

dr 

0.64 

2.1 

± 

1.05 

1.68 

dr 

0.92 

1.09 

dr  0.55 

18 

0.41 

± 

0.21 

4.31 

rb 

2.31 

5.99 

rb 

3 

6.04 

rb 

3.12 

4.25 

rb  2.2 

24 

0.15 

± 

0.08 

7.96 

dr 

4.03 

6.48 

dr 

3.24 

5.28 

rb 

2.66 

5.79 

rb  2.89 

30 

0.42 

± 

0.22 

7.02 

rb 

3.51 

7.55 

rb 

3.8 

5.01 

rb 

2.58 

2.93 

rb  1.48 

36 

0.69 

± 

0.35 

9.94 

dr 

4.97 

14.07 

dr 

7.13 

7.79 

dr 

3.99 

7.93 

dr  4.18 

iPod  5 

12 

8.64 

± 

4.72 

7.48 

rb 

3.79 

4.42 

rb 

2.21 

3.29 

rb 

1.66 

5.49 

rb  3.05 

18 

0.4 

± 

0.2 

3.88 

dr 

1.97 

4.96 

dr 

2.59 

4.09 

rb 

2.06 

2.1 

rb  1.07 

24 

0.67 

± 

0.34 

4.54 

dr 

2.27 

2.38 

rb 

1.29 

4.57 

rb 

2.4 

7.87 

rb  4.05 

30 

0.38 

± 

0.19 

5.38 

dr 

2.77 

6.57 

rb 

3.29 

6.77 

dr 

3.46 

12.21 

dr  6.51 

36 

0.9 

± 

0.45 

9.34 

dr 

4.68 

19.38 

rb 

9.97 

11.19 

=b 

5.74 

11.8 

rb  5.96 

The  error  values  listed  for  each  method  represent  breaths/min. 


TABLE  4.  Statistical  significance  (accuracy)  among  the  five  methods  for  four  devices. 


Device 

LF 

HF 

Device 

LF 

HF 

iPhone  4S 

AR  vs. 

VFCDM-AM 

AR  vs.  VFCDM-AM 

iPod  5 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-AM 

AR  vs. 

VFCDM-FM 

AR  vs.  VFCDM-FM 

AR  vs.  VFCDM-FM 

AR  vs.  VFCDM-FM 

AR  vs. 

CWT -AM 

AR  vs.  C WT-AM 

AR  vs.  C WT-AM 

AR  vs.  CWT -AM 

AR  vs. 

CWT-FM 

AR  vs.  CWT-FM 

AR  vs.  CWT-FM 

AR  vs.  CWT-FM 

VFCDM-AM  vs.  VFCDM-FM 

C WT-AM  vs.  VFCDM-FM 

VFCDM-AM  vs.  VFCDM-FM 

VFCDM-AM  vs.  CWT-FM 

VFCDM-AM  vs.  CWT-FM 

C WT-AM  vs.  VFCDM-FM 

C WT-AM  vs.  WT-FM 

CWT- AM  vs.  WT-FM 

iPad  2 

AR  vs.  VFCDM-AM 

Galaxy  S3 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-FM 

AR  vs.  VFCDM-FM 

AR  vs.  VFCDM-FM 

AR  vs.  C WT-AM 

AR  vs.  CWT -AM 

AR  vs.  CWT -AM 

AR  vs.  CWT-FM 

AR  vs.  CWT-FM 

AR  vs.  CWT-FM 

VFCDM-AM  vs.  VFCDM-FM 

VFCDM-AM  vs.  VFCDM-FM 

VFCDM-AM  vs.  CWT-FM 

VFCDM-AM  vs.  CWT-FM 

C WT-AM  vs.  CWT-FM 

C WT-AM  vs.  CWT-FM 

Figure  6  shows  the  subjects’  variation  of  percentage 
detection  error  in  the  form  of  box  plots  extracted  from 
a  rear  camera  (with  flashlight  on)  of  an  iPhone  4S 
during  spontaneous  breathing.  True  respiration  rate 
was  found  by  computing  the  PSD  of  the  impedance 
respiration  trace  signal  and  finding  the  frequency  at  the 
maximum  amplitude  using  a  respiration  belt.  The 
variances  of  the  median  values  as  determined  by  e  are 
significantly  lower  for  both  VFCDM  and  CWT  than 
for  the  AR  model  approach.  In  the  normal  range 
(11-27  breaths/min),  YFCDM-FM  consistently  pro¬ 
vides  the  lowest  median  errors  and  variance  values.  As 
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shown  in  Table  7,  there  was  no  significant  difference  in 
the  median  error  among  WT-AM,  WT-FM,  VFCDM- 
FM,  and  VFCDM-AM  during  spontaneous  breathing, 
the  accuracy  of  AR  is  lower  than  other  approaches. 

In  general,  the  ability  of  the  methods  to  provide 
consistent  results  is  especially  excellent  (highest)  for 
both  the  CWT-FM  and  VFCDM  methods,  for  both 
LF  and  HF  breathing  rates.  As  with  the  accuracy  re¬ 
sults,  the  repeatability  is  also  better  for  the  LF  than  for 
the  HF  breathing  rates  for  all  four  methods.  Both 
CWT-FM  and  VFCDM  provide  significantly  more 
repeatable  results  than  either  CWT- AM  or  AR  model. 
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TABLE  5.  Statistical  significance  (repeatability  across  time)  among  the  five  methods  for  four  devices. 


Device 

LF 

HF 

Device 

LF 

HF 

iPhone  4S 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-AM 

iPod  5 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-AM 

iPad  2 

AR  vs.  VFCDM-FM 
AR  vs.  CWT-AM 

AR  vs.  CWT-FM 

AR  vs.  VFCDM-FM 

AR  vs.  CWT-AM 

AR  vs.  CWT-FM 
VFCDM-AM  vs.  CWT-FM 
AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-FM 

AR  vs.  CWT-AM 

AR  vs.  CWT-FM 
VFCDM-AM  vs.  CWT-FM 

Galaxy  S3 

AR  vs.  VFCDM-FM 
AR  vs.  CWT-AM 

AR  vs.  CWT-FM 

AR  vs.  VFCDM-FM 

AR  vs.  CWT-AM 

AR  vs.  CWT-FM 
VFCDM-AM  vs.  CWT-FM 
AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-FM 

AR  vs.  CWT-AM 

AR  vs.  CWT-FM 

TABLE  6.  Accuracy  as  determined  by  median  errors  at  42,  48,  54  breaths/min  (iPhone  4S,  flashlight:  On).  The  error  values  listed 

for  each  method  represent  breaths/min. 


WT  CDM 


Breaths/min 

Error 

AR 

AM 

FM 

FM 

AM 

42  (0.7  Hz) 

Median 

40.05  ±  0.41 

21.58  ±  9.14 

5.58  ±  5.16 

16.05  ±  4.58 

24.21  ±  6.33 

IQR 

0.72  ±  0.38 

19.89  ±  10.15 

7.22  ±  3.87 

9.27  ±  4.72 

5.17  ±  2.59 

48  (0.8  Hz) 

Median 

45.69  ±  1.21 

32.61  ±  4.65 

24.06  ±  9.67 

24.74  ±  4.08 

28.53  ±  6.82 

IQR 

0.68  ±  0.35 

9.3  ±  4.97 

14.07  ±  7.04 

4.61  ±  2.32 

6.25  ±  3.15 

54  (0.9  Hz) 

Median 

51.49  ±  1.46 

38.14  ±  4.9 

36.38  ±  3.55 

32.8  ±  4.87 

33.24  ±  8.93 

IQR 

0.41  ±  0.22 

6.79  ±  3.68 

6.93  ±  3.51 

6.05  ±  3.07 

11.77  ±  6.28 

Computation  Time 

Table  8  shows  the  computational  time  for  heart  rate 
extraction  based  on  the  choice  of  pixel  resolution  and 
the  number  of  color  bands  used.  As  shown  in  the  table, 
pixel  resolutions  of  QVGA  and  HVGA  result  in  a 
frame  rate  of  25  frames/s  when  only  one  color  is  se¬ 
lected.  The  frame  rates  extracted  from  two  and  three 
colors  are  23  and  20  frames/s,  respectively,  in  the  case 
of  HYGA  resolution. 

The  clock  speed  of  the  CPU  used  in  the  iPhone  4S 
and  iPod  5  is  800  MHz.  The  latest  iPhone  5  is  clocked 
at  1.02  GHz.  The  recently  released  Samsung  Galaxy  S4 
is  equipped  with  a  1.9  GHz  Quad-core  processor. 
Thus,  for  most  new  smartphone  and  tablet  cameras, 
higher  than  30  frames/s  can  be  achieved,  suggesting 
that  a  choice  of  higher  pixel  resolution  will  not  be  a 
significant  problem  for  accurate  and  real-time  detec¬ 
tion  of  heart  rates  and  respiratory  rates. 

DISCUSSION 

In  this  work,  we  tested  several  smartphones  and 
tablets  for  their  feasibility  in  estimating  respiratory 
rates  using  the  PS  derived  from  a  resident  video  cam¬ 
era  and  flashlight,  when  available.  The  motivation  for 
this  work  is  based  on  several  recent  works  which 
showed  that  accurate  respiratory  rates,  especially  at 
normal  breathing  rates,  can  be  obtained  from  pulse 


iPhone  4S(Spontaneous  Respiratory  Rate,  Rear  Camera) 


FIGURE  6.  Spontaneous  respiratory  rate. 


TABLE  7.  Statistical  significance  (accuracy  and  repeatability 
across  time)  among  the  five  methods  for  spontaneous  respi¬ 
ratory  rate. 


Accuracy 

Repeatability  across  Time 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-AM 

AR  vs.  VFCDM-FM 

AR  vs.  VFCDM-FM 

AR  vs.  WT-AM 

AR  vs.  WT-AM 

AR  vs.  WT-FM 

AR  vs.  WT-FM 

oximeters.11-13  The  characteristics  of  the  PS  derived 
from  cameras  in  smartphones  and  tablets  are  similar  to 
PPG  signals,  hence,  similarly-accurate  respiratory  rates 
can  be  obtained,  theoretically.  Our  results  do  indicate 
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TABLE  8.  Computation  time  of  heart  rate  extracted  from 
color  band  signal  of  iPhone  4S  depending  on  different  reso¬ 
lutions. 


Resolution 

Color 

Computation  time 

320  x  240  (QVGA) 

Green 

25  frames/s 

480  x  320  (HVGA) 

Green 

25  frames/s 

480  x  320  (HVGA) 

Green  and  red 

23  frames/s 

480  x  320  (HVGA) 

3  Colors 

20  frames/s 

640  x  480  (VGA) 

Green  or  red 

1 9  frames/s 

that  certainly  for  normal  breathing  ranges  (0.2- 
0.3  Hz),  this  is  feasible  from  PS  derived  from  smart¬ 
phone  and  tablet  video  cameras. 

We  have  optimized  the  accuracy  of  the  respiratory 
rates  by  first  systematically  analyzing  the  optimal  pixel 
resolution  of  the  video  signal  for  the  attainment  of  the 
strongest  PS  strength.  It  is  logical  to  assume  that  the 
greater  the  amplitude  of  the  PS,  the  higher  the  signal’s 
strength  with  the  proviso  that  care  is  taken  to  minimize 
motion  artifacts  during  measurements.  Our  results 
showed  that  a  choice  of  larger  pixel  resolutions  does 
not  necessary  result  in  higher  PS  amplitude.  For 
example,  for  the  Galaxy  S3,  iPod  5  and  iPad  2,  50  x  50 
resolution  provided  either  the  highest  pulsatile  ampli¬ 
tude  or  was  statistically  equivalent  to  HVGA  resolu¬ 
tion.  In  fact,  HVGA  resolution  was  the  best  choice 
only  for  the  iPhone  4S.  The  important  implication  of 
having  a  smaller  pixel  region  providing  just  as  good  or 
better  signal  quality  than  a  larger  pixel  region  is  the 
significant  reduction  in  the  computational  time  so  that 
real-time  calculation  of  respiratory  rates  can  be  at¬ 
tained. 

Commercial  pulse  oximeters  in  either  transmittance 
or  reflectance  mode  normally  employ  a  single  photode¬ 
tector  (PD)  element,  typically  with  an  active  area  of 
about  6-10  mm2.  The  image  sensor  size  of  the  iPhone  4S 
is  4.54  x  3.42  =  15.5268  mm2.  Consequently,  when 
signals  are  extracted  from  HVGA  (320  x  480  pixels) 
video  mode,  the  active  area  is  2.27  x  3.42  = 
7.7634  mm2.  Hence,  we  initially  thought  that  motion 
artifact  and  noise  can  be  significantly  reduced  by 
increasing  the  active  area  in  the  sensor.  However,  our 
investigation  revealed  that  larger  pixel  resolutions  do 
not  necessary  result  in  a  higher  signal-to-noise  ratio. 

We  compared  AR-based  approaches,  CWT,  and 
VFCDM  for  respiratory  rate  estimation  from  smart¬ 
phones  and  a  tablet  because  these  techniques  have  been 
shown  to  provide  good  results  from  PPG  signals. 
Similar  to  PPG  signal  results,  the  VFCDM-FM  pro¬ 
vided  the  most  accurate  respiratory  rate  estimation 
with  the  fastest  computational  time  than  any  of  the 
methods  compared  in  this  study  for  the  LF  breathing 
rate.  For  HF  breathing  rates,  both  CWT  and  VFCDM 
methods  provided  comparable  results.  The  CWT 
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approach  using  either  the  FM  or  AM  signals  fared 
better  than  the  AR  method  but  at  the  expense  of  higher 
computational  time. 

Due  to  the  inherent  non-stationarity  in  the  respira¬ 
tory  rate,  a  time-frequency  method  is  needed  and  ap¬ 
pears  to  be  the  most  appropriate  approach.  Another 
advantage  of  the  TFS  approach  to  estimating  respi¬ 
ratory  rates  is  that  unlike  most  filtering  approaches, 
tuning  of  a  number  of  parameters  specific  to  each 
subject  is  not  required.  Note  that  in  our  work,  we  have 
used  the  same  parameters  (as  described  in  Methods 
section)  for  both  CWT  and  VFCDM  for  all  subjects 
and  for  all  breathing  rates. 

As  was  the  case  with  respiratory  rate  estimation 
using  the  PPG  signal,  the  computational  speed  of  the 
VFCDM  method  is  faster  than  that  of  the  wavelet 
method  for  smartphone  and  tablet  data.  The  average 
time  to  calculate  the  respiration  frequency  using  the 
VFCDM  method  was  found  to  be  around  1.4  s,  while 
using  the  wavelet  method  took  37.8  s  on  average 
(programs  running  on  MATLAB  R2012a).  The  AR 
spectral  method  was  the  fastest  as  it  took  only  0.2  s  on 
average  using  MATLAB,  and  this  computation  time 
includes  the  time  needed  to  calculate  the  model  order 
based  on  an  initial  model  order  selection  of  50.  How¬ 
ever,  the  AR  method  is  the  least  accurate  in  respiratory 
rate  estimation. 

All  three  methods  showed  increased  estimation  er¬ 
rors  as  the  breathing  rates  increased,  for  all  devices 
tested.  This  observation  was  also  noted  for  the  PPG 
signal.2  We  have  also  examined  breathing  rates  of 
0.7  Hz,  0.8  Hz  and  0.9  Hz,  and  the  results  showed 
significant  deviation  from  the  true  breathing  rates  for 
all  3  methods.  Both  CWT  and  VFCDM  methods 
provided  comparable  results  with  significantly  worse 
estimates  for  the  AR  method  which  was  also  the  case 
with  both  LF  and  HF  breathing  rates.  Hence,  our  re¬ 
sults  show  that  it  is  feasible  to  obtain  good  results  for 
the  normal  breathing  rates  but  not  higher  breathing 
rates  (i.e.,  >0.5  Hz).  We  can  speculate  that  there  are 
two  reasons  for  inaccurate  results  for  high  breathing 
rates.  First,  detection  of  both  AM  and  FM  phenome¬ 
non  requires  persistent  oscillations  for  several  cycles, 
but  with  faster  respiratory  rates,  our  decision  to  limit 
the  data  segment  to  1  min  may  not  be  sufficient.  More 
importantly,  with  faster  breathing  rates,  the  AM  or 
FM  phenomenon  becomes  less  apparent,  and  thus,  it 
becomes  more  difficult  to  detect  them  no  matter  how 
sophisticated  the  detection  may  be. 

We  have  not  considered  the  device-to-device  varia¬ 
tions  in  obtaining  respiratory  rates.  However,  we  do 
not  believe  this  is  a  concern  because  the  specifications 
of  the  camera  from  one  device  to  another  device  is 
tightly  controlled  by  the  phone  manufacturers  and 
hence  should  not  vary  at  all,  and  if  so,  it  should  only  be 
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a  minimal  amount.  Moreover,  the  pixel  resolutions  of 
the  examined  cameras  have  more  than  sufficient  reso¬ 
lution  to  resolve  pulse  changes,  hence,  small  variations 
in  the  pixel  resolution,  if  they  occur,  should  not  really 
affect  the  respiratory  rate  estimates.  Thus,  we  believe 
the  device-to-device  variation  is  minimal  or  not  at  all, 
thus,  it  should  not  affect  the  respiratory  rate  estima¬ 
tion. 

In  summary,  our  work  was  undertaken  to  determine 
the  optimal  pixel  resolution  and  location  as  well  as  the 
color  band  for  obtaining  the  best  quality  signal  so  that 
we  maximize  the  accuracy  of  respiratory  rate  estima¬ 
tion  from  a  video  signal  from  either  smartphones  or 
tablets.  It  was  found  that  a  larger  pixel  resolution  does 
not  necessarily  result  in  better  signal  quality.  In  fact  in 
most  scenarios,  a  50  x  50  pixel  resolution  was  just  as 
good  as  or  better  than  HVGA  resolution.  In  addition, 
we  found  that  the  region  closest  to  the  flash  in  most 
cases  resulted  in  a  higher  signal  quality  which  is  logical 
and  expected.  Finally,  using  the  optimum  pixel  size, 
location  and  color  band  of  the  PS,  we  found  accurate 
respiratory  estimates  especially  in  the  normal  breath¬ 
ing  ranges.  We  found  increased  breathing  rate  esti¬ 
mation  errors  as  the  respiratory  rates  increased  higher 
than  0.5  Hz  with  unreliable  results  at  0.6  Hz  or  higher. 
When  both  computational  time  and  estimation  accu¬ 
racy  are  taken  into  account,  the  VFCDM-FM  pro¬ 
vided  the  best  results  among  all  approaches  examined 
in  this  work.  This  work  allows  attainment  of  at  least 
two  vital  sign  measurements  all  directly  from  a  finger 
pressed  onto  a  video  camera  of  either  a  smartphone  or 
tablet:  the  heart  rate  and  respiratory  rate.  It  is  expected 
that  future  work  by  either  our  laboratory  or  others  will 
result  in  additional  other  vital  sign  capabilities  directly 
from  a  video  signal  acquired  from  either  a  smartphone 
or  tablet. 
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Abstract — We  introduce  a  new  method  to  reconstruct  motion 
and  noise  artifact  (MNA)  contaminated  photoplethysmo- 
gram  (PPG)  data.  A  method  to  detect  MNA  corrupted  data 
is  provided  in  a  companion  paper.  Our  reconstruction 
algorithm  is  based  on  an  iterative  motion  artifact  removal 
(IMAR)  approach,  which  utilizes  the  singular  spectral 
analysis  algorithm  to  remove  MNA  artifacts  so  that  the 
most  accurate  estimates  of  uncorrupted  heart  rates  (HRs) 
and  arterial  oxygen  saturation  (Sp02)  values  recorded  by  a 
pulse  oximeter  can  be  derived.  Using  both  computer  simu¬ 
lations  and  three  different  experimental  data  sets,  we  show 
that  the  proposed  IMAR  approach  can  reliably  reconstruct 
MNA  corrupted  data  segments,  as  the  estimated  HR  and 
Sp02  values  do  not  significantly  deviate  from  the  uncor¬ 
rupted  reference  measurements.  Comparison  of  the  accuracy 
of  reconstruction  of  the  MNA  corrupted  data  segments 
between  our  IMAR  approach  and  the  time-domain  indepen¬ 
dent  component  analysis  (TD-ICA)  is  made  for  all  data  sets 
as  the  latter  method  has  been  shown  to  provide  good 
performance.  For  simulated  data,  there  were  no  significant 
differences  in  the  reconstructed  HR  and  Sp02  values  starting 
from  10  dB  down  to  — 15  dB  for  both  white  and  colored 
noise  contaminated  PPG  data  using  IMAR;  for  TD-ICA, 
significant  differences  were  observed  starting  at  10  dB.  Two 
experimental  PPG  data  sets  were  created  with  contrived 
MNA  by  having  subjects  perform  random  forehead  and 
rapid  side-to-side  finger  movements  show  that;  the  perfor¬ 
mance  of  the  IMAR  approach  on  these  data  sets  was  quite 
accurate  as  non- significant  differences  in  the  reconstructed 
HR  and  Sp02  were  found  compared  to  non-contaminated 
reference  values,  in  most  subjects.  In  comparison,  the 
accuracy  of  the  TD-ICA  was  poor  as  there  were  significant 
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differences  in  reconstructed  HR  and  Sp02  values  in  most 
subjects.  For  non-contrived  MNA  corrupted  PPG  data, 
which  were  collected  with  subjects  performing  walking  and 
stair  climbing  tasks,  the  IMAR  significantly  outperformed 
TD-ICA  as  the  former  method  provided  HR  and  Sp02 
values  that  were  non-significantly  different  than  MNA  free 
reference  values. 

Keywords — Motion  artifact  removal,  Blind  source  separa¬ 
tion,  Singular  spectrum  analysis. 


INTRODUCTION 

Arterial  oxygen  saturation  reflects  the  relative 
amount  of  oxyhemoglobin  in  the  blood.  The  most 
common  method  to  measure  it  is  based  on  pulse 
oximetry,  whereby  oxidized  hemoglobin  and  reduced 
hemoglobin  have  significantly  different  optical  spectra. 
Specifically,  at  a  wavelength  of  about  660  nm,  and  a 
second  wavelength  between  805  and  960,  there  is  a 
large  difference  in  light  absorbance  between  reduced 
and  oxidized  hemoglobin.  A  measurement  of  the  per¬ 
cent  oxygen  saturation  of  blood  is  defined  as  the  ratio 
of  oxyhemoglobin  to  the  total  concentration  of 
hemoglobin  present  in  the  blood.  Pulse  oximetry 
assumes  that  the  attenuation  of  light  is  due  to  both  the 
blood  and  bloodless  tissue.  Fluctuations  of  the  PPG 
signal  are  caused  by  changes  in  arterial  blood  volume 
associated  with  each  heartbeat,  where  the  magnitude  of 
the  fluctuations  depends  on  the  amount  of  blood 
rushing  into  the  peripheral  vascular  bed,  the  optical 
absorption  of  the  blood,  skin,  and  tissue,  and  the 
wavelength  used  to  illuminate  the  blood. 
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The  pulse  oximeter  signal  contains  not  only  the  blood 
oxygen  saturation  and  heart  rate  (HR)  data,  but  also 
other  vital  physiological  information.  The  fluctuations 
of  photoplethysmogram  (PPG)  signals  contain  the 
influences  of  arterial,  venous,  autonomic  and  respira¬ 
tory  systems  on  the  peripheral  circulation.  In  the  current 
environment  where  health  care  costs  are  ever  increasing, 
a  single  sensor  that  has  multiple  functions  is  very 
attractive  from  a  financial  perspective.  Moreover,  uti¬ 
lizing  a  pulse  oximeter  as  a  multi-purpose  vital  sign 
monitor  has  clinical  appeal,  since  it  is  familiar  to  the 
clinician  and  comfortable  for  the  patient.  Knowledge  of 
respiratory  rate3  and  HR  patterns  would  be  provide 
more  useful  clinical  information  in  many  situations  in 
which  pulse  oximeter  is  the  sole  monitor  available. 

Although  there  are  many  promising  and  attractive 
features  of  using  pulse  oximeters  for  vital  sign  moni¬ 
toring,  currently  they  are  used  on  stationary  patients. 
This  is  mainly  because  motion  and  noise  artifacts 
(MNAs)  result  in  unreliable  HR  and  Sp02  estimation. 
Clinicians  have  cited  motion  artifacts  in  pulse  oximetry 
as  the  most  common  cause  of  false  alarms,  loss  of  signal, 
and  inaccurate  readings.14  A  smart  watch  with  a  PPG 
sensor  is  currently  commercially  available  for  monitor¬ 
ing  HRs  (www.mioglobal.com).  However,  MNA  is  a  big 
source  of  problem  for  accurate  vital  extraction  from 
PPG  signals  and  prevents  wide  adoption  of  this  poten¬ 
tially  useful  technology  for  mobile  health. 

In  practice  MNA  are  difficult  to  remove  because 
they  do  not  have  a  predefined  narrow  frequency  band 
and  their  spectrum  often  overlaps  that  of  the  desired 
signal.27  Consequently,  development  of  algorithms 
capable  of  reconstructing  the  corrupted  signal  and 
removing  artifacts  is  challenging. 

There  are  a  number  of  general  techniques  used  for 
artifact  detection  and  removal.  One  of  the  methods  used 
to  remove  motion  artifacts  is  adaptive  filtering.1,5,15,19,24 
An  adaptive  filter  is  easy  to  implement  and  it  also  can  be 
used  in  real-time  applications,  though  the  requirement 
of  additional  sensors  to  provide  reference  inputs  is  the 
major  drawback  of  such  methods. 

There  are  many  MNA  reduction  techniques  based 
on  the  concept  of  blind  source  separation  (BSS).  BSS  is 
attractive  and  has  garnered  significant  interest  since 
this  approach  does  not  require  a  reference  signal.  The 
aim  of  the  BSS  is  to  estimate  a  set  of  uncorrupted 
signals  from  a  set  of  mixed  signals  which  is  assumed  to 
contain  both  the  clean  and  MNA  sources.2  Some  of  the 
popular  BSS  techniques  are  independent  component 
analysis  (ICA),4  canonical  correlation  analysis 
(CCA),28  principle  component  analysis  (PCA),13  and 
singular  spectrum  analysis  (SSA).6 

In  ICA,  the  recorded  signals  are  decomposed  into 
their  independent  components  or  sources.4  CCA  uses 
the  second  order  statistics  to  generate  components 


derived  from  their  uncorrelated  nature.8  PCA  is  an¬ 
other  noise  reduction  technique  which  aims  to  separate 
the  clean  signal  dynamics  from  the  MNA  data.  A 
multi-scale  PCA  has  been  also  proposed  to  account  for 
time-varying  dynamics  of  the  signal  and  motion  arti¬ 
facts  from  PPG  recordings.20 

A  promising  approach  that  can  be  applied  to  signal 
reconstruction  is  the  SSA.  The  SSA  is  a  model-free 
BSS  technique,  which  decomposes  the  data  into  a 
number  of  components  which  may  include  trends, 
oscillatory  components,  and  noise  (see  historical 
reviews  in  Ref.  10).  The  main  advantage  of  SSA  over 
ICA  is  that  SSA  does  not  require  user  input  to  choose 
the  appropriate  components  for  reconstruction  and 
MNA  removal.  Comparing  PCA  to  SSA,  SSA  can  be 
applied  in  cases  where  the  number  of  signal  compo¬ 
nents  is  more  than  the  rank  of  the  PCA  covariance 
matrix.  Applications  of  the  SSA  include  extraction  of 
the  amplitude  and  low  frequency  artifacts  from  single 
channel  EEG  recordings,26  and  removing  heart  sound 
dynamics  from  respiratory  signals.9 

In  this  paper,  we  introduce  a  novel  approach  to 
reconstruct  a  PPG  signal  from  those  portions  of  data 
that  have  been  identified  to  be  corrupted  using  the 
algorithm  detailed  in  Part  I  of  the  companion  paper. 
The  fidelity  of  the  reconstructed  signal  was  determined 
by  comparing  the  estimated  Sp02  and  HR  to  reference 
values.  In  addition,  we  compare  the  reconstructed 
Sp02  and  HR  values  obtained  via  the  time-domain 
ICA  (TD-ICA)  to  our  method.  We  have  chosen  to 
compare  our  method  to  TD-ICA  since  the  latter  has 
recently  been  shown  to  provide  good  reconstruction  of 
corrupted  PPG  signals.18 

MATERIALS  AND  METHOD 

Experimental  Protocol  and  Preprocessing 

Three  sets  of  data  were  collected  from  healthy 
subjects  recruited  from  the  student  community  of 
Worcester  Polytechnic  Institute  (WPI).  This  study  was 
approved  by  WPI’s  institutional  review  board  and  all 
the  subjects  gave  informed  consent  before  data 
recording. 

In  the  first  experiment,  11  healthy  volunteers  were 
asked  to  wear  a  forehead  reflectance  pulse  oximeter 
developed  in  our  lab  along  with  a  reference  Masimo 
Radical  (Masimo  SET®)  finger  transmittance  pulse 
oximeter.  PPG  signals  from  the  forehead  sensor  and 
reference  (HR)  derived  from  a  finger  pulse  oximeter 
were  acquired  simultaneously.  The  HR  and  Sp02  sig¬ 
nals  were  acquired  at  80  and  1  Hz,  respectively.  After 
baseline  recording  for  5  min  without  any  movement 
(i.e.,  clean  data),  motion  artifacts  were  induced  in  the 
PPG  data  by  the  spontaneous  movements  in  both 
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horizontal  and  vertical  directions  of  the  subject’s  head 
while  the  right  middle  finger  was  kept  stationary. 
Subjects  were  directed  to  introduce  the  motions  for 
specific  time  intervals  that  determined  the  percentage 
of  noise  within  each  1  min  segment,  varying  from  1 0  to 
50%.  For  example,  if  a  subject  was  instructed  to  make 
left-right  movements  for  6  s,  an  1  min  segment  of  data 
would  contain  10%  noise.  Note  that  noise  amplitudes 
varied  among  subjects  due  to  their  head  movements. 

The  second  dataset  consisted  of  finger-PPG  signals 
from  the  nine  healthy  volunteers  in  an  upright  sitting 
posture  using  an  infrared  reflection  type  PPG  trans¬ 
ducer  (TSD200).  An  MP1000  pulse  oximeter  (BIOPAC 
Systems  Inc.,  CA,  USA)  was  also  used  to  acquire  fin¬ 
ger  PPG  signals  at  100  Hz.  One  pulse  oximeter  of  each 
model  was  placed  on  the  same  hand’s  index  finger  (one 
model)  and  middle  finger  (the  other  model)  simulta¬ 
neously.  After  baseline  recording  for  5  min  without 
any  movement  (i.e.,  clean  data),  motion  artifacts  were 
induced  in  the  PPG  data  by  the  left-right  movements 
of  the  index  finger  while  the  middle  finger  was  kept 
stationary  to  provide  a  reference.  This  was  accom¬ 
plished  by  placing  the  middle  finger  on  top  of  the  edge 
of  a  table  while  the  index  finger  moved  in  the  free  space 
off  the  edge  of  the  table.  Similar  to  the  first  dataset, 
motion  was  induced  at  specific  time  intervals  corre¬ 
sponding  to  10-50%  corruption  duration  in  1  min 
segments,  i.e.,  the  controlled  movement  was  carried 
out  five  times  per  subject. 

The  third  dataset  consisted  of  data  measurements 
from  nine  subjects  with  the  PPG  signal  recorded  from 
the  subjects’  foreheads  using  our  custom  sensor 
(80  Hz)  simultaneously  with  the  reference  ECG  from  a 
Holter  Monitor  at  180  Hz  and  reference  HR  and  Sp02 
derived  from  a  Masimo  (Rad-57)  pulse  oximeter  at 
0.5  Hz,  respectively.  The  reference  pulse  oximeter 
provided  HR  and  Sp02  measured  from  the  subject’s 
right  index  finger,  which  was  held  steadily  to  their 
chest.  The  signals  were  recorded  while  the  subjects 
were  going  through  sets  of  walking  and  climbing  up 
and  down  flights  of  stairs  for  approximately  45  min. 

Once  data  were  acquired,  PPG  signals  from  all  three 
experiments  outlined  above  were  preprocessed  offline 
using  Matlab  (MathWorks,  R2012a).  The  PPG  signals 
were  filtered  using  a  zero-phase  forward-reverse  4th  order 
HR  band-pass  filter  with  cutoff  frequency  0.5-12  Hz. 

MOTION  ARTIFACT  REMOVAL 

To  reconstruct  the  artifact-corrupted  portion  of  the 
PPG  signal  that  has  been  detected  using  the  support 
vector  machine  approach  provided  in  the  accompa¬ 
nying  paper,  we  propose  a  novel  hybrid  procedure 
using  Iterative  Singular  Spectrum  Analysis  (ISSA)  and 


a  frequency  matching  algorithm.  Henceforth,  we  will 
caff  these  combined  procedures  the  iterative  motion 
artifact  removal  (IMAR)  algorithm. 

SINGULAR  SPECTRUM  ANALYSIS 

The  SSA  is  composed  of  two  stages:  singular 
decomposition  and  spectral  reconstruction.  The  former 
is  the  spectral  decomposition  or  eigen-decomposition 
of  the  data  matrix  whereas  the  latter  is  the  recon¬ 
struction  of  the  signal  based  on  using  only  the  signifi¬ 
cant  eigenvectors  and  associated  eigenvalues.  The 
assumption  is  that  given  a  relatively  high  signal-to- 
noise  ratio  of  data,  significant  eigenvectors  and  asso¬ 
ciated  eigenvalues  represent  the  signal  dynamics  and 
less  significant  values  represent  the  MNA  components. 

The  calculation  of  the  singular  stage  of  the  SSA 
consists  of  two  steps:  embedding  followed  by  singular 
value  decomposition  (SVD).  In  essence,  these  proce¬ 
dures  decompose  the  data  into  signal  dynamics  con¬ 
sisting  of  trends,  oscillatory  components,  and  MNA. 
The  spectral  stage  of  the  SSA  algorithm  also  consists  of 
two  steps:  grouping  and  diagonal  averaging.  These  two 
procedures  are  used  to  reconstruct  the  signal  dynamics 
but  without  the  MNA  components.  In  the  following 
section,  we  detail  all  four  steps  in  the  SSA  algorithm. 

Singular  Decomposition 

Embedding 

Assume  we  have  a  nonzero  real- value  time  series  of 
length  N  samples,  i.e.,  X  =  {xi, x2, . . . , x^}.  In  the 
embedding  step,  window  length  fs/fi<  L<  N  /  2  is 
chosen  to  embed  the  initial  time  series,  where  /s  is  the 
sampling  frequency  and  f\  is  the  lowest  frequency  in  the 
signal.  We  map  the  time  series  X  into  the  L  lagged 
vectors,  X  =  {x/,  xi+\ , . . . ,  xi+l- i  }  for  i  =  1 , . . . ,  K, 
where  K=N  —  L+  l.10  The  result  is  the  trajectory 
data  matrix  Tx  or  vector  Xt  that  is  each  row  of  Tx  for 
A. 
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From  Eq.  (1),  it  is  evident  that  the  trajectory  matrix, 
Tx,  is  a  Hankel  matrix. 

Singular  Value  Decomposition 

The  next  step  is  to  apply  the  SVD  to  the  trajectory 
matrix  Tx  which  results  in  eigenvalues  and  eigenvectors 
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of  the  matrix  TxTtx  where  Tt  for  i  =  1, . . .  ,L  can  be 
defined  as  T  =  USVT.10  for  1  <i<L  is  a  KxL 
orthonormal  matrix.  Sf  for  1  <i<L  is  a  diagonal 
matrix  and  Fz  for  1  <  i  <  L  is  an  L  x  L  square  ortho¬ 
normal  matrix,  which  is  considered  the  principle 
component.  In  this  step,  Tx  has  L  many  singular  values 
which  are  \fk[  >  V^2  V^l  •  By  removing  com¬ 

ponents  with  eigenvalues  equal  to  zero,  the  zth 
eigentriple  of  Lz  can  be  written  as  Ut  x  x  Vf  for 
i  =  1 , 2, . . . ,  d,  in  which  d  =  max(/ :  >  0)  is  the 

number  of  nonzero  singular  values  of  Tx.  Normally 
every  harmonic  component  with  a  different  frequency 
produces  two  eigentriples  with  similar  singular  values. 
So  the  trajectory  matrix  Tx  can  be  denoted  as10 

Tx  =  Tx  +  T2  +  •  •  •  +  Td 

=  ul^IlvTl+---  +  ud^IdvTd 

d  '  ' 

1=1 

Projecting  the  time  series  onto  the  direction  of  each 
eigenvector  yields  the  corresponding  temporal  princi¬ 
pal  component  (PC).7 

Spectral  Reconstruction 

The  reconstruction  stage  has  two  steps:  grouping 
and  diagonal  averaging.  First  the  subgroups  of  the 
decomposed  trajectory  matrices  are  grouped  and  then 
a  diagonal  averaging  step  is  needed  so  that  a  new  time 
series  can  be  formed.6 

Grouping 

The  grouping  step  of  the  reconstruction  stage 
decomposes  the  Lx  K  matrix  Lz  (i  =  1, 2, . . . ,  d)  into 
subgroups  according  to  the  trend,  oscillatory  compo¬ 
nents,  and  MNA  dynamics.  The  grouping  step  divides 
the  set  of  indices  {1,2,  into  a  collection  of  m 

disjoint  subsets  of  /=  {7i, . . .  ,7m}.12  Thus,  7>  corre¬ 
sponds  to  the  group  7  =  {/i , . . . ,  Im}.  77 .  is  a  sum  of  7}, 
where  j  £  7Z.  So  Tx  can  be  expanded  as 

SVD  Grouping 

Tx  =  T\  +  +  Tl  =  Th  +  —  +  7>;  (3) 

Diagonal  Averaging 

In  the  final  step  of  analysis,  each  resultant  matrix, 
Tj.  ,  in  Eq.  (3)  is  transformed  into  a  time  series  of 
length  N.  We  obtain  the  new  Hankel  matrices  XW  by 
averaging  the  diagonal  elements  of  the  matrix  L/..7  Let 
77  be  denoted  as  the  Hankel  operator.  So  that  we 
obtain  the  Hankel  matrix  X®  =  HTIt  for 
i  =  1, ...  ,m. 12  Under  the  assumption  of  weak  separa¬ 


bility  and  applying  the  Hankel  procedure  to  all  matrix 
components  of  Eq.  (3),  we  obtain  the  following 
expansion 

X  =  J^1)  + 1<2)  +  •  •  •  +  X^M)  (4) 

We  can  assert  that  is  related  to  the  trend  of  the 
signal;  however,  harmonic  and  noisy  components  do 
not  necessarily  follow  the  order  of  >  y^2  > 

•  •  •  >  y/kM- 

ITERATIVE  MOTION  ARTIFACT  REMOVAL 
BASED  ON  SSA 

In  order  to  reconstruct  the  MNA  corrupted  segment 
of  the  signal,  an  IMAR  approach  based  on  SSA  was 
explained  in  the  last  section.  The  ultimate  goodness  of 
the  reconstructed  signal  is  determined  by  the  accuracy 
of  the  estimated  Sp02  and  HR  values.  The  top  and 
bottom  panels  of  Fig.  1  show  clean  and  MNA  cor¬ 
rupted  signals,  respectively.  The  most  important  part 
of  the  SSA  is  to  choose  the  proper  eigenvector  com¬ 
ponents  for  reconstruction  of  the  signal.  Under  the 
assumption  of  high  SNR,  the  normal  practice  is  to 
select  only  the  largest  eigenvalues  and  associated 
eigenvectors  for  signal  reconstruction.  However,  most 
often  it  is  difficult  to  determine  the  demarcation  of  the 
significant  from  non-significant  eigenvalues.  Further, 
the  MNA  dynamics  can  overlap  with  the  signal 
dynamics,  hence,  choosing  the  largest  eigenvalues  does 
not  necessarily  result  in  an  MNA-free  signal. 

To  overcome  the  above  limitations,  we  have  modi¬ 
fied  the  SSA  approach.  The  first  step  of  our  modified 
SSA  involves  computing  SVD  on  both  a  corrupted 
data  segment  and  its  most  prior  adjacent  clean  data 
segment.  Under  the  assumption  of  a  high  SNR  of  the 
data,  the  second  step  is  to  retain  only  the  top  5%  of  the 
eigenvalues  and  their  associated  eigenvectors.  The 
third  step  is  to  replace  the  corrupted  segment’s  top  5% 
eigenvalues  with  the  clean  segment’s  eigenvalues.  The 
fourth  step  is  to  further  limit  the  number  of  eigenvec¬ 
tors  by  choosing  only  those  eigenvectors  that  have 
HRs  between  0.66  Hz  <  fs  <  3  Hz  for  both  the  clean 
and  noise  corrupted  data  segments.  The  two  extreme 
HRs  are  chosen  so  that  they  account  for  possible  sce¬ 
narios  that  one  may  encounter  with  low  and  high  HRs. 
With  the  remaining  candidate  eigenvectors  resulting 
from  step  four,  we  further  prune  non-significant 
eigenvectors  by  performing  frequency  matching  of  the 
noise  corrupted  eigenvectors  to  those  of  the  clean  data 
segment’s  eigenvectors,  in  the  fifth  step.  Only  those 
eigenvectors’  frequencies  that  match  to  those  of  the 
clean  eigenvectors  are  retained  from  the  pool  of 
eigenvectors  remaining  from  step  four.  For  the 
remaining  eigenvector  candidates,  we  perform  iterative 
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FIGURE  1.  Typical  infrared  PPG  signal;  (a)  clean,  (b)  corrupted  with  motion  artifacts. 
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FIGURE  2.  Iterative  reconstruction  of  a  corrupted  eigenvector  with  frequency  of  0.967  Hz.  Black  font  signals  (top  panels)  rep¬ 
resent  the  clean  component  with  frequency  of  0.967  Hz;  Blue  font  signals  (2nd  rows)  indicate  the  corrupted  component  with  the 
same  frequency;  Pink  font  signals  are  related  to  iterative  evolution  of  corrupted  component  to  a  clean  oscillatory  signal,  (a) 
Reconstruction  of  4th  corrupted  eigenvector  compared  to  the  corresponding  clean  component.  The  final  pattern  after  4  iterations 
resembles  the  black  font  clean  component  in  the  top  panel.  This  component  is  chosen  among  the  components  with  the  same 
frequency,  since  it  shows  the  most  similarity  to  the  black  font  clean  component,  (b)  Reconstruction  of  9th  corrupted  eigenvector 
compared  to  the  corresponding  clean  component,  (c)  Reconstruction  of  22nd  corrupted  eigenvector  compared  to  the  corre¬ 
sponding  clean  component. 


SSA  to  further  reduce  MNA  and  match  the  dynamics 
of  the  clean  data  segments’  eigenvectors  for  the  final 
step.  For  each  iteration  we  perform  the  standard  SSA 
algorithm.  It  is  our  experience  that  this  convergence  is 
achieved  within  4  iterations. 

Figure  2  shows  an  example  of  the  iterative  SSA 
procedure  applied  to  candidate  eigenvectors  that  have 
resulted  from  step  four  of  the  procedure  for  the  mod¬ 
ified  SSA  algorithm.  Note  that  there  may  be  several 
eigenvectors  remaining  after  the  fifth  step,  hence,  this 
example  shows  an  iterative  SSA  procedure  performed 
on  a  particular  set  of  candidate  eigenvectors  that  may 


match  most  closely  to  an  eigenvector  of  a  clean  data 
segment.  The  top  row  of  panels  of  Fig.  2  represents 
one  of  the  eigenvectors  of  the  clean  signal  and  the 
second  row  of  panels  represents  the  MNA  corrupted 
signal’s  candidate  eigenvectors  which  have  the  same 
frequency  as  that  of  the  clean  signal’s  eigenvector.  The 
remaining  lower  panels  of  Fig.  2  represent  the  candi¬ 
date  eigenvectors  after  they  have  gone  through  four 
successive  iterations  of  the  SSA  algorithm.  For  this 
portion  of  the  SSA  algorithm,  we  perform  SYD  on  the 
trajectory  matrix  of  Eq.  (1)  created  from  the  candidate 
eigenvector  and  then  reconstruct  the  eigenvectors 
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TABLE  1.  Iterative  motion  artifact  removal  (IMAR)  procedure. 


Assumption — Heart  rate  and  Sp02  do  not  change  abruptly  and  are  stationary  within  the  short  data  segment 
Application — Offline  Motion  Artifact  Removal 

Objective—  Reconstruction  of  corrupted  PPG  segment  for  the  purpose  of  estimating  heart  rates  and  Sp02 


Routine 


Step  1.  First,  compute  SVD  on  both  corrupted  data  segments  and  their  most  prior  adjacent  clean  data  segments 

Step  2.  Next,  keep  the  top  5%  of  the  clean  and  corrupted  components,  based  on  the  eigenvalues  being  sorted  from  largest  to  smallest 

Step  3.  Replace  the  corrupted  eigenvalues  with  corresponding  clean  eigenvalues 

Step  4.  Among  the  clean  and  corrupted  components,  only  choose  those  with  frequency  within  the  heart  rate  frequency  range  of 
0.66  <  Fs  <  3  Hz 

Step  5.  Apply  frequency  matching  to  discard  those  corrupted  components  (from  Step  4)  with  different  frequencies  compared  to  clean 
components’  frequencies 

Step  6.  Remove  corruption  from  each  component  obtained  from  Step  5  by  applying  the  basic  SSA  algorithm  iteratively 

6. a.  Calculate  the  discarding  metric  for  components  achieved  from  SSA  iterations  and  their  counterpart  clean  components  from  Eq.  (5) 
6.b.  Select  those  processed  components  with  the  closest  DM  and  frequency  value  to  the  corresponding  clean  component’s  DM  and 
frequency  value 

Step  7.  Finally,  reconstruct  the  corrupted  PPG  segment  based  on  the  components  achieved  from  Step  6 


based  on  SSA  using  only  the  first  3  largest  eigenvalues 
obtained  from  the  SVD.  This  process  repeats  itera¬ 
tively  until  the  shape  of  the  reconstructed  eigenvector 
closely  resembles  one  of  the  clean  eigenvectors  with  the 
same  frequency.  It  can  be  seen  from  Fig.  2  that  after  4 
iterations  the  result  shown  in  the  (a)  panel  corresponds 
most  closely  to  the  clean  signal’s  eigenvector,  hence, 
this  eigenvector  is  selected  rather  than  the  eigenvectors 
shown  in  panels  b-c.  We  calculate  the  discarding 
metric  (DM)  at  each  iteration  and  compare  this  value 
to  the  DM  value  of  the  corresponding  clean  compo¬ 
nent.  The  DM  is  calculated  according  to: 

dm  =  E  M/l(m)  (5) 

where  u  is  the  signal  component,  and  | .  |,  L(.)  are 
absolute  operator  and  component  length,  respectively. 
The  entire  procedure  for  the  modified  SSA  algorithm  is 
summarized  in  Table  1. 

RESULTS 

Noise  Sensitivity  Analysis 

To  validate  the  proposed  IMAR  procedure,  we 
added  different  SNR  levels  of  Gaussian  white  noise 
(GWN)  and  colored  noise  to  an  experimentally  col¬ 
lected  clean  segment  of  PPG  signal.  The  purpose  of  the 
simulation  was  to  quantitatively  determine  the  level  of 
noise  that  can  be  tolerated  by  the  algorithm.  Seven 
different  SNR  levels  ranging  from  10  dB  to  —25  dB 
were  considered.  For  each  SNR  level,  50  independent 
realizations  of  GWN  and  colored  noise  were  added 
separately  to  a  clean  PPG  signal.  The  Euler-Maruy- 
ama  method  was  used  to  generate  colored  noise.17 

Figure  3  shows  the  results  of  these  simulations 
with  additive  GWN.  The  left  panels  show  pre-  and 


post-reconstruction  HR  in  comparison  to  the  reference 
HR;  the  right  panels  show  the  corresponding  com¬ 
parison  for  Sp02.  Tables  2  and  3  show  the  mean  and 
standard  deviation  values  of  the  pre-  (2nd  column)  and 
post-reconstruction  (4th  column),  and  the  reference 
(3rd  column)  HR  and  Sp02  values,  respectively,  for  all 
SNR.  The  last  columns  of  Tables  2  and  3  also  show  the 
estimated  HR  and  Sp02  values  obtained  by  the  TD- 
ICA  method.18  As  shown  in  Fig.  3  and  Tables  2  and  3, 
the  reconstructed  HR  and  Sp02  values  using  our 
IMAR  approach  were  found  to  be  not  statistically 
different  when  compared  to  the  reference  values  for  all 
SNR  except  for  -20  and  -25  dB.  However,  the  TD- 
ICA  method  fails  and  we  obtain  significantly  different 
values  to  those  of  the  reference  HR  and  Sp02  values 
when  the  SNR  is  lower  than  -10  dB. 

Tables  4  and  5  show  corresponding  results  to  that  of 
Tables  2  and  3  but  with  additive  colored  noise.  Similar 
to  the  GWN  case,  the  reconstructed  HR  and  Sp02 
values  using  the  proposed  IMAR  approach  are  found 
to  be  not  significantly  different  than  the  reference 
values  for  all  SNR  except  for  -20  and  -25  dB. 
Moreover,  the  TD-ICA  compares  poorly  compared  to 
our  IMAR  as  the  HR  and  Sp02  values  from  the  for¬ 
mer  method  are  found  to  be  significantly  different  to 
the  reference  values  for  all  SNR. 


Heart  Rate  and  Sp02  Estimation  from  Forehead  Sensor 

As  described  in  “Motion  Artifact  Removal”  section, 
we  collected  PPG  data  under  three  different  experi¬ 
mental  settings  so  that  our  proposed  approach  could 
be  more  thoroughly  tested  and  validated.  For  all  three 
experimental  settings,  the  efficacy  of  our  IMAR 
approach  for  the  reconstruction  of  the  MNA-affected 
portion  of  the  signal  will  be  compared  with  the 
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FIGURE  3.  (Left)  HR  estimated  from  reconstructed  PPG  for 
different  additive  white  noise  levels;  (Right)  Sp02  estimated 
from  reconstructed  PPG  for  different  levels  of  additive  white 
noise. 


reference  HR  and  Sp02  values  for  all  experimental 
datasets.  Unlike  Masimo’s  finger  pulse  oximeter,  our 
custom-designed  forehead  pulse  oximeter  does  not 
calculate  moving  average  HR  and  Sp02  values.  This  is 
the  reason  why  the  standard  deviations  of  HR  and 
Sp02  values  from  the  forehead  sensor  are  much  larger 
than  those  from  Masimo’s  finger  pulse  oximeter  (see 
Tables  6,  7,  8,  9,  10). 

For  the  error-free  Sp02  estimation,  Red  and  IR 
PPG  signals  with  clearly  separable  DC  and  AC  com¬ 
ponents  are  required.  The  pulsatile  components  of  the 
Red  and  IR  PPG  signals  are  denoted  as  ACRed  and 
DCRed,  respectively,  and  the  “ratio-of-ratio”  R  is 
estimated22,23  as 

_  ACRed/DCRed 

“  ACir/DCir  1  j 

Accordingly,  Sp02  is  computed  by  substituting  the 
R  value  in  an  empirical  linear  approximate  relation 
given  by 

Sp02(%)  =  (110  —  25R)(%)  (7) 

After  applying  the  proposed  IMAR  procedure  to 
the  identified  MNA  segment  of  the  PPG  signal,  we 
estimate  the  Sp02  (using  Eq.  (6,  7))  and  HR,  and 
compare  it  to  the  corresponding  reference  and  MNA 
contaminated  segment  values.  As  was  the  case  with 
the  “Noise  Sensitivity  Analysis”  section,  we  compare 
the  performance  of  the  IMAR  algorithm  to  the  TD- 
ICA  method.  The  top  and  bottom  panels  of  Fig.  4 
represent  a  representative  HR  and  Sp02  comparison 
result,  respectively.  We  can  see  from  these  figures  that 
the  estimated  values  for  both  HR  (left  panels)  and 
Sp02  (right  panels)  from  the  IMAR  (black  font)  track 
closely  to  the  reference  values  recorded  by  the  Masi- 
mo  transmittance  type  finger  pulse  oximeter  (red 
square  line),  while  the  estimated  HR  and  Sp02 
obtained  from  the  TD-ICA  method  (green  font) 
deviate  significantly  from  the  reference  signal. 
Tables  6  and  7  show  comparison  of  the  IMAR  and 
the  TD-ICA  reconstructed  HR  and  Sp02  values, 
respectively,  for  all  10  subjects.  As  shown  in  Table  6, 
there  was  no  significant  difference  between  the  finger 
reference  HR  and  the  IMAR  reconstructed  HR  in  6 
out  of  10  subjects.  However,  there  was  significant 
difference  between  the  finger  reference  HR  and  the 
TD-ICA  reconstructed  HR  in  all  10  subjects.  Simi¬ 
larly,  the  reconstructed  Sp02  values  from  the  IMAR 
were  found  to  be  not  significantly  different  than  the 
finger  reference  values  in  6  out  of  10  subjects,  but  the 
TD-ICA  method  was  found  to  be  significantly  dif¬ 
ferent  for  all  10  subjects. 
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TABLE  2.  Comparison  and  statistical  analysis  of  HR  estimations  from  IMAR-reconstructed  PPG  for  different  levels  of  additive 

white  noise. 


SNR 

(dB) 

Head  HR 
(mean  ±  SD) 

Finger  HR 
(Reference) 

(mean  ±  SD) 

IMAR 

reconstructed  HR 
(mean  ±  SD) 

ICA  reconstructed 
HR  (mean  ±  SD) 

10 

54.80  ±  2.08 

54.81  ±  1.81 

55.05  ±  0.15 

52.86  ±  0.44* 

0 

54.80  ±  2.72 

54.81  ±  1.81 

55.05  ±  0.14 

50.58  ±  0.62* 

-5 

56.37  ±  8.18 

54.81  ±  1.81 

55.05  ±  0.15 

48.64  ±  0.51* 

-10 

46.02  ±  22.93 

54.81  ±  1.81 

55.09  ±  0.15 

46.85  ±  0.45* 

-15 

121.62  ±  69.33 

54.81  ±  1.81 

54.73  ±  0.62 

45.17  ±  0.28* 

-20 

80.08  ±  37.69 

54.81  db  1.81 

56.49  db  2.69 

43.08  ±  0.32* 

-25 

103.62  ±  52.49 

54.81  ±  1.81 

76.45  ±  7.52* 

41.11  ±  0.30* 

*  p  <  0.05. 

TABLE  3. 

Comparison  &  statistical  analysis  of  estimations  from  IMAR-reconstructed  PPG  for  different  levels  of  additive  white 

noise. 

SNR 

(dB) 

Head  Sp02 
(mean  ±  SD) 

Finger  Sp02  (Reference) 

(mean  ±  SD) 

IMAR  reconstructed 

Sp02  (mean  ±  SD) 

ICA  reconstructed 
Sp02  (mean  ±  SD) 

10 

106.88  ±  0.51 

94.23  ±  0.80 

94.83  db  0.38 

90.92  db  0.38* 

0 

108.98  ±  0.14 

94.23  db  0.80 

94.81  db  0.42 

86.88  ±  0.16* 

-5 

109.42  ±  0.06 

94.23  db  0.80 

94.77  db  0.26 

82.86  ±  0.27* 

-10 

109.69  ±  0.04 

94.23  db  0.80 

94.68  ±  0.30 

78.81  ±  0.29* 

-15 

109.82  ±  0.02 

94.23  db  0.80 

94.90  db  0.41 

74.88  ±  0.23* 

-20 

109.89  ±  0.01 

94.23  db  0.80 

107.38  ±  1.06* 

70.87  db  0.22* 

-25 

109.94  ±  0.00 

94.23  db  0.80 

97.38  db  7.39* 

66.91  db  0.26* 

*  p  <  0.05. 

TABLE  4. 

Comparison  and  statistical  analysis  of  HR  estimations  from  IMAR-reconstructed  PPG  for  different  levels  of  additive 

colored  noise. 

SNR  (dB) 

Head  HR 
(mean  db  SD) 

Finger  HR  (Reference) 

(mean  ±  SD) 

IMAR  reconstructed 

HR  (mean  db  SD) 

ICA  reconstructed 
HR  (mean  db  SD) 

10 

54.75  db  1 .73 

54.81  db  1.81 

55.05  db  0.26 

53.36  ±  0.79 

0 

55.64  ±  2.72 

54.81  ±  1.81 

55.06  ±  0.27 

50.83  ±  0.54* 

-5 

55.67  db  2.88 

54.81  db  1.81 

55.06  db  0.15 

48.90  ±  0.32* 

-10 

51.05  ±  8.24 

54.81  ±  1.81 

55.07  db  0.13 

46.79  ±  0.30* 

-15 

61.65  db  32.08 

54.81  db  1.81 

55.17  db  0.08 

45.15  ±  0.30* 

-20 

73.41  ±  47.73 

54.81  ±  1.81 

45.96  ±  5.59* 

42.96  ±  0.41* 

-25 

66.37  db  40.80 

54.81  db  1.81 

61.86  db  2.12* 

41.04  ±  0.37* 

*  p  <  0.05. 

TABLE  5. 

Comparison  and  statistical  analysis  of  Sp02  estimations  from  IMAR-reconstructed  PPG  for  different  levels  of  additive 

colored  noise. 

SNR 

(dB) 

Head  Sp02 
(mean  ±  SD) 

Finger  Sp02  (Reference) 

(mean  ±  SD) 

IMAR  reconstructed 

Sp02  (mean  ±  SD) 

ICA  reconstructed 
Sp02  (mean  ±  SD) 

10 

94.14  ±  0.99 

94.23  db  0.80 

94.85  ±  0.41 

90.95  db  0.18* 

0 

94.71  ±  1.20 

94.23  db  0.80 

94.85  ±  0.53 

86.84  ±  0.24* 

-5 

96.19  ±  1.41 

94.23  db  0.80 

93.92  db  0.83 

82.86  db  0.34* 

-10 

99.27  ±  1.46 

94.23  db  0.80 

94.88  ±  0.96 

78.89  ±  0.18* 

-15 

103.00  db  0.88 

94.23  db  0.80 

94.42  db  1.71 

74.87  db  0.25* 

-20 

107.63  ±  0.26 

94.23  db  0.80 

74.74  ±  7.92* 

70.89  ±  0.17* 

-25 

105.91  ±  0.49 

94.23  db  0.80 

70.75  db  15.08* 

66.89  db  0.26* 

*  p  <  0.05. 
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TABLE  6.  Comparison  and  statistical  analysis  of  HR  estimations  from  IMAR-reconstructed  PPG  for  10  different  subjects  (Head 

Experiment). 


Subject 

Head  HR 
(mean  ±  SD) 

Finger  HR  (Reference) 

(mean  ±  SD) 

IMAR  reconstructed 

HR  (mean  ±  SD) 

ICA  reconstructed 
HR  (mean  ±  SD) 

1 

68.31  ±  19.25 

59.23  ±  1.49 

59.76  ±  0.22* 

65.68  ±  20.98* 

2 

85.39  ±  34.53 

71 .55  ±  3.037 

73.72  ±  0.31* 

91 .02  ±  35.48* 

3 

76.19  ±  8.88 

77.39  ±  1 .360 

78.705  ±  0.33 

68.06  ±14.14* 

4 

94.47  ±  39.05 

70.55  ±  3.686 

73.66  ±  0.38* 

75.32  ±  13.42* 

5 

72.33  ±  29.82 

67.88  ±  4.643 

66.83  ±  0.39 

69.97  ±  20.20* 

6 

45.09  ±  10.06 

51.44  ±  1.481 

49.00  ±  0.09* 

59.43  ±  22.97* 

7 

44.82  ±  24.47 

59.82  ±  1 .486 

57.56  ±  0.21 

64.49  ±  35.63* 

8 

63.46  ±  13.35 

62.08  ±  0.865 

62.23  ±  0.25 

60.68  ±  10.70* 

9 

59.37  ±  30.85 

49.05  ±  1.555 

49.19  ±  0.20 

60.27  ±  13.24* 

10 

46.89  ±  32.25 

79.35  ±  1.323 

78.93  ±  0.45 

64.80  ±  25.60* 

*p<  0.05. 

TABLE  7. 

Comparison  and  statistical  analysis  of  Sp02  estimations  from  IMAR-reconstructed  PPG  for  10  different  subjects  (Head 

Experiment). 

Head  Sp02 

Finger  Sp02  (Reference) 

IMAR  reconstructed 

Subject 

(mean  ±  SD) 

(mean  ±  SD) 

Sp02  (mean  ±  SD) 

ICA  reconstructed  Sp02 

1 

82.86  ±  4.86 

97.70  ±  0.46 

97.94  ±  0.93 

76.721  ±  38.132* 

2 

80.33  ±  2.82 

97.67  ±  0.47 

97.972  ±  4.048* 

111.097  ±  1.496* 

3 

87.20  ±  4.54 

95.41  ±  0.49 

98.53  ±  0.727* 

74.081  ±  21.678* 

4 

87.36  ±  2.64 

97  ±  0 

97,13  ±  0.23 

81.391  ±  11.81* 

5 

84.25  ±  3.76 

98  ±  0 

96.82  ±  5.25* 

77.593  ±  22.16* 

6 

92.38  ±  2.64 

98  ±  0 

97.47  ±  0.97 

84.069  ±  14.84* 

7 

85.18  ±  3.06 

98.41  ±  0.49 

96.68  ±  0.38 

75.632  ±  17.24* 

8 

90.94  ±  2.38 

99.82  ±  0.06 

97.99  ±  0.38 

89.322  ±  17.77* 

9 

83.93  ±  4.54 

98  ±  0 

99.61  ±  3.87* 

100.15  ±  16.96* 

10 

84.94  ±  4.24 

95.97  ±  0.67 

96.53  ±  4.62 

86.731  ±  19.305* 

*  p  <  0.05. 

TABLE  8. 

Comparison  and  statistical  analysis  of  HR  estimations  from  IMAR-reconstructed  PPG  for  10  different  subjects  (Finger 

Experiment). 

Subject 

Head  HR 
(mean  ±  SD) 

Finger  HR  (Reference) 

(mean  ±  SD) 

IMAR  reconstructed 

HR  (mean±  SD) 

ICA  reconstructed 
HR  (mean  ±  SD) 

1 

77.43  ±  1.91 

70.61  ±  0.73 

70.42  ±  0.42 

77.32  ±  8.34* 

2 

63.60  ±  2.42 

78.80  ±  0.41 

78.36  ±  0.35 

79.57  ±  9.68 

3 

70.82  ±  15.01 

66.18  ±  0.76 

67.21  ±  0.26 

62.96  ±  22.53* 

4 

87.70  ±  20.53 

72.59  ±  0.26 

70.85  ±  0.34 

73.58  ±  11.34* 

5 

84.34  ±  4.86 

74.43  ±  0.29 

73.51  ±  0.29* 

77.62  ±  18.55* 

6 

81.75  ±  6.34 

67.78  ±  0.36 

69.07  ±  0.26* 

67.75  ±  18.01 

7 

63.75  ±  3.05 

57.57  ±  0.54 

58.32  ±  2.49 

52.51  ±  24.06* 

8 

66.75  ±  5.03 

58.27  ±  0.75 

60.34  ±  0.44* 

61.64  ±  28.83* 

9 

97.27  ±  22.74 

74.39  ±  0.46 

74.25  ±  0.68 

63.60  ±  14.96* 

10 

73.76  ±  2.85 

61.58  ±  0.50 

61.40  ±  0.35 

50.80  ±  13.72* 

*  p  <  0.05. 


PPG  Signal  Reconstruction  Performance  in  Finger 
Experiment 

The  performance  of  the  signal  reconstruction  of  the 
proposed  IMAR  approach  is  compared  to  TD-ICA  for 
the  PPG  data  with  an  index  finger  moving  left-to-right 
patterns.  The  pulse  oximeter  on  the  middle  finger  of 


the  right  hand,  which  was  stationary,  was  used  as  the 
reference  signal.  Since  the  subjects  were  directed  to 
produce  the  motions  for  30  s  within  each  1-min  seg¬ 
ment,  corresponding  to  50%  corruption  by  duration, 
the  window  length  of  both  clean  and  corrupted  seg¬ 
ments  were  both  set  as  half  length  of  the  signal. 
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TABLE  9.  Comparison  and  statistical  analysis  of  HR  estimations  from  IMAR-reconstructed  PPG  for  9  different  subjects  (Walking 

&  Stair  Climbing  Experiment). 


Head  HR 

Finger  HR  (Reference) 

IMAR  reconstructed 

ICA  reconstructed 

Subject 

(mean  dr  SD) 

(mean  ±  SD) 

HR  (mean  ±  SD) 

HR  (mean  ±  SD) 

1 

62.16  ±  18.96 

70.73  ±  5.80 

70.55  d=  0.56 

77.39  ±  11.90* 

2 

94.30  ±  20.37 

94.40  dr  1.69 

95.54  ±  0.86 

92.94  ±  9.99* 

3 

105.53  ±  17.23 

120.64  dr  2.98 

122.00  ±  1.05 

95.67  ±  13.10* 

4 

95.48  ±  8.37 

101.61  ±  3.06 

99.89  ±  0.44* 

90.89  ±  8.28* 

5 

82.20  ±  13.07 

86.99  ±  3.71 

87.71  ±  1.07 

82.84  ±  17.96* 

6 

77.40  ±  12.69 

82.48  ±  1.68 

81.93  ±  0.48 

86.81  ±  12.54* 

7 

121.02  ±  19.26 

107.58  dr  1.51 

109.15  ±  0.07 

138.62  ±  6.18* 

8 

86.57  ±  9.85 

91.95  d=  6.07 

91.73  ±  0.57 

80.44  ±  4.61* 

9 

87.09  dr  6.56 

82.55  d=  5.24 

84.22  ±  1.93* 

104.30  ±  21.43* 

*  p  <  0.05. 

TABLE  10. 

Comparison  and  statistical  analysis  of  Sp02  estimations  from  IMAR-reconstructed  PPG 

(Walking  &  Stair  Climbing  Experiment). 

for  9  different  subjects 

Subject 

Head  Sp02 
(mean  ±  SD) 

Finger  Sp02  (Reference) 

(mean  ±  SD) 

IMAR  reconstructed 

Sp02  (mean  ±  SD) 

ICA 

reconstructed  Sp02 

1 

95.70  ±  7.62 

99.00  ±  0 

97.64  d=  2.50 

84.21  =t  1 .34* 

2 

94.55  ±  5.51 

95.37  ±  0 

96.37  ±  0.99 

95.53  dr  1 .59 

3 

91.00  ±  15.58 

96.75  ±  0 

94.51  ±  0.42* 

84.64  =t  4.63* 

4 

89.61  ±  3.36 

99.62  ±  0 

102.25  ±  0.65* 

87.33  ±  2.67* 

5 

94.27  ±  8.12 

98.00  ±  0.50 

97.34  dr  1 .45 

76.50  ±  1 .53* 

6 

88.50  ±  13.95 

96.00  ±  0.31 

94.97  ±  4.07* 

82.94  ±  1.05* 

7 

94.92  ±  16.77 

98.00  ±  0 

100.37  ±  3.15 

90.69  ±  8.11* 

8 

96.11  ±  6.60 

97.00  ±  0 

98.70  ±  4.16* 

96.11  ±  0.39 

9 

93.78  ±  6.60 

98.62  ±  0 

95.99  ±  2.39* 

89.11  ±  5.03* 

Table  8  compares  the  HR  reconstruction  results 
between  the  IMAR  and  TD-ICA  methods  for  all  10 
subjects.  As  shown  in  Table  8,  the  IMAR  recon¬ 
structed  HR  values  are  not  significantly  different  from 
the  reference  HR  in  7  out  of  10  subjects.  However,  the 
TD-ICA’s  reconstructed  HR  is  significantly  different 
from  the  reference  HR  in  8  out  of  10  subjects  indi¬ 
cating  poor  reconstruction  fidelity. 

PPG  Signal  Reconstruction  Performance  for  the 

Walking  and  Stair  Climbing  Experimental  Data 

The  signal  reconstruction  of  the  MNA  identified 
data  segments  of  the  walking  and  stair  climbing 
experiments  using  our  proposed  IMAR  and  its  com¬ 
parison  to  TD-ICA  are  provided  in  this  section. 
Detection  of  the  MNA  data  segments  was  performed 
using  the  algorithm  described  in  Part  I  of  the  com¬ 
panion  paper.  The  reconstructed  HR  and  Sp02  values 
using  our  proposed  algorithm  and  TD-ICA  are  pro¬ 
vided  in  Tables  9  and  10,  respectively.  For  both  HR 
and  Sp02  reconstruction,  the  measurements  were  car¬ 
ried  out  using  PPG  data  recorded  from  the  head  pulse 
oximeter.  The  right  hand  index  finger’s  PPG  data  was 
used  as  HR  and  Sp02  references.  As  shown  in  Table  9, 


7  out  of  9  subjects’  reconstructed  HR  values  were 
found  to  be  not  significantly  different  from  the  refer¬ 
ence  HR  values  using  our  algorithm.  While  2  subjects’ 
reconstructed  HR  values  were  found  to  be  significantly 
different  than  the  reference,  the  differences  in  the  ac¬ 
tual  HR  values  are  minimal.  For  TD-ICA’s  recon¬ 
structed  HR  values,  all  values  deviate  significantly 
from  the  reference  values. 

For  the  reconstructed  Sp02  values,  our  algorithm 
again  significantly  outperforms  TD-ICA.  All  but  one 
subject  are  not  significantly  different  than  the  Sp02 
reference  values  for  TD-ICA.  For  our  IMAR  algo¬ 
rithm,  only  4  out  of  9  subjects  do  not  show  significant 
difference  from  the  reference  values.  Note  the  zero 
standard  deviation  reference  Sp02  values  from  Mas¬ 
simo’s  pulse  oximeter  in  7  out  of  9  subjects.  This  is 
because  Massimo  uses  a  proprietary  averaging  scheme 
based  on  several  past  values.  Hence,  it  is  possible  that 
the  significant  difference  seen  with  our  algorithm  in 
some  of  the  subjects  would  turn  out  to  be  not  signifi¬ 
cant  if  the  averaging  scheme  were  not  used.  While 
some  of  the  Sp02  values  from  our  algorithm  are  sig¬ 
nificantly  different  from  the  reference,  the  actual 
deviations  are  minimal  and  they  are  far  less  than  with 
TD-ICA. 
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FIGURE  4.  (a)  HR  estimated  from  IMAR-reconstructed  PPG  compared  to  reference  and  corrupted  PPG;  (b)  HR  estimated  from  ICA- 
reconstructed  PPG  compared  to  reference  and  corrupted  PPG;  (c)  Sp02  estimated  from  IMAR-reconstructed  PPG  compared  to 
reference  and  corrupted  PPG;  (d)  Sp02  estimated  from  ICA-reconstructed  PPG  compared  to  reference  and  corrupted  PPG. 


DISCUSSION 

In  this  study,  a  novel  IMAR  method  is  introduced 
to  reconstruct  MNA  contaminated  segments  of  PPG 
data.  Detection  of  MNA  using  a  support  vector  ma¬ 
chine  algorithm  was  introduced  in  the  companion  pa¬ 
per.  The  aim  of  the  current  paper  is  to  reconstruct  the 
MNA  corrupted  segments  as  closely  as  possible  to  the 
non-corrupted  data  so  that  accurate  HRs  and  Sp02 
values  can  be  derived.  The  question  is  how  to  recon¬ 
struct  the  MNA  data  segments  when  there  is  no  ref¬ 
erence  signal.  To  address  this  question,  we  use  the  most 
adjacent  prior  clean  data  segment  and  use  its  dynamics 
to  derive  the  MNA  contaminated  segment’s  HRs  and 
oxygen  saturation  values.  Hence,  the  key  assumption 
with  our  IMAR  technique  is  that  signal’s  dynamics  do 
not  change  abruptly  between  the  MNA  contaminated 
segment  and  its  most  adjacent  prior  clean  portion  of 
data.  Clearly,  if  this  assumption  is  violated,  the 
IMAR’s  ability  to  reconstruct  the  dynamics  of  the  sig¬ 


nal  will  be  compromised.  We  are  currently  working  on  a 
time- varying  IMAR  algorithm  to  address  this  issue. 

There  are  hosts  of  algorithms  available  for  MNA 
elimination  and  signal  reconstruction.  Various  adap¬ 
tive  filter  approaches  to  remove  MNA  have  been 
proposed  with  good  results  but  the  test  data  to  fully 
evaluate  the  algorithms  are  either  limited  or  confined 
to  laboratory  controlled  MNA  involving  simple  finger 
or  arm  movements.11,19,24,25  Moreover,  these  adaptive 
filter  methods  work  best  when  a  reference  signal  is 
available. 

For  those  methods  that  do  not  require  a  reference 
signal  to  remove  MNA,  there  have  been  many  algo¬ 
rithms  developed  based  on  variants  of  the 
ICA. 16,18,21,25  Most  of  the  ICA-based  methods  pro¬ 
duced  reasonably  good  signal  reconstructions  of  the 
MNA  contaminated  data.  However,  most  of  these 
methods  were  validated  on  data  that  were  collected 
using  laboratory  controlled  MNA  involving  pre-de- 
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fined  simple  side-to-side  or  up-and-down  finger  and 
arm  movements.16,18,21,25 

Given  that  ICA-based  methods  produced  good 
signal  reconstructions  of  the  MNA  contaminated  data, 
we  have  compared  our  proposed  approach  to  the  TD- 
ICA  method  as  described  by  Krishnan  et  al. 18  using 
simulated  data,  laboratory  controlled  data  as  well  as 
daily  activity  data  involving  both  walking  and  stair 
climbing  movements.  Krishnan  et  al.  proposed  fre¬ 
quency-domain  ICA  and  compared  its  performance  to 
the  TD-ICA  but  the  improvement  is  marginal  at  the 
expense  of  higher  computational  complexity,  hence,  we 
used  the  latter  method.  Comparison  of  the  perfor¬ 
mance  of  our  method  to  TD-ICA  was  based  on 
reconstruction  of  HR  and  Sp02  values  since  these 
measures  are  currently  used  by  clinicians. 

Comparing  HR  and  Sp02  estimations  of  the  recon¬ 
structed  signal  to  the  reference  measurements  using  both 
simulation  and  experimental  data  have  shown  that  the 
proposed  IMAR  method  is  a  promising  tool  as  the 
reconstructed  values  were  found  to  be  accurate.  The 
simulation  results  from  noise  sensitivity  analysis  showed 
that  SNR  level  down  to  -20  and  - 15  dB  from  additive 
white  and  colored  noise,  respectively,  can  be  tolerated 
well  by  the  application  of  the  proposed  IMAR  proce¬ 
dure,  compared  to  the  SNR  values  of  - 10  and  - 15  dB 
for  the  TD-ICA  method.  Application  of  the  proposed 
IMAR  approach  and  the  TD-ICA  to  three  different  sets 
of  experimental  data  have  also  shown  significantly  bet¬ 
ter  signal  reconstruction  performance  with  our  IMAR 
algorithm.  It  is  our  opinion  that  ICA  is  not  a  good 
approach  for  signal  reconstruction  because  its  perfor¬ 
mance  suffers  from  arbitrary  scaling  and  random  gain 
changes  in  the  output  signal;  these  would  detrimentally 
affect  the  accuracy  of  Sp02  estimates. 

The  use  of  singular  spectrum  analysis  (SSA)  to  a 
single  channel  EEG  recordings  to  extract  high  ampli¬ 
tude  and  low  frequency  MNA  has  been  previously 
performed.26  The  main  aim  of  the  work  by  Teixeira 
et  al.  was  to  remove  the  artifacts  in  EEG  signals, 
hence,  an  iterative  approach  to  reconstruct  the  main 
dynamics  of  the  signal  was  not  implemented.  The 
novelty  of  our  approach  is  based  on  the  use  of  SSA 
combined  with  an  iterative  approach  to  reconstruct  the 
portion  of  the  MNA  contaminated  data  with  the  most 
likely  true  dynamics  (i.e.,  non-MNA  contaminated 
data)  of  the  pulse  oximeter  signal.  In  summary,  the 
advantages  of  the  IMAR  algorithm  is  that  it  can  ob¬ 
tain  accurate  frequency  dynamics  and  amplitude  esti¬ 
mates  of  the  signal,  hence,  the  reconstructed  HR  and 
Sp02  estimates  should  not  deviate  much  from  the  true 
uncorrupted  values.  The  disadvantage  of  the  IMAR 
algorithm  is  that  because  it  is  an  iterative  approach, 
the  computational  complexity  is  high,  hence,  in  the 
current  form,  it  is  most  suitable  for  offline  data  ana¬ 


lysis.  We  are  not  aware  of  any  previous  applications  of 
SSA-based  algorithms  for  MNA  reconstruction  of 
pulse  oximeter  data.  In  conclusion,  a  scenario  where  a 
reference  signal  is  not  available  to  remove  the  MNA, 
the  proposed  IMAR  algorithm  is  a  promising  new 
approach  to  accurately  reconstruct  HR  and  Sp02 
values  from  MNA  contaminated  data  segments. 
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Abstract:  Tracheal  sounds  have  received  a  lot  of  attention  for  estimating  ventilation 
parameters  in  a  non-invasive  way.  The  aim  of  this  work  was  to  examine  the  feasibility  of 
extracting  accurate  airflow,  and  automating  the  detection  of  breath-phase  onset  and 
respiratory  rates  all  directly  from  tracheal  sounds  acquired  from  an  acoustic  microphone 
connected  to  a  smartphone.  We  employed  the  Samsung  Galaxy  S4  and  iPhone  4s 
smartphones  to  acquire  tracheal  sounds  from  N  =  9  healthy  volunteers  at  airflows  ranging 
from  0.5  to  2.5  L/s.  We  found  that  the  amplitude  of  the  smartphone-acquired  sounds  was 
highly  correlated  with  the  airflow  from  a  spirometer,  and  similar  to  previously-published 
studies,  we  found  that  the  increasing  tracheal  sounds’  amplitude  as  flow  increases  follows  a 
power  law  relationship.  Acquired  tracheal  sounds  were  used  for  breath-phase  onset 
detection  and  their  onsets  differed  by  only  52  +  51  ms  (mean  ±  SD)  for  Galaxy  S4,  and 
51  ±  48  ms  for  iPhone  4s,  when  compared  to  those  detected  from  the  reference  signal  via 
the  spirometer.  Moreover,  it  was  found  that  accurate  respiratory  rates  (RR)  can  be  obtained 
from  tracheal  sounds.  The  correlation  index,  bias  and  limits  of  agreement  were  r  =  0.9693, 
0.11  (-1.41  to  1.63)  breaths-per-minute  (bpm)  for  Galaxy  S4,  and  r2  =  0.9672, 
0.097  (-1.38  to  1.57)  bpm  for  iPhone  4s,  when  compared  to  RR  estimated  from  spirometry. 
Both  smartphone  devices  performed  similarly,  as  no  statistically- significant  differences 
were  found. 

Keywords:  respiratory  sounds;  tracheal  sounds;  smartphone;  respiratory  rate;  breath-phase; 
entropy;  time-frequency  representation 
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1.  Introduction 

Respiratory  sounds  vary  and  they  include  breath  sounds,  adventitious  sounds,  and  sounds  from  the 
respiratory  muscles,  excluding  voiced  sounds  during  breathing,  according  to  the  European  Respiratory 
Society  (ERS)  Task  Force  Report  [1],  Lung  sounds  are  all  respiratory  sounds  heard  or  detected  over  the 
chest  wall  or  within  the  chest,  including  breathing  and  adventitious  sounds  detected  at  this  location  [1], 
Tracheal  sounds  are  those  heard  or  detected  over  the  extrathoracic  part  of  the  trachea  [1].  In  this  study, 
we  will  concentrate  only  on  the  study  of  tracheal  sounds  recorded  from  healthy  subjects. 

Tracheal  sounds  exhibit  characteristics  of  noise  dynamics  with  a  broad-band  spectrum  and  contain 
several  resonance  peaks  [2],  Tracheal  sounds  exhibit  well  defined  inspiratory  and  expiratory  phases 
and  their  frequency  contents  are  higher  compared  to  lung  sounds  [3],  It  has  been  found  that  inspiratory 
and  expiratory  phases  have  similar  frequency  contents  for  tracheal  sounds  [3,4],  Turbulent  flow  in 
upper  airways  is  primarily  responsible  for  generation  of  tracheal  sounds,  thus,  their  characteristics  are 
influenced  by  airway  dimensions  [5].  It  has  been  shown  that  tracheal  sounds  consist  of  a  dominating 
local  turbulent  eddy  and  a  propagating  acoustic  component  with  resonances  [2],  The  relation  between 
airflow,  F,  and  tracheal  sound’s  amplitude,  A,  has  been  recognized.  A  power  law  of  the  form  A  =  kFa 
is  considered  the  typical  best  fit,  where  k  and  a  are  constants  with  varying  values  having  been  found 
from  different  research  groups  [2,6-9]. 

The  stethoscope  remains  the  most  widely  used  instrument  in  clinical  medicine  and  its  use  during 
auscultation  still  guides  in  diagnosis  when  other  pulmonary  function  testing  is  not  available  [10]. 
However,  auscultation  with  the  mechanical  stethoscope  has  limitations  [3,11,12],  Namely,  it  is  a 
subjective  process  that  depends  on  the  skill  of  the  physician  [13];  it  is  limited  by  the  human  auditory 
system  [14];  it  depends  on  the  stethoscope  model  used,  and  the  stethoscope  itself  is  more  adequate  for 
cardiac  auscultation  [3];  and  the  respiratory  sounds  are  not  permanently  recorded  for  further  analysis. 

Over  the  last  decades,  some  limitations  of  the  stethoscope  have  been  overcome  by  using 
Computerized  Respiratory  Sound  Analysis  (CORSA).  Computerized  analysis  of  respiratory  sounds  has 
led  to  the  renaissance  of  lung  auscultation  over  the  last  decades  but  this  renewed  interest  has  also 
produced  several  different  measurement  systems  by  different  laboratories  [5,15,16],  Fortunately, 
standardization  of  CORSA  has  been  addressed,  and  guidelines  for  the  minimum  requirements  of 
CORSA  systems  have  been  provided  [17,18].  The  European  Community  financed  the  CORSA  project, 
which  explicitly  expressed  that  [19]  “one  goal  of  the  current  technological  developments  is  to  combine 
processing  power,  storage,  miniaturization  of  components  and  analysis  programed  into  a  small 
hand-held  computerized  stethoscope  that  will  provide  the  clinician  with  much  more  useful  information 
than  the  current  simple  mechanical  stethoscope.”  Given  the  need  for  reliable  devices  that  can  record 
and  analyze  respiratory  sounds  in  a  continuous,  non-invasive,  and  portable  fashion,  we  propose  to 
develop  a  respiratory  sound  system  based  on  a  smartphone  platform. 

It  is  well  known  that  the  use  of  smartphones  has  become  popular  and  that  they  are  widely  available 
and  used  for  everyday  activities  including  vital  sign  measurements.  By  taking  advantage  of  the 
smartphone’s  processing  power,  peripheral  noninvasive  and  cost-effective  sensors,  and  wireless 
communications  capabilities,  recent  efforts  have  been  made  to  create  various  medical  applications  for 
self-monitoring.  In  particular,  our  research  group  has  made  efforts  to  employ  smartphones  for  health 
monitoring  in  the  area  of  cardiac  monitoring  [20,21], 
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The  development  of  an  inexpensive,  reliable,  and  portable  CORSA  system  would  expand  the 
noninvasive  diagnostic  capabilities  of  the  auscultation  procedure  when  used  by  general  practitioners 
and  pneumologists  in  the  diagnosis  of  respiratory  diseases  during  the  clinical  examination.  The  use  of 
an  inexpensive,  reliable,  and  portable  system  would  also  enable  more  health  centers  to  undertake  the 
quantitative  analysis  of  respiratory  sounds  for  diagnosis  of  respiratory  diseases.  We  hypothesize  that  a 
CORSA  system  that  satisfies  these  characteristics  can  be  implemented  using  a  smartphone. 

There  have  been  attempts  to  develop  a  portable  system  for  the  analysis  of  respiratory  sounds.  In 
particular,  the  concept  of  a  portable  device  based  on  a  microcontroller,  memory  arrays,  and  liquid 
crystal  displays  has  been  proposed  but  without  sufficient  details  about  implementation  results  [22], 
The  concept  of  a  digital  stethoscope  using  a  palmtop  computer  has  been  also  proposed  but  neither 
technical  detail  about  the  characteristics  of  the  system  that  guarantee  the  reliability  of  the  acquired 
respiratory  sound  signals  nor  examples  of  the  acquired  signals  were  provided  [23].  Recently,  the 
concept  of  a  smartphone -based  asthma  monitoring  system  has  been  proposed  [24,25].  The  sounds  were 
processed  via  custom-designed  hardware  and  the  obtained  information  was  wirelessly  transmitted  to 
the  smartphone  to  display  the  processed  data.  The  processed  data  were  then  transmitted  to  a  medical 
database  via  the  Internet  [24],  Sounds  obtained  from  Internet  sources  were  transmitted  to  smartphone 
and  reconstruction  techniques  were  tested  [25].  However,  like  in  the  previous  attempts,  no  information 
was  provided  about  the  reliability  of  the  system  when  acquiring  real  respiratory  sounds. 

The  smartphone -based  CORSA  system  we  propose  differs  from  the  existing  systems  in  two  main 
ways.  First,  the  signal  processing  of  the  acquired  respiratory  sounds  will  be  performed  directly  on  the 
smartphone,  without  the  employment  of  complicated  secondary  devices  with  microcontroller-based 
architectures  that  increase  the  energy  consumption  and  the  cost  of  maintenance/upgrade.  The 
smartphone  will  be  used  not  only  to  display  the  respiratory  sound  signal,  but  will  also  control  the 
acquisition  stage  and  perform  the  signal  processing.  Second,  no  wireless  communication  will  be  used 
to  transmit  the  acquired  respiratory  sounds  to  the  smartphone  in  order  to  avoid  losses  in  the  quality  of 
the  transmitted  information  and  to  reduce  the  energy  consumption  in  the  preprocessing  stage.  The 
proposed  mobile  system  will  be  designed  to  satisfy  the  standard  requirements  for  a  CORSA  system 
and  will  take  advantage  of  the  already  available  hardware  characteristics  of  the  smartphone  for  the 
acquisition,  visualization,  and  processing  of  the  respiratory  sounds.  The  proposed  system  will  have  the 
advantage  of  being  non-invasive,  low  cost,  and  a  portable  device  which  can  be  used  to  monitor 
anytime  and  anywhere.  It  should  be  noted  that  the  developed  system  was  only  used  to  acquire  tracheal 
sounds  while  the  raw  recordings  were  transferred  and  processed  on  a  computer. 

In  this  paper,  the  reliability  of  our  proposed  smartphone-based  system  will  be  tested  on  the  well-known 
characteristics  of  the  tracheal  sounds:  well-defined  breath  phases,  similar  frequency  content  for  the 
inspiratory  and  expiratory  phases,  and  a  flow-dependent  amplitude  relationship.  In  addition,  we  aim  to 
detect  the  breath-phase  onsets  from  the  smartphone-acquired  tracheal  sounds  and  compare  the  results 
with  those  obtained  using  the  flow  signal  from  a  spirometer  which  is  considered  the  reference.  Finally, 
we  will  estimate  respiration  rates  from  the  smartphone-acquired  tracheal  sound  signals  and  validate 
them  using  the  respiration  rates  estimated  from  the  volume  changes  derived  from  a  spirometer. 
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2.  Material  and  Methods 

2.1.  Subjects 

Nine  healthy  non-smoker  volunteers  (seven  males  and  two  females)  ages  ranging  from  23  to  35  years 
(mean  ±  standard  deviation:  27.9  ±  5.1),  weight  68.7  ±  8.1  kg  and  height  170.7  ±  6.7  cm,  were 
recruited  for  this  study.  The  study  group  consisted  of  students  and  staff  members  from  Worcester 
Polytechnic  Institute,  MA,  USA.  All  volunteers  were  invited  to  participate  in  the  study  and  each  consented 
to  be  a  subject  and  signed  the  study  protocol  approved  by  the  Institutional  Review  Board  of  WPI. 

2.2.  Tracheal  Sounds  Data  Acquisition 

Equipment.  Tracheal  sounds  were  acquired  using  an  acoustical  sensor  composed  of  a  subminiature 
electret  microphone  BT-2 1759-000  (Knowles  Electronics,  Itasca,  IL,  USA)  encased  in  a  plastic  bell. 
This  microphone  operates  with  a  voltage  supply  ranging  from  1.3  to  10  V  with  a  low  amplifier  current 
drain  of  50  pA,  provides  a  flat  frequency  response  between  50  and  3000  Hz,  and  offers  advantages  in 
terms  of  high  durability  compared  to  contact  sensors.  A  light  plastic  bell  was  used  for  air-coupling 
between  the  sensor  and  the  recording  area  on  the  surface  over  the  trachea.  The  plastic  bell  consisted  of 
a  conical  coupler  chamber.  This  shape  provides  an  efficient  transducer  of  air  pressure  fluctuations  from 
the  skin  over  the  trachea  to  the  microphone  [3],  This  acoustic  sensor  was  developed  by  our  colleagues 
at  the  Metropolitan  Autonomous  University  at  Mexico  City,  Mexico,  and  had  been  successfully  used 
for  respiratory  sound  acquisition  applications  [26,27].  Acoustical  sensors  of  similar  characteristics 
have  been  found  to  be  adequate  for  respiratory  sound  research  [17,28,29].  To  minimize  power  line 
electrical  interference,  shielded  twisted  pair  cables  were  used  to  connect  the  acoustical  sensor  to  the 
standard  3.5  mm  audio  jack  in  the  smartphone.  In  order  to  provide  impedance  matching  and  to  obtain  a 
balance  between  saturation  and  sensitivity,  a  simple  voltage  divider  composed  of  two  resistors  of 
2.2  kQ  was  used  before  transmitting  the  recorded  tracheal  sounds  to  the  smartphone.  We  cabled  to 
the  standard  3.5  mm  audio  connector  to  avoid  high  power  consumption  or  loss  of  quality  due  to 
wireless  communication. 

Two  smartphones  were  selected  for  this  research:  (1)  the  Galaxy  S4  manufactured  by  Samsung 
(Samsung  Electronics  Co.,  Seoul,  South  Korea)  and  running  an  Android  v4.4.2  operating  system,  and 
(2)  the  iPhone  4s  manufactured  by  Apple  (Apple,  Inc.,  Cupertino,  CA,  USA)  and  running  an 
iOS  6.1  operating  system.  Selection  of  the  devices  was  made  based  on  the  high  market  share  of  each 
phone’s  product  family,  and  the  dominant  combined  market  share  of  their  operating  systems.  In 
addition,  each  device  contains  a  high-fidelity  audio  system  that  satisfies  the  minimum  requirements 
recommended  by  the  ERS  Task  Force  Report  [18].  The  tracheal  sounds  were  recorded  using  the 
corresponding  built-in  audio  recorder  application  of  each  smartphone  (Voice  Recorder  in  the  Galaxy  S4, 
and  Voice  Memos  in  the  iPhone  4s)  using  the  predetermined  16-bit  per  sample  and  44.1  kHz  sampling 
rate  and  saved  in  the  native  .m4a  format  in  each  device.  Recorded  audio  files  were  transferred  to  a 
personal  computer  and  converted  to  .wav  format  preserving  the  same  bits  per  sample  and  sampling  rate 
using  a  conversion  software  (Free  Audio  Converter  v.5.0.33,  DVDVideoSoft  Ltd.,  United  Kingdom) 
and  stored  for  further  processing  in  Matlab  (R2012a,  The  Mathworks,  Inc.,  Natick,  MA,  USA). 
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Simultaneously  with  the  tracheal  sounds,  the  airflow  was  recorded  using  a  spirometer  system 
consisting  of  a  respiratory  flow  head  (MLT1000L,  ADInstruments,  Inc.,  Dunedin,  New  Zealand) 
connected  to  a  differential  pressure  transducer  to  measure  airflow  (FE141  Spirometer,  ADInstruments, 
Inc.,  Dunedin,  New  Zealand).  The  airflow  signal  was  digitized  using  a  16-bit  A/D  converter 
PowerLab/4SP,  ADInstruments,  Inc.,  Dunedin,  New  Zealand)  at  10  kHz  sampling  rate  by  using  the 
manufacturer’s  software  (LabChart  7,  ADInstruments,  Inc.,  Dunedin,  New  Zealand).  The  volume  signal 
was  computed  online  as  the  integral  of  the  airflow.  Prior  to  each  day  of  recordings,  the  spirometer  system 
was  calibrated  using  a  3  L  calibration  syringe  (Hans  Rudolph,  Inc.,  Shawnee,  KS,  USA).  A  new  set  of 
disposable  filter,  reusable  mouthpiece,  and  disposable  nose  clip  (MLA304,  MLA1026,  MLA1008, 
ADInstruments,  Inc.,  Dunedin,  New  Zealand)  was  given  to  each  subject. 

Acquisition  protocol.  Experiments  were  performed  not  in  an  anechoic  chamber  but  in  an  office 
room  held  quiet.  The  acoustical  sensor  was  fixed  to  the  neck  of  the  volunteers  at  the  anterior  cervical 
triangle  using  a  double-sided  adhesive  ring  (BIOP AC  Systems,  Goleta,  CA,  USA)  to  avoid  pressure 
variations  if  hand-placed.  Subjects  were  asked  to  breathe  through  a  spirometer  for  approximately  2  min 
at  airflow  levels  above  0.5  L/s  and  at  maximum  of  around  2.5  to  3.0  L/s;  varying  among  subjects.  The 
subjects  were  instructed  to  breathe  first  by  increasing  volumetric  flow  rates  with  each  breath,  and  then 
with  decreasing  volumetric  flow  rates  with  each  breath.  The  airflow  was  displayed  on  a  40”  monitor 
placed  in  front  of  the  subject  in  order  to  provide  visual  feedback.  Visual  markers  were  placed  between 
-0.5  to  0.5  L/s  and  the  subjects  were  instructed  to  keep  the  airflow  peaks  of  each  respiratory  phase 
outside  this  boundary  area.  Initial  inspiratory  and  final  expiratory  apnea  phases  of  approximately  5  s 
were  acquired  in  order  to  record  the  ambient  noise  levels.  Nose  clips  were  used  to  clamp  the  nostrils 
during  the  respiratory  maneuver.  An  example  of  the  acquisition  protocol  is  shown  in  Figure  1. 
A  respiratory  maneuver  was  acquired  using  each  smartphone  in  a  sequential  way,  where  the  order  of 
the  devices  was  randomized  between  subjects. 

Figure  1.  Tracheal  sound  recording  using  a  smartphone  and  simultaneous  recording  of  the 
airflow  signal  via  spirometer  during  the  respiratory  maneuver.  The  acoustical  sensor 
transmitted  the  tracheal  sound  to  the  smartphone  via  the  standard  3.5  mm  audio  connector. 
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2.3.  Data  Pre-Processing 

The  acquired  tracheal  sounds  were  initially  down-sampled  from  44.1  kHz  to  6300  Hz  as  this  frequency 
still  satisfies  the  Nyquist  criteria  and  reduces  the  computational  burden.  Then,  the  tracheal  sounds  were 
digitally  filtered  using  a  4th-order  Butterworth  filter  with  a  passband  between  100  to  3000  Hz  to  minimize 
the  heart  sounds  and  muscle  interferences.  The  filter  was  applied  in  forward  and  backward  scheme  to 
produce  zero-phase  distortion  and  minimize  the  start  and  end  transients.  The  airflow  and  the  volume 
signal  were  down-sampled  to  5  kHz  and  then  interpolated  to  achieve  the  same  sampling  frequency  of 
6300  Hz,  and  finally  they  were  lowpass  filtered  at  20  Hz  to  minimize  high  frequency  components  due 
the  interpolation  processes  that  are  not  related  to  the  respiratory  maneuver. 

The  volume  signal  was  used  for  automatic  segmentation  of  the  inspiratory  and  expiratory  phases  by 
finding  its  corresponding  local  maxima  and  minima  during  the  respiratory  maneuver  (breath-phase  onsets) 
and  by  computing  the  volume  slope  between  both  consecutive  onsets  (positive  for  inspiration  and 
negative  for  expiration).  Although  both  the  tracheal  sounds  and  the  volumetric  flow  rate  were 
simultaneously  recorded,  due  to  different  time  delays  and  press  start  button  times  of  the  smartphone, 
these  signals  were  manually  aligned  and  their  durations  corrected  to  the  minimum  length  of  both. 
An  example  of  the  filtered,  aligned  and  segmented  tracheal  sounds  and  airflow  measured  via 
spirometer  is  shown  in  Figure  2  for  the  respiratory  maneuver  performed  by  one  subject. 

Figure  2.  Tracheal  sounds  acquired  using  a  smartphone  during  the  respiratory  maneuver. 

(a)  Preprocessed  tracheal  sound  (in  Volts)  aligned  with  the  corresponding  spirometer’s 
airflow  signal.  Yellow  and  green  bars  on  top  indicate  the  inspiratory  and  expiratory  phases, 
respectively;  (b)  Corresponding  absolute  airflow  peaks  for  each  respiratory  phase  of 
the  maneuver. 
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2.4.  Tracheal  Sound  Amplitude  and  Airflow  Relationship 

Although  visual  inspection  of  the  acquired  tracheal  sounds  indicates  that  their  amplitude  increases 
as  airflow  increases,  and  decreases  as  airflow  decreases,  we  used  the  information  from  automatically 
extracted  inspiratory  and  expiratory  phases  to  quantify  this  relationship.  At  each  respiratory  phase,  the 
peak  airflow  was  found  and  a  time  window  of  400  ms  was  created  starting  at  the  time  instant  when  the 
airflow  signal  reached  the  upper  10%  of  the  airflow,  where  it  reached  its  plateau.  The  tracheal  sound 
segments  within  these  windows  were  extracted  and  their  corresponding  power  spectral  density  (PSD) 
was  computed  using  the  fast  Fourier  transform  (FFT)  with  NFFT=  1024.  The  PSD  of  the  initial  apnea 
period  was  also  computed  and  subtracted  from  each  PSD  of  the  tracheal  sounds  segment.  The  area 
under  the  curve  of  the  resulting  PSD  was  computed  and  regarded  as  the  amplitude  of  the  tracheal 
sound  for  that  corresponding  respiratory  breath-phase.  For  each  subject,  the  inspiratory/expiratory 
amplitudes  were  normalized  by  dividing  them  by  the  average  inspiration/expiration  amplitude  [2], 
Finally,  for  each  subject,  the  best  fitting  curve  of  the  form  A  =  kFa  was  computed  separately  for  the 
inspiratory  and  expiratory  phases. 

2.5.  Breath-Phase  Onset  Detection  Using  Tracheal  Sounds 

Tracheal  sounds  acquired  with  the  smartphones  were  used  to  estimate  the  breath-phase  onset  via  the 
Shannon  entropy  approach.  The  Shannon  entropy  of  tracheal  sounds  has  been  used  as  a  method  for 
estimating  the  airflow  [30,31].  The  Shannon  entropy  (SE)  of  a  random  signal  with  probability  density 
function  (pdf)  p  is  defined  as 

N 

SE(p)  =  -^PflogQpi)  (1) 

i=i 

where  N  is  the  number  of  outcomes  of  the  random  variable  with  pdf  p.  The  SE  is  used  to  quantify  the 
uncertainty  or  irregularity  of  the  process  [32],  It  has  been  found  that  the  entropy  values  quantify  the 
standard  deviation  and  correlation  properties  of  the  signal  where  the  individual  weight  contributions 
are  not  trivial  to  separate  [33,34], 

As  proposed  for  the  airflow  estimation  from  tracheal  sounds,  we  applied  the  Shannon  entropy  in  a 
moving  window  scheme  as  follows.  First,  the  recorded  tracheal  sounds  were  sequestered  into  25  ms 
windows  with  50%  overlap  between  successive  windows.  For  each  of  the  resulting  windows,  the 
Shannon  entropy  was  computed.  One  way  to  estimate  the  pdf  p  is  to  use  the  histogram.  However,  due 
to  the  low  number  of  samples  within  each  overlapping  window  ( n  =  157  samples)  its  accuracy  would 
be  low.  Instead,  the  pdf  of  each  windowed  tracheal  sound  was  computed  using  the  Parzen-window 
density  estimation  method  with  a  Gaussian  kernel  [35,36].  This  non-parametric  method  estimates  the 
pdf  p  of  the  random  sample  x  from  which  the  sample  was  derived,  by  superposing  window  functions 
placed  at  each  of  n  observations  and  determining  how  many  observations  xt  fall  within  the  specified 
window  h,  i.e.,  the  contribution  of  each  observation  xt  within  this  window  h.  Then,  the  pdf  is  estimated 
as  the  sum  of  the  total  of  the  contributions  from  the  observations  to  this  window,  and  the  Parzen-window 
estimate  p  is  given  by 
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where  h  >  0  is  the  window  width  of  the  kernel  K,  which  is  typically  a  pdf  itself.  When  a  Gaussian 
kernel  is  used,  the  Parzen-window  estimate  becomes 
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where  h  is  the  standard  deviation  of  the  Gaussian  kernel,  and  was  set  to  [37] 


h  =  1.06  ■  SD(x)  ■  n  s 


(3) 

(4) 


with  SD(-)  being  the  standard  deviation  of  the  windowed  tracheal  sound. 

The  SE  estimated  from  each  windowed  tracheal  sound  was  assigned  to  the  middle  time  point  of  the 
window,  and  was  interpolated  using  cubic  spline  in  order  to  recover  the  original  duration  of  the 
tracheal  and  volumetric  flow  rate  signals.  Figure  3  shows  an  example  of  the  computed  SE  using  the 
described  approach  for  a  tracheal  sound  segment  acquired  using  a  smartphone.  Observe  that  this  SE 
signal  from  a  smartphone  resembles  a  rectified  airflow  signal,  as  has  previously  been  found  when  the 
SE  of  tracheal  sounds  are  used  for  airflow  estimation  purposes  [30,31].  In  order  to  estimate  the 
breath-phase  onset,  the  SE  signal  was  inverted  and  the  corresponding  local  maxima  were  automatically 
detected.  First,  the  SE  signal  was  normalized  between  [0-1]  and  down-sampled  to  7.875  Hz.  The  PSD 
of  the  down-sampled  SE  signal  was  computed  with  Welch’s  modified  periodogram  method  with  a 
Hamming  window,  with  50%  overlap,  and  NFFT  =  512  bins.  The  peak  of  the  PSD  and  its 
corresponding  frequency  fpeak  were  found.  The  local  maxima  of  the  SE  signal  were  found  and  all 

those  maxima  that  did  not  satisfy  the  threshold  values  criteria  were  removed.  The  amplitude  threshold 
was  set  to  th rx  =  0.1 ,  and  the  time  threshold  was  set  to  thr2  =  0.5  *  1  /fpeak  ■  Finally,  the 
corresponding  time  onsets  computed  from  the  down-sampled  SE  were  mapped  to  the  closest  point  of 
the  original  SE  time  series  which  had  a  time  resolution  of  0.159  ms  given  the  sampling 
frequency  fs  =  6300  Hz.  The  detected  breath-phase  onsets  from  tracheal  sounds  acquired  from  each 
smartphone  were  compared  to  those  computed  from  volume. 


2.6.  Instantaneous  Respiratory  Rate  Estimation  Using  Tracheal  Sounds 


As  previously  stated,  the  SE  of  the  tracheal  sounds  resembles  the  rectified  airflow  signal.  This  SE 
has  two  lobes  for  each  breathing  cycle  indicated  by  the  volume  signal;  see  Figure  3.  We  took 
advantage  of  this  fact  to  estimate  the  instantaneous  respiratory  rate  from  tracheal  sounds  acquired  with 
the  smartphone.  In  particular,  we  employed  a  joint  time-frequency  representation  (TFR)  approach.  In 
general,  a  TFR  allows  one  to  analyze  which  frequencies  of  a  signal  under  study  are  present  at  a  certain 
time,  i.e.,  a  TFR  describes  the  energy  density  of  a  signal  simultaneously  in  the  time  and  frequency 
domains  [38].  This  characteristic  is  useful  when  analyzing  signals  whose  frequency  content  varies  with 
time,  as  is  the  case  for  the  respiratory  rate. 


Sensors  2014, 14 


13838 


Figure  3.  Shannon  Entropy  of  the  tracheal  sounds  acquired  using  a  smartphone.  Top:  Segment 
of  tracheal  sound  and  corresponding  airflow  from  spirometer  (positive  lobes  are  inspirations 
and  negative  lobes  are  expirations);  Middle:  Volume  signal  obtained  with  the  spirometer  as  the 
integral  of  the  flow;  Bottom:  Shannon  entropy  of  tracheal  sound.  Observe  that  local  minima  of 
the  Shannon  entropy  are  obtained  around  the  onset  of  each  respiratory  phase. 


The  most  widely-used  TFR  in  the  respiratory  sounds  field  is  the  spectrogram  (SP)  given  by  the 
magnitude  square  of  the  short  time  Fourier  transform  (STFT)  [4,10],  The  idea  behind  the  SP  is  that  in 
order  to  study  the  properties  of  the  signal  s  around  time  t,  the  original  signal  around  that  time  is 
emphasized  but  it  is  suppressed  at  other  times  by  multiplying  by  a  window  function  w(t)  centered 
at  t,  to  produce  a  modified  signal  st(t)  given  by  [38,39] 

st(T)  =  s(T)w(T-t)  (5) 

where  the  modified  signal  is  a  function  of  two  times,  the  fixed  time  t  of  interest,  and  the  time  r.  The 
window  function  allows  the  modified  signal  to  satisfy 


for  t  close  to  t 
for  r  far  away  from  t 


(6) 


Given  that  the  modified  signal  emphasizes  the  original  signal  around  time  t,  its  Fourier  transform 
reflects  the  frequency  distribution  around  that  time 

S,«tt)  =  -f=\e-l-sl(T)dT 

St((0)  =  ~^=  f  e-Jms(T )w(T  - 1 )dT 

fin J 


(V) 
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and  hence  the  name  of  STFT.  The  corresponding  spectral  density  at  time  t  is  given  by 


SP(  t,  oj  )  =|  St(0J)\2  = 


2 


je  ]m s(t)w(t  -t)dr 


(8) 


where  a  spectrum  is  obtained  at  each  time  instant  and  the  total  of  that  spectrum  is  the  time-frequency 
distribution  of  the  original  signal  SP(t,oS).  This  distribution  has  received  different  names  depending 
on  the  application  field,  e.g.,  respirosonogram  in  the  respiratory  sounds  field  [10],  but  the  most 
common  is  simply  spectrogram. 

The  SP  was  applied  to  the  volume  signal  and  to  the  SE  of  the  acquired  tracheal  sounds.  Due  to  the 
very  low  frequency  content  of  the  respiratory  rate  compared  to  the  original  sampling  frequency,  both 
signals  were  down-sampled  to  7.875  Hz.  The  SP  was  computed  using  NFFT=  512  frequency  bins,  and 
a  Hamming  window  of  10  s  duration.  The  resulting  TFR  was  normalized  between  [0-1]  and  at  each 
time  instant,  the  maximum  peak  was  computed  around  the  central  frequency  of  the  whole  signal  and 
the  corresponding  frequency  vector  was  extracted.  Due  to  the  discussion  mentioned  above,  the 
frequency  vector  extracted  from  the  volume  was  regarded  as  the  reference  instantaneous  respiratory 
frequency,  while  the  half  of  the  frequency  vector  extracted  from  the  SE  signal  corresponded  to  the 
instantaneous  frequency  estimated  from  each  smartphone.  All  instantaneous  respiratory  frequencies 
were  converted  from  Hz  to  breaths-per-minute  (bpm). 

For  each  smartphone,  three  performance  indices  were  computed  for  the  instantaneous  respiratory 
rate  (IRR)  of  each  subject.  The  first  index  corresponds  to  the  cross-correlation  coefficient  p  between 
the  IRR  obtained  with  the  corresponding  smartphone  and  the  one  obtained  from  the  volume  from 
spirometer  given  by 


P  = 


2i=i  IRRvolumeil)  '  I  SR  smartphone  CO 
2j=i(f SRvoiume{V))2  ■  T,i=1(lRR smartphone (.0) 


(9) 


where  lRRvoiume  represents  the  instantaneous  respiratory  rate  obtained  from  the  volume, 
IRRsmartphone  the  corresponding  IRR  estimated  from  the  tracheal  sound  acquired  with  the  iPhone  4s 
or  Galaxy  S4  smartphone,  and  N  is  the  length  of  the  time  vector  of  the  signal.  Observe  that  if  the 
lRRvoiume  an<f  IRRsmartph0ne  are  the  same,  the  value  of  p  is  unitary.  Therefore,  p  values  close  to  1 
reflect  a  good  estimation  performance.  The  remaining  two  indices  computed  were  the  root-mean-squared 
error  RMSE,  and  the  normalized  root-mean-squared  error  NRMSE,  given  by 


RMSE  = 


(2i=i  ISRvolume (0  ISRsmcirtphonei. 0) 


N 


RMSE 

NRMSE  = - — — - -  x  100% 

TYieCLTl[I RRyohime) 


(10) 

(ii) 


respectively. 
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3.  Results  and  Discussion 

The  tracheal  sound  signals  acquired  using  both  the  Galaxy  S4  and  the  iPhone  4s  showed  a  temporal 
intensity  variation  related  to  the  airflow  during  the  respiratory  phases  as  shown  in  Figure  4.  The  TFR 
of  the  smartphone-acquired  tracheal  sounds  (bottom  panel  of  Figure  4)  shows  characteristics  of  broad 
band  noise  where  both  inspiratory  and  expiratory  phases  have  their  main  frequency  components  not 
higher  than  1.5  kHz,  with  a  sharp  drop  in  power  around  800  Hz,  which  is  in  agreement  with  other 
studies  [40].  In  addition,  both  respiratory  phases  have  similar  frequency  content  for  similar  airflow 
peaks  and  a  silent  period  separating  both  phases  could  also  be  observed  from  both  the  tracheal  sound 
waveform  as  well  as  its  TFR.  These  results  are  in  agreement  with  the  findings  reported  in  the  literature 
when  using  CORSA  systems  [3,4,10], 

In  the  next  subsections  we  present  the  results  obtained  for  both  smartphones  for  the  tracheal  sound’s 
amplitude  with  airflow,  the  breath-phase  onset  detection,  and  the  respiratory  rate  estimation. 

Figure  4.  Time-frequency  characteristics  of  the  tracheal  sounds  acquired  using  the 
smartphone  during  one  respiratory  cycle.  Top:  Tracheal  sound  waveform  together  with  its 
corresponding  airflow  signal  (positive  and  negative  lobes  indicate  the  inspiration  and 
expiration,  respectively);  Bottom:  Time-frequency  representation  of  the  acquired  tracheal 
sound  computed  via  the  spectrogram  using  a  100  ms  Hamming  window.  Red/blue  color  in 
the  color  map  indicates  high/low  intensity  in  decibels. 
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3.1.  Tracheal  Sound  Amplitude  and  Airflow  Relationship 

A  representative  example  of  the  curve  fitting  of  the  tracheal  sound  versus  airflow  acquired  with  an 
iPhone  4s  and  spirometer,  respectively,  for  the  inspiration  and  expiration  phases  is  shown  in  Figure  5. 
We  observe  that  during  the  inspiratory  and  expiratory  phases,  the  increasing  tracheal  sounds’ 
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amplitudes  as  flow  increases  follow  a  power  law  relationship.  The  results  of  the  power  law  model  fitting 
parameters  for  the  smartphone-acquired  tracheal  sounds’  amplitude  and  airflow  are  presented  in  Table  1  for 
each  respiratory  phase  and  the  two  models  of  smartphones.  The  mean  values  of  the  exponent  a  were 
between  a=  1  and  a=  3  for  both  smartphones.  It  is  worth  mentioning  that  different  values  of  the  exponent 
have  been  found  in  different  studies,  ranging  from  a=  1  [7],  a=  2  [9],  a=  3  [8],  and  values  in  between 
this  range  [2,6].  No  statistically  significant  differences  were  found  between  the  power  law  parameters 
obtained  from  the  Galaxy  S4  and  the  iPhone  4s  smartphones  with  a  two-tailed  paired  t-test  with  p  <  0.05 
considered  as  statistically  significant  (SPSS  Statistics  17,  IBM  Corporation,  Armonk,  NY,  USA). 


Table  1.  Results  of  the  smartphone-acquired  tracheal  sounds  amplitude  and  airflow 
relationship  using  a  model  of  the  form  A  =  kF'  (N=  9  subjects). 


Respiratory  Phase 

Parameter 

Galaxy  S4 

iPhone  4s 

Inspiration 

k 

0.450  ±0.218 

0.371  ±0.197 

a 

2.380  ±  1.077 

2.686  ±0.959 

Expiration 

k 

0.523  ±0.181 

0.349  ±0.162 

a 

1.939  ±0.900 

2.632  ±0.711 

Values  presented  as  mean  ±  standard  deviation. 


Figure  5.  Example  of  smartphone-acquired  tracheal  sounds  amplitude  as  a  function  of 
airflow  during  the  inspiratory  and  expiratory  phases  for  one  subject.  Red  dashed  lines 
correspond  to  the  best  fit  curves  of  the  form  A  =  kFa. 
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3.2.  Breath-Phase  Onset  Detection  Using  Tracheal  Sounds 

Table  2  summarizes  the  results  obtained  for  the  breath-onset  detection  using  each  smartphone  for  all 
volunteers.  The  absolute  time  difference  between  the  reference  breath-phase  onsets  from  the  volume 
via  the  spirometer  and  the  estimated  breath-phase  onsets  from  the  SE  of  the  acquired  tracheal  sound, 
\Aonset\,  was  computed.  In  addition,  the  total  number  of  true  breath-phase  onsets  computed  from  the 
volume  is  presented  together  with  the  corresponding  extra  and  missed  breath-phase  onsets  computed 
from  the  tracheal  sounds.  Note  that  the  total  number  of  true  onsets  is  not  the  same  for  both 
smartphones  given  that  different  maneuver  trials  were  performed  for  each  subject.  An  example  of  the 
breathing  onset  using  the  iPhone  4s  smartphone  is  shown  in  Figure  6.  As  shown,  the  Aonset  is  not 
consistently  positive  or  negative.  The  distribution  of  time  onsets  was  computed  via  the  histogram  and 
is  shown  in  Figure  7  for  each  smartphone.  We  found  that  on  average  the  breath-phase  onsets  |AonSet| 
detected  with  the  smartphones  have  a  time  difference  of  approximately  50  ms  from  the  onsets  detected 
from  the  volume.  Since  some  onsets  were  detected  before  or  after  the  reference  onsets,  overall  these 
Aonset  values  compensate  and  the  mean  onsets  differ  9  ms  and  14  ms  for  Samsung  S4  and  iPhone  4s, 
respectively.  A  two-tailed  two-sample  t-test  was  performed  for  Aonset  and  \Aonset\  obtained  from  both 
smartphones  for  the  total  number  of  onsets.  No  statistically  significant  differences  (p  >  0.05)  were 
found  between  Aonset  and  \Aonset\  computed  from  the  Galaxy  S4  and  iPhone  4s. 

Table  2.  Results  of  the  breath-phase  onset  detection  using  smartphone-acquired  tracheal 

sounds  in  comparison  to  those  detected  from  volume  signal  (N=  9  subjects). 


Parameter 

Galaxy  S4 

iPhone  4s 

\A0nset\  [^] 

0.052  ±0.051 

0.051  ±0.048 

Total  onsets 

767 

854 

Extra  onsets 

12 

5 

Missed  onsets 

5 

6 

Values  presented  as  mean  ±  standard  deviation. 


Figure  6.  Example  of  breath-phase  onset  detection  using  the  tracheal  sounds  acquired 
using  a  smartphone.  Solid  red  lines  indicate  the  breath-phase  onsets  detected  using  the 
volume  signal  from  the  spirometer.  Dashed  blue  lines  indicate  the  breath-phase  onsets 
detected  using  only  the  information  from  the  acquired  tracheal  sound. 
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Figure  7.  Distribution  of  the  time  differences  of  breath-phase  onsets  (AonSet)  detected  using 
the  volume  signal  from  the  spirometer  and  breath-phase  onsets  detected  using  tracheal 
sounds  acquired  with  the  smartphones. 


Galaxy  S4  iPhone  4s 


Difference  in  time  onsets  (s)  Difference  in  time  onsets  (s) 


3.3.  Instantaneous  Respiratory  Rate  (IRR)  Estimation  Using  Tracheal  Sounds 

The  IRR  estimation  process  using  the  spectrogram  is  illustrated  in  Figure  8  for  a  tracheal  sound 
acquired  using  the  iPhone  4s.  It  can  be  seen  that  the  main  frequency  of  the  SE  of  the  tracheal  sound 
(Figure  8b),  is  located  at  twice  the  main  frequency  of  the  volume  (Figure  8a),  which  is  considered  as 
reference,  as  the  SE  resembles  a  rectified  airflow  signal.  At  each  time  instant,  the  frequency  at  which 
the  maximum  energy  of  the  TFR  occurs  was  extracted  from  the  corresponding  spectrogram  (white 
dashed  lines  superimposed  on  TFRs).  Comparison  of  the  estimated  instantaneous  frequencies  of  the  SE 
of  tracheal  sound  and  volume  of  the  spirometer  is  shown  in  Figure  8c.  In  most  cases,  we  found  that  the 
discrepancies  were  more  notable  at  the  beginning  and  the  end  of  the  signal  where  the  airflow  levels 
were  lower  which  in  turn  provided  tracheal  sound  signals  with  small  amplitudes.  These  are  reflected  as 
dispersion  points  in  Figure  9.  Table  3  summarizes  the  IRR  results  for  all  the  subjects  in  terms  of  the 
performance  indices  for  each  smartphone.  For  both  smartphones  we  found  high  cross  correlation 
coefficients  between  the  IRR  estimated  from  tracheal  sounds  and  volume.  This  is  also  reflected  in  the 
regression  lines  in  Figure  9a, c  for  the  Galaxy  S4  (r2  =  0.9693)  and  iPhone  4s  (r  =  0.9672),  respectively. 
High  linear  correlation  has  been  also  found  between  a  tracheal  acoustical  method  and  pneumotachometer 
(r  =  0.98)  [41].  A  two-tailed  paired  t-test  was  performed  for  each  performance  index  obtained  from  both 
smartphones  for  all  subjects.  For  all  performance  indices,  no  statistically  significant  differences  (p  >  0.05) 
were  found  between  the  results  from  Galaxy  S4  and  iPhone  4s  for  the  estimation  of  IRR  considering  the 
volume  from  spirometer  as  reference.  The  regression  lines  and  the  Bland-Altman  plots  between  the 
estimated  instantaneous  respiration  rate  from  tracheal  sounds  and  the  reference  instantaneous  respiration 
rate  from  volume  signals  are  presented  in  Figure  9  for  the  Galaxy  S4  and  iPhone  4s  smartphones. 
Compared  to  the  spirometer,  the  bias  ±  1.96SD  and  95%  limits  of  agreement  were  0.11  ±  1.52  bpm  and 
-1.41  to  1.63  bpm  for  the  Galaxy  S4,  and  0.097  ±  1.47  bpm  and  -1.38  to  1.57  bpm  for  the  iPhone  4s. 
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Similar  correlations  and  limits  of  agreement  have  been  reported  for  a  commercial  device  in  post-anesthesia 
patients  in  comparison  to  capnography  [42], 

Table  3.  Results  of  the  instantaneous  respiratory  rate  estimation  using  tracheal  sounds 
acquired  with  the  smartphones  in  comparison  to  those  from  volume  signals  (N=  9  subjects). 


Parameter 

Galaxy  S4 

iPhone  4s 

P 

[unitless] 

0.9994  ±  0.0004 

0.9995  ±  0.0004 

RMSE 

[bpm] 

0.731  ±0.2878 

0.700  ±  0.367 

NRMSE 

[%] 

3.218  ±  1.297 

2.957  ±  1.322 

Values  presented  as  mean  ±  standard  deviation. 


Figure  8.  Estimation  of  the  instantaneous  respiratory  rate  using  tracheal  sounds  acquired 
with  a  smartphone,  (a)  Spectrogram  of  the  volume  signal  from  the  spirometer; 
(b)  Spectrogram  of  the  Shannon  entropy  of  tracheal  sound  acquired  with  a  smartphone. 
Observe  that  the  main  frequency  content  of  the  entropy  signal  is  located  at  twice  the 
frequency  of  that  from  the  volume  signal.  White  dashed  lines  indicate  the  maximum  peak 
at  each  time  instant;  (c)  Instantaneous  respiratory  rate  computed  from  corresponding 
spectrograms  of  volume  and  Shannon  entropy  of  tracheal  sound. 
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Figure  8.  Cont. 


Figure  9.  Comparison  of  instantaneous  respiratory  rate  estimated  from  tracheal  sounds 
acquired  with  smartphones  and  estimated  from  volume  signals  ( N=9  subjects), 
(a)  Regression  line  for  estimation  from  Galaxy  S4;  (b)  Bland-Altman  plot  for  estimation 
from  Galaxy  S4;  (c)  Regression  line  for  estimation  from  iPhone  4s;  (d)  Bland-Altman  plot 
for  estimation  from  iPhone  4s.  In  regression  plots,  the  grey  dashed  line  indicates  the 
identity  line  and  the  solid  black  the  regression  line.  In  Bland-Altman  plots,  the  solid  black 
line  indicates  the  bias  while  the  dashed  green  lines  indicate  the  95%  limits  of  agreement. 
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4.  Conclusions 

In  this  paper,  we  propose  the  use  of  smartphones  to  develop  a  CORSA  system  that  satisfies  the 
current  standards  in  the  field.  In  particular,  we  employed  two  market-leading  smartphones,  the 
Galaxy  S4  and  iPhone  4s,  and  specifically-designed  respiratory  acoustical  sensors  for  the  acquisition 
of  tracheal  sounds.  We  obtained  tracheal  sounds  from  healthy  volunteers  in  airflow  controlled 
conditions  from  0.5  to  2.5  L/s  in  a  quiet  room,  but  not  an  anechoic  chamber. 

The  relationship  between  amplitude  of  tracheal  sounds  and  airflow  has  been  shown  to  be  useful  for 
respiratory  health  monitoring  [30,31,43],  Tracheal  sounds  have  been  used  for  estimation  of  the  airflow 
and  volume  in  a  non-invasive  way  [30,31,43],  The  tracheal  sounds  have  been  used  to  estimate 
ventilation  parameters  by  first  estimating  the  airflow  and  then  integrating  this  signal  to  estimate  the 
volume  [43].  Several  features  have  been  used  to  estimate  the  airflow  from  the  tracheal  acoustical 
information,  and  the  Shannon  entropy  of  the  tracheal  sounds  was  found  to  provide  better  performance 
compared  to  other  models  based  on  the  signal  envelope  and  average  power  [30,31].  In  this  work,  we 
found  that  smartphone-acquired  tracheal  sounds’  amplitude  is  proportional  to  the  airflow  from  a 
spirometer  in  a  power  law  relationship  which  is  in  agreement  to  prior  studies  [2,6-9],  The  power  law 
models  found  for  the  inspiratory  phase  were  A  =  (0.450  ±  0.21 8 jF*2'380  1  1  077)  for  the  Galaxy  S4,  and 
A  =  (0.371  ±  0. 1 97)/F2-686  ±  0959)  for  the  iPhone  4s,  while  for  the  expiratory  phase  they  were 
A  =  (0.523  ±  0.181  )F°  3)39  ±  °'900)  for  the  Galaxy  S4,  and  A  =  (0.349  ±  0.162)F<2-632±0-711)  for  the  iPhone  4s. 

Apnea  monitoring  and  automatic  breath-phase  detection  have  been  other  applications  of  tracheal 
sounds  analysis  [44,45],  In  particular,  information  from  the  logarithm  of  the  variance  of  the  tracheal 
sounds  was  used  as  a  way  to  detect  the  breath-phase  onset  which  becomes  a  crucial  part  in  an 
automatic  acoustical  system.  Towards  this  goal,  we  tested  the  ability  of  the  smartphone-acquired 
tracheal  sounds  to  detect  the  breath-phase  onsets,  as  this  processing  stage  is  important  when  the 
acoustical  approach  is  used  for  airflow  measurement  and  automatic  breath-phase  classification.  Our 
results  indicate  that  on  average  the  onsets  estimated  from  the  smartphone-acquired  tracheal  sounds 
differ  by  only  52  ±51  ms  for  Galaxy  S4,  and  5 1  ±  48  ms  for  iPhone  4s,  from  the  corresponding  onsets 
detected  from  the  spirometer  reference  signal. 

Estimation  of  the  respiratory  rate  using  an  acoustical  approach  has  recently  gained  popularity  in 
clinical  settings.  As  a  vital  sign,  respiration  rate  can  be  used  to  predict  serious  clinical  events  [46].  In 
particular,  continuous  monitoring  of  breathing  status  becomes  relevant  to  identify  and  predict  risk 
situations  both  inside  and  outside  clinical  settings.  Current  clinical  continuous  monitoring  methods 
include  qualified  human  observation,  impedance  pneumography,  and  capnography  monitoring. 
However,  these  methods  have  disadvantages,  e.g.,  low  tolerance  of  the  patient  for  using  the  nasal 
cannula,  or  leaks  around  this  cannula  in  capnography.  As  an  alternative,  respiratory  rate  estimation 
based  on  tracheal  sound  has  been  proposed  [41].  Recently,  a  commercial  device  that  monitors  the 
respiratory  rate  via  tracheal  sounds  was  introduced  for  clinical  settings  (Masimo  Rainbow  SET® 
Acoustic  Monitoring,  Masimo  Corp.,  Irvine,  CA,  USA).  The  accuracy  of  this  device  has  been  tested 
against  capnography  and  good  correlation  has  been  found  between  both  methods  [42,47],  However, 
there  is  still  a  need  for  a  small  and  discrete  device  for  everyday  use,  able  to  estimate  the  respiration 
rate  in  a  continuous  and  non-invasive  way  outside  the  clinical  setting  [48],  Towards  addressing  this 
need,  we  found  good  correlation  between  the  smartphone-based  respiratory  rate  estimates  and  the 
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spirometer-based  ones  (r  «  0.97),  as  well  as  95%  limits  of  agreement  ranging  approximately  from 
-1.4  to  1.6  bpm  for  subjects  breathing  in  a  range  from  15  to  35  bpm.  Overall  we  did  not  find 
statistically  significant  differences  between  the  results  from  the  Galaxy  S4  and  iPhone  4s  devices. 

By  employing  smartphone  devices  we  were  able  to  reproduce  major  findings  in  the  tracheal  sounds 
field  obtained  with  conventional  CORSA  systems.  We  foresee  that  efforts  similar  to  the  one  performed 
in  this  study  would  result  in  a  reliable,  low-cost,  and  easy-to-upgrade  portable  system  that  could  aid 
not  only  general  practitioners  but  also  serve  as  on-demand  health  monitors  outside  clinical  settings.  In 
addition,  systems  with  such  characteristics  would  aid  in  the  acquisition  of  large-sample  studies  in 
locations  not  easily  accessible  nowadays  with  the  currently-used  CORSA  systems. 

Our  future  work  includes  implementation  of  the  presented  signal  processing  techniques  into 
applications  on  the  smartphone  operating  systems,  i.e..  Android  and  iOS,  which  will  govern  the 
acquisition,  processing  and  display  of  the  tracheal  sounds  information. 
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Abstract — Motion  and  noise  artifacts  (MNAs)  impose  a  major  limitation  on  the  usability  of 
photoplethysmogram  (PPG)  especially  for  ambulatory  monitoring.  MNAs  can  distort  PPG 
waveforms  causing  erroneous  estimation  of  physiological  parameters  of  interest  such  as 
heart  rate  (HR)  and  oxygen  saturation  (SpCh).  We  present  a  novel  motion  and  noise  artifacts 
(MNA)  detection  algorithm  based  on  extraction  of  time-varying  spectral  features  that  are 
unique  to  the  clean  and  corrupted  components.  Using  spectral  features  unique  to  the  noise 
components  of  the  signal,  we  derive  a  noise  quality  index  ( noiseQI)  to  quantify  and  detect 
MNA  corrupted  data  segments.  We  examined  the  sensitivity  of  the  proposed  algorithm  for 
MNA  detection  using  clean  PPG  data  corrupted  by  various  levels  of  additive  Gaussian  white 
noise.  We  utilized  the  support  vector  machine  (SVM)  classifier  to  build  a  decision  boundary 
between  clean  and  corrupted  data  segments  from  a  training  data  set.  We  compared  our 
algorithm  to  three  different  algorithms  known  for  their  alleged  prowess  in  MNA  detection: 
the  Hjorth,  kurtosis-Shannon  Entropy  and  time-domain  variability-SVM  approach,  which 
was  recently  developed  in  our  lab.  All  these  algorithms  were  tested  on  PPG  data  acquired 
from  laboratory-controlled  movements  with  subjects  wearing  either  a  forehead  or  finger 
pulse  oximeter  sensor.  In  addition,  we  also  tested  these  algorithms  on  spontaneous  PPG  data 
collected  from  patients  enrolled  at  the  University  of  Massachusetts  Emergency  Department 
in  Worcester.  Our  method  consistently  provided  significantly  higher  detection  rate  than  the 
other  3  methods,  with  accuracies  greater  than  95%  for  all  data.  Moreover,  our  algorithm  is 
able  to  pinpoint  the  start  and  end  time  of  the  MNA  detection  with  error  less  than  1  sec  in 
duration,  whereas  the  next  best  other  algorithm  had  a  detection  error  more  than  2.17  seconds. 


I.  INTRODUCTION 


Pulse  oximeter  (PO)  is  a  non-invasive  and  low  cost  device  which  is  widely  used  in  clinics  to 
monitor  heart  rate  (HR)  and  arterial  oxygen  saturation  (Sp02).  Recently,  there  have  been  many 
efforts  to  derive  other  physiological  parameters  from  Photoplethysmogram  (PPG)  recorded  by  the 
PO  [2],  The  fluctuations  of  PPG  contain  the  influences  of  arterial,  venous,  autonomic  and 
respiratory  systems  of  the  peripheral  circulation.  Due  to  increasing  health  care  costs,  a  single 
sensor  that  has  multiple  functions  such  as  the  PO  is  very  attractive  from  a  financial  perspective. 
Moreover,  utilizing  a  PO  as  a  multipurpose  vital  sign  monitor  has  a  clinical  appeal,  since  the  device 
is  widely  accepted  by  clinicians  and  patients  because  of  its  ease  of  use,  comfort  and  accuracy  in 
providing  reliable  vital  sign.  Knowledge  of  respiratory  rate  and  HR  patterns  would  provide  more 
useful  clinical  information  in  many  situations  in  which  pulse  oximeter  is  the  sole  available  monitor. 
However,  extraction  of  the  above  mentioned  vital  sign  and  other  physiological  parameters  using 
PO  is  predicated  on  artifact- free  PPG  data.  It  is  well  known  that  PPG  is  highly  sensitive  to  artifacts, 
particularly  those  generated  while  the  patient  is  in  motion.  This  imposes  a  huge  limitation  on  the 
usability  of  PPG  for  ambulatory  monitoring  applications.  Motion  and  noise  artifacts  (MNA) 
distorting  PPG  recordings  can  cause  erroneous  estimation  of  HR  and  Sp02  [3],  While  the 
intelligent  design  of  sensor  attachment,  form  factors  and  packaging  can  help  to  reduce  the  impact 
of  motion  disturbances  by  making  sure  that  the  sensor  is  securely  mounted,  they  are  not  sufficient 
for  complete  MNA  removal.  Combating  MNA  in  PPG  has  been  the  core  focus  of  research  for 
many  years. 

Although  there  are  a  number  of  techniques  which  have  been  proposed  to  alleviate  the  effects  of 
MNA,  solution  to  this  problem  still  remains  unsatisfactory  in  practice.  Several  algorithm-based 
MNA  reduction  methods  were  proposed,  such  as  time  and  frequency  domain  filtering,  power 
spectrum  analysis,  and  blind  source  separation  techniques  [4G0],  These  techniques  reconstruct 
noise  contaminated  PPG  such  that  a  noise-reduced  signal  is  obtained.  However,  the  reconstructed 
signal  typically  contains  incomplete  dynamic  features  of  the  uncorrupted  PPG  signal  and  some 
algorithms  are  solely  designed  to  capture  only  the  HR  and  SpC>2  information  instead  of  the  signal’s 
morphology  and  its  amplitudes.  Moreover,  these  reconstruction  algorithms  operate  even  on  clean 
PPG  portions  where  MNA  reduction  is  not  needed.  This  action  introduces  unnecessary 
computation  and  distorts  the  signal  integrity  of  the  clean  portion  of  the  data.  Hence,  an  accurate 
MNA  detection  algorithm,  which  identifies  clean  PPG  recordings  from  corrupted  portions,  is 
essential  for  the  subsequent  MNA  reduction  algorithm  so  that  it  does  not  distort  the  non-corrupted 
data  segments  rill. 

MNA  detection  methods  are  mostly  based  on  a  signal  quality  index  (SQI)  which  quantifies  the 
severity  of  the  artifacts.  Some  approaches  quantify  SQI  using  waveform  morphologies  r  1 2-1 41  or 
filtered  output  [15],  while  other  derive  SQI  with  the  help  of  additional  hardware  such  as 
accelerometer  and  electrocardiogram  [J_6,  171.  Statistical  measures,  such  as  skewness  [18], 
kurtosis,  Shannon  entropy,  and  Renyi’s  entropy,  have  been  shown  to  be  helpful  in  determining  the 
SQI  [19, 20].  These  statistical  algorithms  differentiate  the  distribution  of  amplitudes  between  PPG 
segments  with  an  assumption  that  clean  and  corrupt  segments  would  form  two  separate  groups. 
However,  PPG  waveforms  vary  among  patients,  thus  yielding  multitude  of  amplitude  distributions. 
Therefore,  it  would  be  difficult  to  obtain  high  accuracy  from  these  algorithms  in  practice.  Our 
recently  published  MNA  detection  method  uses  time-domain  features  such  as  variability  in  heart 
rate,  amplitude,  waveform  morphology  with  the  help  of  the  support  vector  machine  (SVM) 
classifier  for  detection  [21].  The  algorithm,  which  we  termed  time-domain  variability  SVM  (TDV- 


SVM)  is  shown  to  be  more  robust  than  other  statistical-based  algorithms  as  it  uses  successive 
difference  and  variability  measures.  However,  this  method  is  highly  dependent  on  accuracy  of  the 
peak  amplitude  detection.  Unlike  electrocardiogram  (ECG),  PPG  waveform  does  not  have 
distinctive  peaks  which  make  accurate  peak  detection  challenging.  The  dependency  on  a  peak 
detection  subroutine  is  a  drawback  of  the  TDV-SVM  algorithm  and  inevitably  affects  its 
performance. 

Time-frequency  (TF)  techniques  such  as  Smoothed  Pseudo  Wigner-Ville,  Short  Time  Fourier 
Transform,  Continuous  Wavelet  Transform,  Hilbert-Huang  Transform,  and  Variable  Frequency 
Complex  Demodulation  (VFCDM)  received  considerable  attention  as  means  to  analysis  the  signal 
of  interest  in  both  temporal  and  spectral  domains.  It  is  hypothesized  in  the  design  of  our  MNA 
detection  algorithm  that  TF  information  would  provide  meaningful  dynamic  features  for 
differentiating  artifacts.  In  this  paper,  we  test  the  efficacy  of  our  proposed  algorithm  on  PPG  data 
sets  recorded  from  the  forehead  and  finger  pulse  oximeters  in  laboratory-controlled  experiments 
as  well  as  patient  data  collected  at  the  University  of  Massachusetts’s  Emergency  Department.  We 
first  introduce  time-frequency  features  derived  from  VFCDM  to  quantify  the  MNA  in  the  recorded 
PPG  signal.  The  features  are  then  used  as  inputs  for  a  machine-learning  algorithm  which  utilizes 
the  Support  Vector  Machine  (SVM). 

II.  Materials  and  Method 
A.  Experimental  Protocol  and  Preprocessing 

To  develop  and  evaluate  our  proposed  algorithm,  we  collected  PPG  data  from  healthy  subjects 
in  lab  controlled  environment  and  patients  who  were  admitted  to  the  emergency  department  at 
UMASS  Hospital.  For  the  laboratory  controlled  environment,  both  forehead  and  finger  worn  PO 
sensor  data  were  collected  from  healthy  subjects  recruited  from  the  student  community  of 
Worcester  Polytechnic  Institute  (WPI).  The  second  data  set  was  acquired  from  patients  who  were 
admitted  to  our  partner  hospital  at  the  UMass  Memorial  Medical  Center  (UMMC).  Faboratory 
data  allows  us  to  have  more  control  over  the  duration  of  MNA  generated  to  ensure  that  the 
detection  algorithms  were  tested  on  a  wide  range  of  MNA  duration.  Data  from  patients  provided 
most  realistic  information  on  the  motion  artifacts  since  the  patients  were  allowed  to  move  freely 
as  long  as  the  sensors  were  positioned  properly.  This  study  was  approved  by  both  WPI’s  and 
UMMC’s  IRBs  and  all  subjects  were  given  informed  consents  prior  to  data  recordings.  PPG  data 
were  collected  by  our  custom-made  reflectance-type  forehead  and  a  transmission-type  finger  PO. 

In  laboratory-controlled  head  and  finger  movement  data,  motion  artifacts  were  induced  by  head 
and  finger  movements  for  specific  time  intervals  in  both  horizontal  and  vertical  directions.  For 
head  movement  data,  1 1  healthy  volunteers  were  asked  to  wear  our  PO  on  the  forehead  along  with 
a  reference  Masimo  Radical  (Masimo  SET®)  finger  type  transmittance  pulse  oximeter.  After 
baseline  recording  for  5  minutes  without  any  movement,  subjects  were  instructed  to  introduce 
motion  artifacts  for  specific  time  intervals  varying  from  10  to  50%  within  a  1  minute  segment.  For 
example,  if  a  subject  was  instructed  to  perform  left-right  random  movements  for  6  seconds,  an  1 
min  segment  of  data  would  contain  10%  noise.  The  finger  laboratory  movement  data  were 
recorded  in  a  similar  setup  as  the  head  data  using  our  custom-made  PPG  finger  sensor. 


The  patient  PPG  data  were  recorded  from  10  subjects  admitted  to  emergence  rooms  at  UMMC. 
Similar  to  the  laboratory-controlled  dataset,  each  patient  was  fitted  with  our  custom-made  sensors 


(both  forehead  and  finger)  and  the  Masimo  POs  on  the  forehead  and  fingers,  respectively.  The 
patients  were  admitted  due  to  pain  related  symptoms  and  were  not  restrained  from  making  natural 
movements.  Therefore,  they  are  expected  to  generate  many  different  but  natural  characteristics  of 
MNA  in  the  recorded  PPG. 

To  further  evaluate  robustness  of  the  proposed  algorithm,  Gaussian  white-noise  of  5  minute 
duration  was  added  to  the  clean  forehead  and  finger  PPG  data  with  varying  signal-to-noise  ratio 
(SNR)  ranging  from  40dB  to  -5dB.  All  PPG  data  were  pre-processed  by  a  6th  order  infinite  impulse 
response  (HR)  band  pass  filter  with  cut-off  frequencies  of  0.1  Hz  and  10  Hz.  Zero-phase  forward 
and  reverse  filtering  was  applied  to  account  for  the  non-linear  phase  of  the  HR  filter. 

Many  recent  publications  on  MNA  detection  utilized  human  visual  inspection  from  experts  who 
were  familiar  with  PPG  and  their  decisions  are  regard  it  as  the  gold  standard  for  marking  MNA 
corrupted  data  [IT,  22,  23],  In  our  work,  we  also  use  the  human  visual  inspection  to  establish  a 
MNA  reference  for  our  datasets.  Three  inspectors  individually  marked  MNA  corrupted  portions 
of  the  PPG  data.  Disagreements  of  the  marked  portions  were  resolved  by  majority  votes. 

B.  VFCDM  Features  from  PPG  Signals 

VFCDM  is  a  method  for  estimating  time-frequency  spectrum  (TFS)  of  a  time-varying  signal. 
This  method  was  shown  to  provide  concomitant  high  time  and  frequency  resolution  as  well  as 
preservation  of  the  amplitude  distribution  of  the  signal  [18].  VFCDM  has  two  phases:  (1)  construct 
an  initial  TFS  (iTFS)  using  a  method  developed  in  our  laboratory,  termed  fixed  frequency  complex 
modulation  (FFCDM);  (2)  the  centered  frequencies  of  the  iTFS  are  used  for  further  complex 
demodulation  (CDM)  to  obtain  even  more  accurate  TFS  and  amplitude  of  TFS.  The  VFCDM 
methodology  is  detailed  as  followed. 

1)  VFCDM 

Consider  a  sinusoidal  signal  x(t)  to  be  a  narrow  band  oscillation  with  a  time -varying  center 
frequency /(t),  instantaneous  amplitude  A  (t),  phase  <p(t) ,  and  the  direct  current  component 
dc(t): 

x(t )  =  dc(t )  +  A(t )  cos  (/g  2nf(r)dt  +  0(0  )  (1) 

For  a  given  center  frequency,  we  can  extract  the  instantaneous  amplitude  information  A(t)  and 
phase  information  <fi(t)  by  multiplying  (3)  by  e~  ^  2W)dr  which  results  in  the  following: 

z(t)  =  x(t)e~iSo 2MMdr  =  dc(t)e-;/o  2^/Wdr  +  2MWdT+<pv)  (2) 

From  (2),  if  z(t)  is  filtered  with  an  ideal  low-pass  filter  (LPF)  with  a  cutoff  frequency/c  <  f0, 
then  the  filtered  signal  zip  (t)  will  contain  only  the  component  of  interest: 

zlv{t)=^fe^  (3) 

The  instantaneous  frequency  is  given  by  /(t)  =  f0  + 

where  f0  is  the  centered  frequency  of  interest.  By  changing  the  centered  frequency  followed  by 
using  the  variable  frequency  approach  as  well  as  the  LPF,  the  signal, x(t),  will  be  decomposed  into 
the  sinusoid  modulation  by  the  CDM  technique  as  follows: 

x(t )  =  Zidi  =  dc(t )  +  ZiAft)  cos(f*2nfi(r)dT  +  Qftj)  (4) 

The  instantaneous  frequency  and  amplitude  of  d*  can  be  calculated  using  the  Hilbert  transform 
X(t)  =  real(zlp(t))  Y(t )  =  imag  (zIp(t))  =  H[X(t)]  = 

A(t)  =  2|z!p(t)|  =  [X2(t)  +  P2(t)]1/2  0(0  =  arctan  )  =  arctan  (^))  (5) 


FFCDM  operates  by  performing  CDM  on  fixed  frequency  f0  within  confined  bandwidth  and 
repeat  it  over  entire  frequency  band.  In  order  to  obtain  even  higher  resolution  TFS,  center 
frequencies  in  iTFS  obtained  from  FFCDM  were  used  for  subsequent  CDM  with  finer 
bandwidth. 

2)  MNA  Discriminative  Feature  from  VFCDM-TFS 

An  example  of  VFCDM-TFS  is  shown  in  Fig.  1;  we  term  the  HR  trace  and  two  of  its  harmonic 
traces  as  FM1,FM2,FM3,  respectively,  with  the  corresponding  amplitudes  AM1,AM2,AM3.  Our 
algorithm  first  determines  the  dominant  frequency  in  the  PPG  segment  termed  fHR.  The  TFS  of 
the  data  segment  is  normalized  by  the  total  power  in  the  fHR  band.  It  then  extracts  AVi-^  from  a 
narrow  band  spectrum  of  the  TFS  centered  at  the  dominant  frequency  AIV^  6  [  fHR  —  BW,  fHR  + 
BW],  The  maximal  power  in  each  time  instance  is  taken  to  form  AMX  in  the  segment.  Once 
located,  AMX  is  removed  from  the  TFS.  Similarly,  AM2  E  [2fHR  —  BW,  2FHR  +  BW]  and  AM3  E 
[3  fHR  —  BW,  3 fHR  +  BW]  are  found  and  removed.  From  the  extracted  TFS,  FMs  and  AMs,  three 
features  were  derived  to  quantify  the  noise  level  between  clean  versus  corrupted  PPG  segments. 

a.  Residual  noise  power  ( Pnoise ) 

After  extracting  the  first  three  dominant  traces,  remaining  power  in  the  TFS  is  considered  the 
residual  noise  power  Pnoise  and  is  denoted  as: 

PnolSe=PrFS-ZUZjAMu  (6) 

where  Pnoise  is  the  total  power  in  the  TFS.  In  a  clean  PPG  segment,  the  first  three  harmonics 
would  be  located  within  the  predetermined  narrow  band.  Thus  extracting  their  power  would 
effectively  remove  most  of  the  spectral  power  from  the  TFS.  The  remaining  noise  power  would 
be  negligibly  small.  On  the  other  hand,  artifacts  in  the  corrupted  PPG  segment  produce  spectral 
power  at  various  frequency  locations  which  are  often  not  associated  with  the  harmonics’ 
frequency  bands.  Some  of  these  spectral  power  would  not  be  extracted  which  in  turn  yields  high 

^noise  level. 

b.  Projected  frequency  modulation  difference  ( dfFM ) 

Projected  difference  is  defined  as  the  difference  in  frequency  between  the  fundamental  HR 
trace  and  its  harmonic  traces  and  is  computed  as: 

dfFM  =  Z?=  2  X;  PMltj  -  i  X  FMUj  (7) 


Similar  to  the  previous  assumption,  frequency  location  of  the  harmonic  traces  are  expected  to 
be  proportional  to  that  of  the  fundamental  trace,  which  would  result  in  a  low  dfFM  for  a  clean 
segment.  For  artifact  corrupted  segment,  the  proportionality  in  the  frequency  of  the  harmonics 
would  no  longer  hold,  thus  driving  dfFM  value  to  be  high, 
c.  Heart  rate  frequency  difference  ( dfHR ) 

Heart  rate  frequency  difference  is  defined  as  the  difference  between  the  fundamental  frequency 
modulation  FM1  and  HR  computed  from  time-domain  peak  calculation  and  is  computed  as: 


dfHR 


FM1 


l 

Apeak 


(8) 


The  three  features  Pnoise>  dfFM,  and  dfHR  are  combined  into  a  weighted  sum  that  represents 
noise  quality  index,  noiseQI  in  a  PPG  segment. 

noiseQI  =  +  c2dfFM  +  c3dfHR  (9) 

where  c*  is  the  weight  of  each  feature  and  is  determined  empirically  such  that  each  weighted 
feature  contributes  no  more  than  5%  in  the  clean  PPG  segments. 

It  should  be  noted  that  the  nosieQI  is  very  sensitive  as  noise  dynamics  contained  in  only  1 
second  duration  in  a  4-second  data  segment  is  classified  as  noise  corrupted.  This  is  because  the 


noise  region  introduces  many  frequencies  and  spectral  dynamics  that  are  distinctively  dissimilar 
than  the  clean  signal.  Hence,  as  noted  above,  Pnojse,  dfFM,  dfHR,  and  consequently  the  noise Q I 
of  the  MNA  corrupted  segment  will  all  be  significantly  larger  and  distinct  from  the  clean  signal’s 
values. 


III.  SVM-based  Detection  of  Motion/Noise  Artifacts 

A.  Feature  extraction  from  PPG 

The  preprocessed  PPG  was  used  to  extract  the  nosieQl,  as  mentioned  in  Section  II.  A  sliding 
window  of  length  L1  =  8  second  with  60%  overlap  was  used  to  extract  the  raw  PPG  signal.  The 
signal  was  band-pass  filtered  at  0. 1  -  20  Hz  and  then  down-sampled  to  20Hz.  Only  the  middle 
portion  of  length  l2  =  4  second  of  the  resulting  TFS  was  considered  for  further  processing.  This 
is  because  as  shown  in  the  Results  section,  the  middle  4  second  data  length  from  the  initial  L±  =  8 
second  for  the  subsequent  VFCDM  analysis  provided  the  best  accuracy  in  detection  of  MNA. 

To  accurate  pinpoint  time  occurrence  of  MNA,  we  implemented  a  trace-back  strategy,  which 
is  triggered  when  the  noiseQI  value  changes  its  state  as  illustrated  in  Fig  2.  When  noiseQI  goes 
from  lower  than  a  threshold  value  of  0.2  to  greater  than  0.2,  the  trace-back  algorithm  computes  a 
new  noiseQI  three  times  with  shifting  backward  a  second  at  each  time  instant.  For  example,  in 
Fig.  2A  noiseQI  changes  to  a  value  that  is  greater  than  0.2  at  time  duration  4-8  seconds.  The 
trace-back  scheme  would  call  VFCDM  routine  to  compute  new  no iseQI  values  for  the  back- 
shifted  segments  at  time  durations  starting  at  3-7  seconds,  2-6  seconds,  and  ending  at  1-5 
seconds.  The  threshold  noiseQI  =>  0.2  was  empirically  determined  to  represent  the  presence 
of  MNA.  As  detailed  above,  our  VFCDM  algorithm  is  designed  to  indicate  that  a  segment  is 
corrupted  even  if  only  1  second  of  the  4  second  duration  data  contain  MNA.  Hence,  since  the  3- 
7  second  segment  is  determined  to  be  corrupted,  it  allows  us  to  deduce  that  the  8th  second  time 
point  is  corrupted.  The  same  logic  applies  to  the  2-6  and  1-5  second  segments.  If  MNA  starts  at 
the  5th  second,  it  is  expected  that  the  updated  nosieQl  values  would  be  low  prior  to  the  5th  second 
while  remain  high  for  the  segments  after  the  5th  second.  Similarly,  MNA  end  point  is  determined 
by  applying  trace-back  algorithm  when  noiseQI  goes  from  higher  than  0.2  to  lower  than  0.2.  An 
example  of  the  track-back  strategy  on  an  actual  PPG  signal  is  illustrated  in  Fig.  3. 

B.  Classification  by  Support  Vector  Machine  (SVM) 

SVM  was  applied  to  build  a  decision  boundary  to  classify  the  MNA  segment  from  the  clean  PPG 
data.  SVM  is  widely  used  for  classification  and  regression  analysis  due  to  its  accuracy  and 
robustness  to  noise  [25].  The  SVM  consists  of  training  and  test  phases  as  briefly  described  in  the 
following  sections. 

The  SVM  takes  a  priori  determined  classification  parameter  values  of  the  clean  and  corrupted 
PPG  segments  as  a  training  data  set,  finds  the  support  vectors  among  the  training  data  set  which 
maximize  the  margin  (or  the  distance)  between  different  classes,  and  then  builds  a  decision 
boundary.  If  the  estimated  decision  is  different  from  its  known  label,  the  decision  is  regarded  as  a 
training  error.  We  consider  a  soft-margin  SVM  which  can  set  the  boundary  even  when  the  data 
sets  are  mixed  and  cannot  be  separated.  In  the  soft-margin  SVM  algorithm,  slack  variables  are 
introduced  to  minimize  the  training  error  while  maximizing  the  margin.  Soft-margin  SVM  uses 
the  following  equation  to  find  the  support  vectors  [26]. 


(19) 


N  y 

Minimize  <?„+-( ws,ws), 

5V=1  ^ 

Subject  to  r„((w,,y„)  +  &.)>l  =  <5„  for  sv  =  l,2,...,N  =1,2,...,N,  and  Ssv  >0 
where  C  is  a  regulation  parameter,  If  is  the  number  of  vectors,  Ssv  is  the  slack  variable,  ws  is 
weight  vector  and  <  y  >  is  the  inner  product  operation.  The  tsv  is  the  ,vvth  target  variable,  ysv  is  the 
.vth  input  vector  data,  and  bs  is  the  bias.  The  SVM  decision  boundary  Fsv  is  derived  as 

=(vtl,y)  +  b  ;=o  (2°) 

* 

where  ws  and  are  weight  factor  and  bias,  respectively,  obtained  from  Eq.  (20)  and  y  is  the 
input  point.  By  transforming  the  ysv  and  y  terms  to  ysv  <li(y  vi. )  and  y-><D(y),  the  non-linear 
SVM  can  be  transformed  to  a  linear  SVM.  For  nonlinear  SVM,  Eq.  (20)  is  modified  as 

3’»((w„®(y„))+*1)^i  (2!) 

To  facilitate  the  operation  in  nonlinear  SVM,  a  kernel  function  £s(y) ,  which  is  a  dot-product  in 
the  transformed  feature  space  is  used  as  the  following: 

(22) 

where  sv  =  1,2,...,V  ^  Qnce  training  phase  is  completed,  the  optimal  support  vectors  for  training 
data  are  determined.  These  vectors  are  then  used  to  classify  the  testing  data  so  that  the  optimal 
solution  of  mutually  exclusive  boundaries  can  be  determined. 

IV.  Results 

We  evaluated  the  performance  of  the  VFCDM-based  MNA  detection  algorithm  for  various  types 
(laboratory  controlled,  and  real  patients  at  hospital)  of  motion-corrupted  PPGs  to  validate  its 
performance  for  a  wide  range  of  scenarios.  K-fold  cross  validation  was  adopted  to  evaluate  the 
performance  of  our  algorithm.  Specifically,  for  a  dataset  of  N  subjects,  data  from  N-l  subject  was 
used  for  training  and  the  unused  subject  data  were  used  for  testing.  The  train-test  cycle  was  done 
N  times,  each  time  with  a  different  test  subject.  We  optimized  the  regularization  parameter  value 
( C  =  10)  for  the  linear  kernel  SVM  by  minimizing  the  training  error.  Fig.  4  shows  a  representative 
illustration  of  the  performance  of  our  proposed  approach.  Fig.  4A  displays  the  filtered  PPG  signal 
with  contains  both  clean  and  MNA  which  is  corrupted  with  varying  levels  of  amplitude 
fluctuations.  Fig.  4B  depicts  the  corresponding  noiseQI  which  was  obtained  according  to  Eq.  (9). 
As  shown,  the  noiseQI  has  low  values  for  the  clean  portion  of  the  data  whereas  it  is  high  where 
the  MNA  occurs.  The  noiseQI  is  used  for  the  SVM  classifier  to  determine  whether  the  given 
segment  is  clean  or  corrupted.  Fig.  4C  shows  the  classification  results  via  our  approach  along  with 
the  trained  experts’  decision  of  the  occurrence  of  the  MNA  for  comparison.  For  this  example,  we 
observe  that  our  approach  has  a  high  sensitivity  and  specificity  in  detecting  MNA. 

The  optimal  window  length  was  determined  by  varying  L2  from  3  to  6  sec  while  keeping  Lr 
constant  at  8  sec.  Detection  performance  was  evaluated  by  comparing  our  classification  results  to 
the  MNA  reference  (as  determined  by  the  experts)  to  yield  accuracy,  sensitivity,  and  specificity. 
Table  I  shows  performance  statistics  in  terms  of  accuracy  (Acc),  sensitivity  (Sen),  and  specificity 
(Spe)  of  our  MNA  detection  algorithm  at  various  window  length  (L2)  for  the  laboratory  dataset. 
The  window  length  of  4  sec  (L2  =  4  second)  yielded  the  best  performance  in  term  of  accuracy 
among  the  various  window  lengths  examined. 


The  noiseQI  value  indicates  the  amount  of  noise  present  in  the  PPG  segment.  It  is  of  interest  to 
evaluate  how  well  this  parameter  correlates  with  the  actual  noise  at  various  levels.  Therefore,  the 
nosieQI  values  were  computed  for  simulated  data  consisting  of  clean  forehead  and  finger  PPG  data 
corrupted  by  additive  white  noise  of  varying  SNR  levels.  The  results  are  shown  in  Fig.5.  As  shown, 
the  noiseQI  is  consistently  low  for  signal  with  high  SNR  values  and  high  for  signal  with  low  SNR 
values  with  reaching  a  unity  value  for  SNR  less  than  0  dB  for  both  finger  and  forehead  data. 

We  compared  the  proposed  algorithm  with  three  other  recently  published  MNA  detection 
algorithms:  1)  Hjorth  features  (Hjorth),  2)  time-domain  variability  SVM  (TDV-SVM)  approach, 
3)  Kurtosis-Shannon  Entropy  (KSE)  features  [IT,  22,  23,  271.  A  representative  example  of  the 
MNA  detection  comparing  all  of  the  aforementioned  methods  is  illustrated  in  Fig.  6.  Performance 
results  of  each  method  are  presented  in  Table  II.  Two-sample  one-sided  Welch’s  t-tests  at  95% 
confident  interval  was  performed  to  assess  the  significance  of  the  accuracy,  sensitivity,  and 
specificity  results  from  the  K-fold  cross-validation.  In  order  to  measure  and  compare  the  detection 
powers,  receiver  operative  characteristic  curves  were  generated  for  all  the  features  used  in  our 
YFCDM  algorithm  and  other  detection  algorithms.  Areas  under  these  curves  (AUCs)  represent 
the  strength  of  these  features.  In  Fig.  7,  ROC  curves  with  highest  AUC  values  were  shown.  Note 
that  our  VFCDM-derived  features  obtained  the  highest  AUC  values  among  all  methods  compared. 

In  addition  to  accurate  MNA  detection,  the  other  attractive  feature  of  our  algorithm  is  that  it  is 
able  to  accurately  locate  the  start  and  end  points  of  MNA  occurrences.  To  evaluate  the  algorithm’s 
effectiveness  in  pinpointing  the  start  and  end  time  of  the  MNA,  we  computed  the  time  difference 
of  start  and  end  points  between  the  visual  reference  and  detection  algorithms’  results.  The  time 
difference  is  termed  detection  transition  time,  DTT,  which  reflects  how  accurate  on  average  a  MNA 
algorithm  detects  the  start  and  end  time  of  the  MNA.  Table  III  provides  DTT  comparison  of  our 
VFCDM  algorithm  and  other  detection  algorithms.  As  shown  in  Table  III,  our  algorithm’s 
detection  accuracy  of  the  duration  of  the  MNA  is  significantly  better  than  3  other  methods.  Our 
algorithm  is  off  by  less  than  1  second  whereas  the  second  best  algorithm,  the  Hjorth,  is  more  than 
2  seconds  off  and  the  least  accurate  method,  the  KSE,  is  off  by  more  than  4  seconds. 

V.  Discussion 

We  propose  an  accurate  MNA  detection  method  which  uses  dynamic  characteristics  of  the 
corrupted  PPG  derived  via  the  YFCDM.  The  efficacy  of  the  detection  method  was  validated  using 
contrived  motion  data  from  healthy  subjects  and  unconstrained  MNA  data  from  patients  at  UMMS 
ER  department.  In  this  study,  several  key  features  associated  with  MNA,  derived  from  the 
VFCDM-based  time-frequency  spectrum,  were  utilized  for  detection  of  MNA.  By  transforming 
the  PPG  times  series  into  time-frequency  domain,  we  were  able  to  better  capture  time-varying 
characteristics  of  the  MNA.  Specifically,  we  recognized  that  PPG’s  clean  signal  dynamics  are 
largely  concentrated  at  the  heart  rate  and  its  harmonic  frequency  bands,  hence,  we  surmise  that  the 
presence  of  large  amplitudes  in  the  other  frequency  bands  must  be  associated  with  MNA.  This  is 
clearly  seen  in  Fig.  IB  as  VFCDM  results  from  a  clean  PPG  signal  yields  distinct  peaks  across  all 
times  at  the  HR  frequencies  and  its  2  successive  harmonic  frequencies.  Therefore,  we  divided  the 
TFS  into  three  narrow  band  spectrums  and  tracked  down  these  amplitude  traces  accordingly.  In  a 
clean  PPG  segment,  Fig.  1A-B,  most  of  the  spectral  power  is  concentrated  in  the 
FM1(  FM2,  and  FM3  traces  since  the  signal  is  sinusoidal-like  and  periodic  in  nature.  In  a  MNA 
corrupted  PPG  segment  shown  in  Fig.  1C-D,  however,  the  signal  is  disturbed  by  inconsistent 
changes  in  the  signal  amplitude  due  to  motion.  These  changes  are  typically  irregular  thus  creating 
various  spectral  contents  in  the  resulting  TFS  and  eventually  yielding  high  noiseQI  values  as 


defined  in  Eq.  (8).  Hence,  the  noiseQI  values  provide  a  quantitative  measure  of  the  IVINA  that  is 
present  in  the  PPG  signal. 

Results  in  Fig.  5  indicate  that  if  we  set  the  SNR  cutoff  threshold  at  15dB  to  discriminate  between 
the  clean  and  corrupted  PPG  data  segment,  then  the  corresponding  noiseQI  cutoff  threshold  would 
be  around  0.14,  and  0.22  for  the  head  and  finger  data,  respectively.  Finger  PPG  waveforms  for 
some  people  contain  prominent  traces  of  dicrotic  notch,  which  results  in  additional  high  frequency 
components.  Our  VFCDM  algorithm  assumes  that  the  heart  rate  cycle  is  the  dominant  component 
of  the  PPG  waveform  and  the  remaining  components  are  considered  as  noise.  Therefore,  the 
noiseQI  values  of  the  finger  PPG  are  higher  than  of  the  head  PPG  due  to  additional  high  frequency 
components  introduced  by  the  dicrotic  notch.  It  can  also  be  speculated  that  PPG  recorded  from 
peripheral  part  (finger)  is  modulated  at  a  higher  intensity  than  that  of  forehead,  which  may  explain 
higher  noiseQI  values  for  the  former  location.  Hence,  due  to  the  intrinsic  difference  in 
morphological  properties  of  PPG  recorded  from  the  finger  and  forehead,  training  for  MNA 
detection  needs  to  be  done  separately  for  these  two  measurement  locations. 

The  detection  accuracy  on  both  lab-controlled  and  UMMC  datasets  using  our  proposed  methods 
outperformed  the  other  three  detection  methods:  Hjorth,  TDV-SVM,  and  KSE.  We  first  compared 
each  method’s  detectability  based  on  their  own  unique  feature  selection  by  evaluating  the  area 
under  ROC  curve.  The  AUC  showed  that  our  noiseQI  feature  provided  that  highest  value  at  0.986 
for  both  finger  and  forehead  PPG,  as  shown  in  Fig.  7.  Concomitantly,  the  accuracy,  sensitivity 
and  specificity  values  of  our  method  were  significantly  higher  than  all  other  methods  as  indicated 
in  Table  II. 

The  eventual  aim  of  our  proposed  algorithm  is  to  detect  MNA  in  real  time.  The  algorithm  only 
takes  33.3ms  to  compute  noiseQI  for  a  4s  PPG  window  length  using  Matlab  on  a  PC  with  Intel 
Xeon  at  3.6GHz.  Therefore,  it  would  be  straightforward  to  optimize  the  algorithm  for  real  time 
detection  of  MNA  in  PPG  signal. 

In  conclusion,  we  proposed  an  accurate  MNA  detection  algorithm  that  utilizes  both  time  and 
spectral  features  to  classify  between  a  clean  and  corrupted  PPG  data  segment.  Comparison  of  our 
algorithm  using  both  lab-controlled  and  clinical  data  to  three  other  detection  methods  showed  far 
better  performance  of  our  algorithm.  Moreover,  it  was  found  that  our  algorithm  was  superior  to 
other  algorithms  in  detecting  the  start  and  end  time  of  the  MNA.  Accurate  detection  of  the  start 
and  end  time  of  the  MNA  is  important  for  the  subsequent  reconstruction  of  the  MNA-corrupted 
data  as  we  do  not  want  to  miss  the  MNA  portion  of  data  for  reconstruction  or  avoid  having  to 
reconstruct  when  the  data  segment  is  designated  to  be  clean.  Moreover,  our  algorithm  is  real-time 
realizable  and  it  is  applicable  to  either  transmission  (finger)  or  reflectance  (forehead)  PPG  sensor. 


Table  I.  Mean  ±  Std.  Deviation  of  Performance  Metrics  of  Our  Proposed  VFCDM  Using  Various  Window  Length 


L 

3s 

4s 

5s 

6s 

.  -o  Acc 

-Q  ru  c 

ro  a>  Sen 

— 1  X 

Spe 

86.9  ±  5.54 

81.8  ±  9.69 

89.4  ±  6.17 

91.9  ±  3.11 

88.8  ±  5.33 

93.9  ±  2.69 

87.2  ±  4.23 

80.3  ±  6.78 

80.3  ±  3.11 

84.1  ±  9.26 

75.5  ±  16.40 

89.3  ±  7.95 

Table  II.  Mean  ±  Std.  Deviation  of  Performance  Metrics  of  Our  Proposed  VFCDM,  Other  Methods  .  (*)  Indicate  Statistical 

Significance  (p<0.01)  BETWEEN  Our  Method  Versus  the  Others. 
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86.3  ±  15.7  * 
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to  CD 
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89.2  ±  2.0 
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41.1  ±  27.6  * 
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95.1  ±  0.8 

88.3  ±  2.7  * 

71.5  ±  8.8  * 

93.6  ±  1.5  * 

Table  III.  Mean  ±  Std.  Detection  of  Transition  Time,  DTT  of  our  VFCDM  method  and  Other  Methods.  (*)  Indicate  Statistical 

Significance  (p<0.01)  BETWEEN  Our  Method  Versus  the  Others. 


Algorithm 

DTT 
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VFCDM 

0.94 
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0.65 

Hjorth 

2.17 
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0.37  * 

KSE 

4.24 
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2.42  * 

TDV 

2.75 

± 

0.96  * 

PPG  Amp  (au)  PPG  Amp  (au) 


Figure  1.  Time-Frequency  Spectrum  produced  by  VFCDM  in  8sec  PPG  window  (L  =  4s).  The  rectangular  bands  in  red,  yellow,  and 
green  are  HR  band  and  its  2nd  and  3rd  projected  harmonic  bands.  The  white  dotted  lines  in  their  corresponding  bands  are  extracted  HR 
and  its  harmonic  traces.  (A)  Clean  PPG.  (B)  TFS  of  clean  PPG.  (C)  Corrupted  PPG.  (D)  TFS  of  corrupted  PPG. 
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(B)  MNA  end  point 
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Figure  2.  Trace-back  strategy  to  determine  the  start  and  end  points  of  MNA. 
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Figure  3.  Illustrative  example  of  the  trace-back  mechanism.  In  normal  mode,  our  algorithm  compute  noiseQI  at  every  4  second  interval. 
When  triggered,  trace-back  mechanism  update  nosieQI  very  1  sec  backward,  which  helps  accurately  determine  the  start  and  end  point  of 


MNA. 


Figure  4.  An  example  of  MNA  detection  using  VFCDM.  (A)  PPG  signal  corrupted  with  MNA.  (B)  noiseQI  derived  from  VFCDM.  (C) 

Detection  decision  of  VFCDM  (blue)  and  reference  MNA  (red) 


SNR  (dB) 

Figure  5.  Noise  quality  index  (noiseQI)  computed  from  the  additive  white-noise-corrupted  PPG  data  at  various  signal-to-noise  ratios 
(SNR).  Red:  PPG  recorded  from  forehead;  Blue:  PPG  recorded  from  finger. 
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Figure  6.  An  example  of  MNA  detection  using  our  VFCDM  method  versus  other  methods:  Hjorth,  Time-domain  and  Kurtosis-Shannon 
Entropy.  The  pulse-like  traces  are  the  MNA  reference  and  detection  results  from  the  feature  sets.  High  value  indicates  detected  MNA, 

otherwise  clean  PPG  signal. 


Figure  7.  Receiver-operative-curves  (ROCs)  of  all  the  features  used  in  MNA  detection  algorithms:  Our  proposed  VFCDM  ( noiseQI ); 
Hjorth  parameters  (H1,H2);  Statistical  features  (K,SE),  Time-domain  features  (TD-HR,  TD-AMP,TD-WAV,TD-SD).  (A)  Finger  data; 

(B)  Forehead  data. 
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